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Foreword 


The  industrial  physician  and  hygienist  for  many  years  have  been  aware  of 
the  importance  of  inhalation  in  industrial  exposures  to  toxic  substances. 
This  comparatively  restricted  interest  in  inhalation  toxicology  has  now  been 
broadened  and  intensified  by  two  developments.  First,  the  phenomenal 
growth  in  chemicals  used  in  industry,  in  the  defense  establishments,  and  in 
the  home  has  accelerated  toxicological  research  in  general.  Second,  the 
recognition  of  the  potential  health  effects  of  community  air  pollution  has 
intensified  the  need  for  more  inhalation  studies.  As  a result,  many  new 
workers  are  entering  this  field. 

To  help  these  investigators  avoid  some  common  difficulties  and  sources  of 
error  observed  in  its  40-odd  years  of  research,  the  Occupational  Health 
Program  has  prepared  this  monograph  on  the  design,  construction,  operation, 
and  performance  of  exposure  chambers  for  animal  inhalation  research.  Much 
of  the  material  presented  here  is  based  on  original  research  and  designs  de- 
veloped by  the  program.  This  research  was  concentrated  on  such  factors  as 
the  relation  of  the  size  of  the  chamber  to  the  type  and  number  of  animals  to 
be  exposed,  dissipation  of  heat  of  the  animals,  and  geometry  of  adsorbing 
surfaces,  as  well  as  problems  of  maintenance. 

Scientific  progress  is  ever  dependent  on  new  instruments  and  techniques. 
It  is  hoped  that  these  tools,  developed  for  a research  activit}^  which  at  first 
glance  may  seem  deceptively  simple,  will  aid  in  further  discoveries  in  an 
increasingly  complex  and  important  area  of  toxicology. 

Harold  J.  Magnuson,  M.D. 

Chief,  Occupational  Health  Program 
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I.  Introduction 


The  design,  construction,  operation,  and  per- 
formance of  inhalation  chambers  for  animal 
exposure  in  toxicological  research  have  not  re- 
ceived the  consideration  commensurate  with 
their  importance  in  the  development  of  inhala- 
tion toxicology.  With  the  growing  demand  for 
inhalation  toxicity  data,  it  becomes  increas- 
ingly important  that  information  on  exposure 
chambers  be  developed  and  made  more  readily 
available.  The  philosophy  underlying  animal 
inhalation  exposures  deserves  more  emphasis 
than  it  has  received  in  the  past,  that  it  may 
serve  as  a guide  for  the  new  investigator  en- 
tering the  field. 

This  monograph  describes  the  basic  types  of 
chambers  that  have  been  successfully  employed 
by  the  Occupational  Health  Program,  Public 
Health  Service,  to  investigate  problems  in  in- 
dustrial toxicology,  together  with  the  philos- 
ophy that  guided  their  construction  and  de- 
veloj)ment.  Considerable  data  are  presented  to 
demonstrate  the  operating  performance  of  the 
chambers.  It  is  hoped  that  this  information 
will  point  out  the  characteristics  of  a group  of 
serviceable  chambers,  stimulate  interchange  of 
ideas  on  design  and  operating  techniques,  and 
promote  research  and  development  in  the  field. 

Included  also  are  references  and  brief  de- 
scriptions of  exposure  chambers  that  have  been 
used  in  the  past  and  of  those  being  currently 
used  by  some  of  the  most  active  workers  in  the 
field.  In  making  these  selections,  emphasis  has 
been  placed  on  new  or  unusual  features  of 
design  and  construction. 

Design  and  Construction 

The  studies  in  inhalation  toxicology  con- 
ducted by  the  Occupational  Health  Field 
Headquarters  laboratory  require  the  exposure 
to  aerosols  of  large  numbers  and  a variety 
of  laboratory  animals  under  closely  controlled 
conditions.  The  multi])licity  of  conditions  to 
be  met  in  setting  iq:>  an  animal  exposure  pro- 


gram including  facilities  can  be  appreciated 
from  the  following  requirements  for  controlled 
animal  exposure. 

The  first  requirement  is  a dynamic  air  sys- 
tem with  the  following  properties: 

1.  A source  of  clean  air  supply. 

2.  A constant  flow  of  air. 

3.  Controls  to  vary  this  flow  over  a suitable 
range. 

4.  Instruments  for  accurately  metering  this 
flow. 

5.  Apparatus  for  injecting  an  aerosol  or 
gaseous  contaminant  into  the  input  airstream. 

6.  Uniform  distribution  of  the  input  air- 
stream  throughout  the  exposure  zone. 

7.  A cooling  system  for  the  air  supply  to 
maintain  a constant  exposure  chamber  temper- 
ature, despite  the  animal  heat  load  and  varia- 
tions in  ambient  temperature. 

8.  Signal  devices  to  indicate  failure  of  op- 
erating equipment. 

Second,  it  is  necessary  to  provide  for  the 
elimination  of  toxic  products  from  the  expo- 
sure chambers  to  insure  a safe  working  en- 
vironment for  laboratory  personnel,  and  to 
prevent  the  discharge  of  pollutants  to  the  out- 
side atmosphere.  This  necessitates : 

1.  Provision  for  exhausting  air  from  the 
chambers. 

2.  Cleaning  the  exhausted  air  before  dis- 
charge to  the  atmosphere. 

3.  Maintenance  of  a slight  negative  pressure 
to  prevent  outward  leakage  from  the  exposure 
units. 

4.  A means  of  cleaning  the  exposure  cham- 
bers after  each  day’s  use. 

Third,  accurate  determination  of  the  concen- 
trations of  contaminants  is  required.  This 
necessitates : 

1.  Facilities  for  taking  representative  sam- 
])les  of  the  exposure  chamber  atmosi)here. 

2.  Ap])i'opriate  sampling  ports  from  which 
any  part  of  the  ex]x)sure  chamber  may  bo 
probed. 
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From  the  chamber  operator’s  point  of  view, 
the  chamber  should  have  the  following  addi- 
tional attributes : 

1.  Ease  of  access  to  exposure  chamber  inte- 
rior. 

2.  Suitable  observation  windows. 

3.  Automatic  control  and  recording  of  the 
exposure  chamber  variables,  such  as  airflow, 
temperature,  humidity,  and  contaminant  feed. 

All  of  the  considerations  enumerated  apply 
to  both  total-enclosure  and  head-enclosure  type 
chambers.  Head-enclosure  chambers  should  be 
used  when  skin  absorption  of  the  test  contami- 
nant would  be  a signiflcant  route  of  entry,  for 
example,  in  the  investigation  of  the  inhalation 
toxicity  of  cyanide  or  certain  mercury  com- 
pounds. In  other  instances,  operational  ad- 
vantages make  the  total-enclosure  type  pref- 
erable. Such  chambers  are  easier  to  keep  clean 
since  they  can  be  hosed  down,  and  are  easier 
to  load  and  unload. 

Ingestion  of  particulate  matter,  derived 
from  deposition  on  fur  during  total-enclosure 
inhalation  exposures,  generally  makes  a rela- 
tively minor  contribution  to  the  overall  toxic- 
ity. For  example,  inhalation  studies  at  the 
University  of  Rochester  Atomic  Energ}^  Pi'oj- 
ect,  as  reiDorted  by  Amegtlin  and  Hodge  (2), 
showed  ingestion-to-inhalation  ratios  for  eight 
compounds  on  dogs,  rats,  and  rabbits.  For 
dogs  exposed  to  iiraninm  at  20  mg./m.®,  the 
ratio  varied  from  65  for  UOaFg  to  10,000  for 
UF4.  Similar  results  were  found  for  the  rat 
and  rabbit.  AAdien  the  maximal  amount  is 
used  of  uranium  analytically  determined  in  the 
gastrointestinal  tract  (with  contents),  the  max- 
imal contribution  to  inhalation  toxicity  by 
orally  ingested  dust  for  UF4  would  be  0.1  per- 
cent and  for  UO2F2,  15  percent. 

Two  main  objectives  to  be  kept  in  mind  in 
the  design  and  construction  of  animal  inhala- 
tion chambers  are  performance  and  ease  of 
operation.  The  chamber  must  fulfill  the  pur- 
IDose  for  which  it  is  intended,  but  equally  im- 
portant is  ease  of  operation  and  maintenance. 
Thus,  in  considering  alternate  design  features 
for  a chamber,  one  can  first  eliminate  any 
which  would  result  in  inferior  performance. 
Of  those  features  that  meet  the  performance 
specifications,  the  choice  should  then  be  made 
on  the  basis  of  operating  convenience. 

Readymade  animal  inhalation  exposure 


chambers  are  not  commercially  available  and, 
if  built  to  order  and  delivered,  are  usually 
prohibitive  in  cost.  If  funds  for  chamber  con- 
struction are  limited,  best  results  will  be  ob- 
tained by  building  the  chamber  at  the  site, 
with  the  aid  of  local  contractors.  The  job 
may  be  given  to  one  contractor  who  assumes 
responsibility  for  the  entire  job  or  let  out  in 
separate  contracts  for  sheet  metal,  air-condi- 
tioning, plumbing,  and  electrical  work,  de- 
pending upon  local  conditions. 

Chambers  in  Occupational  Health  Program 

The  exposiire  chainbers  of  this  laboratory 
are  divided  into  four  groups  determined  by 
the  type  of  exposure  they  provide.  These  in- 
clude, {a)  large-scale  exposure  chambers.  (5) 
control  exposure  chambers,  (c)  small-scale  ex- 
posure units,  and  {d)  pilot  exposure  units. 
The  features  of  each  type  that  have  proved  of 
value  in  ease  of  operation  and  maintenance, 
in  reliability  of  performance,  and  in  adapta- 
bility will  be  subsequently  discussed  in  detail. 
This  laboratory  has  not  had  experience  with 
head-exposure  chambers  in  recent  years,  and 
such  chambei's  are  not  in  the  laboratory  at  this 
time.  Consequently,  the  discussions  of  cham- 
ber design  and  constrnction  which  follow  will 
be  limited  to  total-enclosnre  chambers.  The 
four  groups  of  exposure  chambers  may  be 
briefly  defined  as  follows. 

Large-Scale  Exposure  Chamhers 

Large-scale  exposure  chambers  are  usually 
of  permanent,  heavy-duty  construction,  rang- 
ing in  size  from  about  90  to  250  cubic  feet. 
In  this  laboratory  these  chambers  have  ])er- 
manently  mounted  systems  for  air  condition- 
ing, plnmbing.  air  supply,  and  exhaust,  and 
are  ex2:>ected  to  be  used  indetinitely  for  nu- 
merous and  different  studies,  whose  nature  is 
unknown  at  }:)resent.  Thus,  they  are  airtight, 
rigid,  and  corrosion  resistant ; and  designed  to 
provide  constant  jierformance  and  uniform  ex- 
posure under  changing  operating  requirements, 
aiid  to  need  minimal  maintenance. 

Control  Exposure  Chamhers 

Control  ex|iosnre  chambers  are  used  in  con- 
junction with  the  large-scale  ex]>osure  cham- 
bers for  controls  and  for  preexposure  of  the 


2 


animals  used  in  the  inhalation  experiments. 
They  must  meet  most  of  the  exposure  cham- 
ber requirements.  Wliile  they  need  not  be 
capable  of  a uniform  particulate  distribution, 
they  must  provide  a uniform  distribution  of 
clean  inlet  air. 

Small-Scale  Exposure  Units 
Small-scale  exposure  units  are  used  for  pe- 
riods of  time  and  contaminant  levels  inter- 
mediate to  the  short,  acute  exposures  in  the 
pilot  units,  and  the  long-term,  chronic  expo- 
sures provided  by  the  large-scale  exposure 
chambers.  Typically,  such  a chamber  is  used 


for  chronic  exposures  of  3 to  6 months,  and 
has  a volume  of  approximately  25  cubic  feet. 
Two  dogs,  four  rabbits,  and  twenty  rats  could 
readily  be  exposed  in  such  a chamber. 

Pilot  Exposure  Units 
Pilot  exposure  units  are  of  laboratory  bench 
size,  and  of  less  than  permanent  type  con- 
struction. They  are  usually  made  from  large 
glass  jars  and  flasks,  adapted  to  permit  the 
exposure  of  small  numbers  of  small  laboratory 
animals  to  accurately  determined  uniform  con- 
centrations of  contaminants  for  short  periods 
of  time  at  acute  levels. 


II.  Design  Considerations 


Large-Scale  Exposure  Chambers 

The  major  problem  in  the  design  of  large- 
scale,  all-purpose  exposure  chambers  is  the  dif- 
flculty  of  generating  and  maintaining  a suffi- 
ciently constant  and  uniform  dust  distribution 
in  the  air.  This  imposes  restrictions  on  the 
size  and  shape  of  such  chambers  that  can  be 
built  at  reasonable  cost. 

Chamber  Shape  and  Air  Movement 

The  experience  of  this  laboratory  has  shown 
that  good  dust  distribution  can  most  easily  be 
maintained  in  a chamber  where  the  dust-laden 
airstream  is  fed  in  at  the  top,  and  withdrawn 
at  or  2iear  the  bottom.  The  inlet  and  exhaust 
must  be  designed  so  that  the  concentration  of 
the  air  contaminant  across  a horizontal  cross 
section  of  the  chamber  is  unifonn. 

If  the  horizontal  cross  section  of  the  cham- 
ber is  a regular  polygon  or  is  circular,  it  is 
easier  to  obtain  good  distribution  than  if  the 
cross  section  is  rectangular  or  otherwise  ir- 
regular. In  addition,  a chamber  with  an  ir- 
regular cross  section  would  have  a greater 
surf ace-to- volume  ratio  than  the  corresponding 
regular  shape  which  would  increase  surface 
effects.  Of  the  regular  shapes,  a square  is  by 
far  the  most  practicable.  Construction  is  not 
difficult,  and  more  important  from  the  oper- 


ating standpoint,  the  animal  cages  can  be 
loaded  and  unloaded  efficiently,  especially  if  a 
large  access  door  is  provided. 

To  establish  a particulate  aerosol  of  uniform 
concentration  in  a downflow  chamber  having 
a square  horizontal  cross  section,  an  effective 
means  of  distributing  the  aerosol  must  be  de- 
vised. For  some  gases,  vapors,  and  very  flne 
particulates,  a simple  cubic  chamber  may  be 
satisfactory.  This  laboratory  obtained  several 
cubic  chambers  in  1950  and  used  one,  unmodi- 
fled,  for  a study  of  cobalt  metal  fume  (fig.  1). 
The  air  supply  was  at  the  top  center,  and  a 
baffle  plate  just  below  the  inlet  aided  uniform 
dispersion.  Satisfactory  aerosol  uniformity 
w'as  obtained  with  this  arrangement. 

It  was  realized,  however,  that  if  proper  dis- 
tribution was  to  be  maintained  with  the  gen- 
eration of  aerosols  of  larger  particulates  as 
represented  by  most  mineral  dusts,  an  im- 
proved chamber  design  would  be  required. 
The  existing  cubic  chambers  were  adapted  by 
adding  a pyramidal  top  (fig.  2).  This  modifi- 
cation provided  the  conditions  that  led  to  im- 
proved distribution  for  aerosols  of  heavier 
particles. 

The  pyramidal  tops  added  to  these  cham- 
bers are  shaped  like  cano])y  hoods  and  ]2rovide 
the  dispersion  space  needed  for  uniform  ilow 
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Figure  1.  Unmodified  4-foot  eubie  chamber  used  in  1950  for  preliminary  studies  of  cobalt  metal  fume. 


Note:  Blower  at  top  supplied  air  to  chamber  through  the  slender  cone  into  which  the  fume  was  injected 
upstream  from  the  metering  orifice.  Vacuum  cleaner  (lower  right)  exhausted  chamber  through  electrostatic 
precipitators  and  discharged  into  the  laboratory  exhaust  duct.  Variacs  (small  table)  were  used  to  control  both 
exhaust  and  supply  blowers. 


throughout  the  body  of  the  chamber  tvhere  the 
animals  are  exposed.  Similar  pju-amidal  tops 
were  specified  in  the  three  neAvest  large-scale 
exiAosure  chambers  built  by  the  Occupational 
Health  Program.  The  experience  derived  from 
the  adaptation  and  operation  of  the  chambers 
obtained  in  1950  was  incorporated  in  the  de- 
sign of  the  ncAvest  chambers  (fig.  3). 

In  the  older  chandters,  the  air  supply  enters 
tangentiall}^  into  cylinders  which  are  exten- 
sions of  the  tops  of  the  canopies.  The  con- 
taminant aerosols  are  fed  directly  into  these 
cylinders  at  a constant  rate,  appropriate  to  the 
giveii  aerosol,  and  mixing  is  enhanced  by  the 
turbulence  and  aspiration  imparted  by  the  ro- 
tary motion  of  the  supply  airstream.  Further 
mixing  takes  place  in  the  canopy  tops,  insuring 
uniform  air  concentrations  in  the  exposure 
zones.  While  good  concentration  uniformity 
is  obtained  Avith  the  mixing  cylinders,  the  inlet 


air  has  a tendency,  especially  at  higher  air- 
floAvs,  to  floAV  doAAui  the  Avails  of  tlie  chamber 
rather  than  uniformly  throughout  it.  This 
type  of  fioAv  heightens  temperature  difi'erence 
Avithin  the  chamber.  In  the  neAvest  chambers 
venturi-type  mixing  sections  Avere  selected  in 
l)lace  of  the  mixing  cylinders  to  obtain  both 
good  mixing  and  more  uniform  airtloAv.  Fox- 
operating  coixvenience,  platfoi-ms  have  been 
built  adjacent  to  each  chamber  canopy  Avhich 
alloAv  the  chamber  operator  to  set  up  and  ad- 
just the  aex'osol  generatoi-s. 

The  exhaust  of  each  chamber  is  draAvn 
through  a distributing  plenum  beloAV  the  ex- 
posure zone.  These  plenums  consist  of  duct 
sections  Avith  holes  along  the  bottom  surfaces. 
Exhaust  air  eutei's  throixgh  these  holes,  but 
liquid  Avaste  cannot  accunxidate. 

In  the  large-scale  inhalation  studies  of  this 
laboratory  one  exposure  chamber  of  90  cubic 
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feet,  four  of  145  cubic  feet,  two  of  230  cubic 
feet,  and  one  large  control  exposure  cliainber 
of  600  cubic  feet  are  used.  These  chambers 
all  are  connected  to  a common  supply  air  sys- 
tem and  a common  exliaust  air  system  of 
1.300  cfm  capacity  each.  It  is  desirable  to 
install  a spare  supply  and  a spare  exhaust 
blower  to  go  into  service  automatically  if  the 
I'egular  blowers  fail.  Figure  4 shows  parts  of 
the  duct  system.  Oversized,  12-inch  by  12- 
inch  ductwork  of  20-gauge  galvanized  sheet 
was  used  to  provide  a low-pressure-loss  system. 

The  air  supply  and  exhaust  systems  for  a 
permanent  multichamber  require  careful  de- 
sign. incorporating  flexibility  as  Avell  as  ease 
of  operation  and  maintenance.  If  a number 
of  chambers  are  to  be  used  in  an  inhalation 
program,  it  is  desirable,  from  the  standpoint 
of  cost,  to  utilize  a common  air  supply  and  a 
common  air  exhaust  for  all  the  chambers. 
Wlien  this  is  done,  extra  pi'ecautions  must  be 
taken  to  eliminate  the  possibility  of  mechani- 
cal failure,  since  all  operating  units  would  be 
affected.  The  initial  design  should  accommo- 
date foreseeable  modifications  such  as  higher 
air  requirements,  additional  chambers,,  and  ad- 
ditional air  cleaning  facilities. 

The  rate  of  airflow  maintained  through  a 
given  exposure  chamber  is  dependent  on  a 
number  of  factors,  several  of  wliich  are  inter- 
related. The  airflow  must  be  sufficient  to  main- 
tain the  oxygen  supply  and  remove  excess  car- 
bon dioxide.  It  must  also  maintain  a nearly 
uniform,  constant  thermal  environment  by  re- 
moving the  heat  generated  by  the  animals  in 
the  chamber.  The  rate  of  airflow  and  the 
temperature  of  the  entering  air  must  be  bal- 
anced with  the  rate  of  heat  generation  to 
maintain  temperatures  within  an  acceptable 
range.  Mice,  rats,  and  guinea  pigs  are  sus- 
ceptible to  pneumonia  Avhen  exposed  to  drafts 
of  air  at  temperatures  lower  than  75°  F.  Ex- 
posure zone  temperatures,  Avhen  such  animals 
are  exposed,  should  be  kept  Avithin  the  range 
of  T6°— 82°  F.  throughout.  The  amount  of  air 
required  for  heat  remoA^al  is  usually  far  iii 
excess  of  the  volume  needed  for  Og-CO.^  bal- 
ance, and  constitutes  the  practical  loAver  de- 
sign limit  for  airtloAV.  The  upper  limit  is  usu- 
ally imposed  by  generation  or  feed  rate  of  the 
contaminant  aerosol.  If  the  upper  and  loAver 
limits  should  overlap  for  a giA'en  animal  load- 


ing it  may  be  possible  to  reduce  the  loading, 
and  Avith  it  the  loAver  limit,  in  order  to  find  a 
satisfactory  operating  airtloAv. 

The  airfloAV  to  each  exposure  chamber  in  this 
laboratory  is  metered  by  a venturi-type  tloAv- 
nieter  in  the  supply  duct  (fig.  4).  The  pres- 
sure taps  of  each  A^enturi-type  meter  are  con- 
nected to  a Magnehelic  pres.sure  gauge  (.4) 
on  the  panel  board.  The  airtloAv  calibration 
for  each  floAvmeter  has  been  draAvn  on  the  face 
of  the  corresiAonding  gauge,  so  that  it  reads 
directly  in  cubic  feet  per  minute.  The  tloAv 
through  these  meters  can  be  A'aried  from  about 
2.5  to  100  cfm.  The  rate  of  airffoAv  and  the 
static  pressure  in  the  chamber  are  controlled 


Fifjure  2.  The  same  chamber  shown  in  figure  1 
modified  by  the  addition  of  a pyramidal  top  and 
mixing  cylinder. 


Note;  The  enlarged  section  of  air  duct  supplying 
air  to  mixing  cylinder  contains  air-conditioning  cooling 
coils.  Controls  for  chamber  air  supply,  exhaust,  and 
air  conditioning  arc  on  i)anel  at  rear  of  chamber  to 
left.  The  wooden  i)latform  allows  operator  to  service 
dust  feed  mechanism  which  is  supported  bj’  small 
platform  around  top  of  pyramidal  transition  section. 
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Figure  3.  Newest  chambers  constructed  by  Occupational  Health  Program  designed  for  24-hour  exposure  of 

animals  in  long-term  studies. 

Note:  The  entire  front  wall  of  the  chamber  serves  as  the  door  and  permits  easy  access.  Standard  and  easily 
replaceable  galvanized  downspouting  has  been  used  for  the  exhaust  pletium.  Cage  racks  containing  the  animals 
are  rolled  into  chamber  on  tracks  shown  and  can  therefore  be  exchanged  quickly  for  clean  cage  racks. 


by  means  of  sliding  gates  mounted  on  orifice 
plates  tvliicli  are  located  within  the  supply  and 
exhaust  ducts.  These  valves  are  manually 
controlled  at  the  control  panel  of  each  cham- 
ber through  mechanical  linkages.  Each  valve 
has  two  leaves  which  move  toward  or  away 
from  the  center  of  the  duct  simultaneously, 
causing  a linear  change  in  airflow  rate  with 
degree  of  oitening.  A negative  static  pressure 
of  0.1  inch  of  water  is  maintained  in  the  op- 
erating chambers. 

An  alternative  valve  design  is  being  tested 
in  the  air  sui^ply  and  exhaust  lines.  This  con- 
sists of  a metal  cone  approximately  3.5  inches 
in  height  with  a maximum  diameter  of  2.5 
inches  which  is  lowered  by  a gear  ai'range- 
ment  into  a 2-inch  diameter  orifice  in  the  duct. 
Such  a valve  should  not  be  clogged  readily  by 


animal  hair  or  become  stuck  by  the  deposition 
of  animal  protein  on  the  screw  threads  or 
other  sliding  surfaces. 

Certain  chambers  have  been  equipped  with 
commercially  available  {B)  fiexible  pinch- 
type  exhaust  valves  as  showii  in  figure  11. 
Although  these  valves  are  relatively  expensive, 
the  smooth  flow  lines,  even  when  the  valves 
are  almost  closed,  make  clogging  unlikely  and 
provide  positive  control  of  the  airllow  over 
the  entire  range  of  operation. 

The  air  suppl}^  must  be  clean,  fresh,  and  at 
the  proper  temperature.  .V  precleaner  may  be 
necessai’y  for  the  air  supply  and  the  air  ex- 
hausted from  the  chamber  should  be  cleaned 
prior  to  discharge  to  the  atmosphere.  Three 
of  the  chambers  in  this  laboratory  have  100 
cfm  graded  saddle-packed  tower  air  washers 
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in  tlieir  exhaust  lines.  The  exhaust  air  from 
all  the  chambers  passes  through  a PV-22 
Westinghouse  Precipitron  before  discharge  to 
the  atmosphere. 

In  exhausting  the  air  from  a chamber,  the 
uniformity  of  airflow  established  at  the  inlet 
must  not  be  upset.  A pressure  distributing 
exhaust  plenum  near  the  floor,  such  as  those 
in  the  chambers  of  this  laboratory,  provides 
the  desired  uniformity.  The  lower  surfaces  of 
such  plenums  should  be  at  least  6 inches  above 
the  floor  and  have  openings  uniformly  around 
them.  Openings  that  are  on  the  lower  surfaces 
will  not  become  filled  with  washings  when  the 
chambers  are  hosed  down. 

Cleaning  Provisions 

A major  consideration,  from  the  chamber 
operator's  point  of  view,  is  the  ease  Avith 
Avhich  the  chambers  can  be  kept  clean.  This 
laboratory  has  found  that  a high-pressure  Ava- 
ter  hose  does  a rapid  and  thorough  job  Avhen 
used  after  each  animal  occupancy.  Chambers 
that  liaA'e  pitched  floors,  center  drains,  and 
smooth  interior  Avails  are  easily  hosed  down. 
The  drainage  from  each  chamber  should  be 
run  into  a sewerline  unless  it  is  sufficiently 
toxic  to  Avarrant  collection  in  a sealed  con- 
tainer. 

C 07istruction  Materials 

The  materials  of  construction  specified  for 
an  exposure  chamber  are  determined  by  the 
nature  of  the  contaminants  introduced,  the 
peiananence  of  the  chamber,  and  to  a consid- 
erable degree  by  the  preference  of  the  cham- 
ber operator.  From  the  standi^oint  of  cham- 
ber performance,  the  important  factors  are  the 
quality  and  the  shape  of  the  interior  surfaces. 
The  geometiy  of  the  interior  is  determined  by 
the  general  design  of  the  chamber,  as  ])revi- 
ously  discussed,  Avhile  the  nature  of  the  sur- 
faces is  determined  by  the  exposure  conditions 
to  be  encountered.  The  interior  surfaces 
should  be  smooth  and  nonabsorbent,  or  lined 
Avith  a nonabsorbent  material,  to  minimize 
surface  effects.  They  must  Avithstand  the  cor- 
rosiA^e  action  of  the  materials  that  contact 
them,  and  must  not  interfere  Avith  concentra- 
tion uniformity  by  absorbing,  or  reacting  Avith, 


the  test  substance.  The  surfaces  must  also  re- 
sist the  corrosive  effects  of  animal  excreta. 

A permanent  chamber  must  be  constructed 
so  that  it  Avill  be  sturdy  enough  to  resist  bat- 
tering by  animal  cages  during  loading  and 
unloading.  If  highly  toxic  materials  are  used 
Avhich  contaminate  the  chamber  beyond  easy 
cleaning  it  may  be  desirable  to  construct  it  of 
less  permanent  materials  for  disposal  upon 
completion  of  the  study. 

The  permanent  chambers  most  recently  com- 
pleted by  this  laboratory  are  constructed  Avith 
Avails  of  14-gauge  type  3S  aluminum  sheet 
and  an  exterior  angle-iron  frame.  Some  lab- 
oratories use  heavier,  self-supporting  walls, 
and  dispense  Avith  the  exterior  frame.  Still 
others  use  Avooden  or  concrete  Avails  and  line 


Figure  1.  View  of  air  supply  ami  exhaust  duetwork 
at  rear  of  chamher. 

Note:  Venturi  metering  air  su])ply  is  in  foreground. 
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Figure  5.  iVIotor-driven  activity  cage  for  rats  and  small  animals  accommodating  10  to  15  adult  rats. 


them  with  smooth,  nonabsorbent  snrfaces.  The 
lierformance  of  the  resulting  chamber  does  not 
depend  on  the  type  of  construction,  and  the 
choice  should  be  made  on  the  basis  of  cost  and 
personal  preference.  The  interior  surfaces 
could  be  of  aluminum,  stainless  steel,  safety 
glass,  or  a plastic,  dej^ending  on  the  ojterating 
conditions  and  again  on  personal  preference. 

Space  and  NuinTjer  of  Cliamhers 

It  has  been  found  through  experience  that  it 
is  much  more  difficult  to  maintain  uniform 
dust  levels  in  chambers  Avith  main  bodies 
smaller  than  I feet  by  I feet  by  I feet,  or 
larger  than  6 feet  by  B feet  b}’  6 feet,  than 
within  these  limits.  If  a chamber  Amlume 
greater  than  0 feet  by  6 feet  by  6 feet  is  re- 
quired, the  animals  should  l)e  exposed  in  more 
than  one  chamber. 

If  a group  of  chambers  is  to  be  constructed, 
it  may  be  desirable  to  build  them  in  a row, 
or  a cluster,  with  common  Avails,  rather  than 
as  completely  sejAarate  units.  The  University 


of  Kochester  built  a cluster  of  hexagonally 
shaped  chambers  for  a study  on  uranium  com- 
pounds (f).  In  such  a manner,  chamber  space 
can  be  constructed  economically.  AA’hile  retain- 
ing the  advantage  of  optimal-sized  units. 

To  determine  the  number  of  chambers  needetl 
for  a particular  study,  the  animal  A'olume  to 
be  exjAosed  must  be  kuoAvn.  This  lal)oratory 
has  found  that  best  residts.  Avith  regard  to 
uniformity  of  exposAire  to  sedentary  animals 
in  cages,  are  obtained  Avhen  animal  volume  is 
limited  to  B-5  lAerceut  of  chamber  volume. 
The  number  of  chambeis  needed  can  be  de- 
riA*ed  from  the  A'olume  of  the  animals  to  be 
exposed  and  the  A’olume  of  the  chambers. 

This  laboratory  has  found  that  a .3-peirent 
loading  of  animals  fills  the  entire  main  body 
of  the  chamber  A\ith  cages.  To  demonstrate, 
the  5-foot  chamber,  having  an  internal  volume 
of  115  cubic  feet  (4.10  cubic  meters),  Avill  hold 
12  dogs  and  IG  rabbits  in  individual  cages, 
and  20  guinea  pigs.  20  rats,  and  20  hamsters 
in  individually  compartmentalized  cages.  The 
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volume  of  this  group  of  animals  can  be  cal- 
culated as  shoAvn  below : 


Average  Average  Number 
Number  mass  volume  X vol- 
Animal  animals  (kg.)  (1.)  ume  (1.) 

Dog 12  n 11.  r>  139.2 

Rabbit 16  .3  3.16  .50.6 

Guinea  pig 20  . .5  .527  10.  .5 

Rat 20  .25  .264  5.3 

Hamster 20  . 075  . 079  1.6 


1 207.  2 

> 0.207  cubic  meter. 

XOTE.  Animal  volume  as  percentage  of  chamber  volume  for  maxi- 
mally loaded  chamber: 

0.207  m.3 

X100=5.09  percent. 

4.10  m.3 

This  loading  corresponds  to  the  5-percent 
loading  limit  found,  through  experience,  to  be 
an  effective  limit  for  good  air  distribution,  and 
also  to  the  5 -percent  loading  limit  proposed 
by  Silver  as  the  limit  above  which  animal 
surface  effects  cause  excessive  lowering  of  the 
concentration  of  the  test  substance  (S) . If 
chambers  of  a given  size  are  to  be  used,  the 
calculated  chamber  volume  divided  by  the 


chamber  size  will  give  tlie  number  of  cham- 
bers needed. 

Animal  Activity  Cages 

More  chamber  volume  per  animal  is  re- 
quired if  any  of  the  animals  are  to  be  exer- 
cised during  exposure.  Experimental  evidence 
supplied  by  Stokinger  suggests  that  toxicity  is 
often  markedly  greater  for  animals  being  ex- 
ercised as  compared  to  toxicity  for  sedentary 
animals  in  the  same  atmosphere  {3).  This 
laboratory  has  used  rat  exercisers  (hg.  5)  in 
its  large-scale  exposure  chambers.  They  are 
revolving  cylindrical  wire  cages  18  inches  in 
diameter  and  21  inches  long,  each  powered  by 
a 1/46'1^‘^i'sepower  motor.  Tliey  rotate  at  a 
speed  of  6.5  rpm,  and  accommodfite  10  to  15 
adult  rats. 

A treadmill  for  four  dogs  or  equivalent  load 
lias  recently  been  constructed  for  use  in  a 
600-cubic  foot  Avalk-in  chamber  (fig.  6).  The 
tread  is  rubber  that  is  waterproofed  and  has 


Fifjure  6.  Trea<lmill  exerciser  for  <lof;s  acconiinodaliiif;  four  iiiediiini-sized  dogs. 
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vulcanized  edges.  It  has  an  effective  area  of 
22  inches  by  4 feet  8 inches,  and  rolls  on  1.9- 
inch  ball  bearing  rollers  on  4-lnch  centers.  It 
is  powered  by  a i/4'liorsepower  motor  with  a 
variable  drive.  The  speed  range  is  from  0.9 
to  7.5  miles  per  hour.  A hydraulic  jack  is  used 
to  raise  one  end  when  an  incline  is  desired. 

Air  Conditioning 

The  room  in  which  the  animal  chambers  of 
this  laboratory  are  located  is  air  conditioned 
to  about  78°  F.  and  a relative  humidity  of  60 
percent.  Approximately  the  same  temperature 
is  maintained  in  the  exposure  zone  of  the 
chambers,  thereby  reducing  heat  transfer 
through  the  walls  of  the  chambers  and  elimi- 
nating radiant  heat  exchange  between  the 
chamber  walls  and  occupants;  thus  the  ani- 
mals near  the  center  of  the  chamber  are  in 
the  same  thermal  environment  as  those  near 
the  walls. 

The  air-conditioning  capacity  of  the  room  is 
adequate  to  meet  the  local  temperature  condi- 
tions, and  each  individual  chamber  has  cool- 
ing coils  in  its  air  supply  duct.  The  capacity 
of  these  individual  chamber  units  is  sufficient 
to  cool  air  at  Cincinnati  under  conditions  of 
summertime  operation  to  the  point  where  it 
will  maintain,  in  a chamber  with  a maximum 
animal  complement,  a constant  exposure  zone 
temperature  of  79°  ± 3°F.  and  an  exposure 
zone  relative  humidity  of  less  than  55  percent. 

To  calculate  the  capacity  of  a unit  for  a 
chamber  of  145  cubic  feet  (4.10  cubic  meters), 
the  loading  previously  cited  will  be  used. 
First  the  heat  load  generated  by  the  animals 
must  be  estimated.  Basal  metabolic  rates  for 
laboratory  animals  can  be  found  in  the  litera- 
ture {A  d)  from  which  the  values  in  the  table 
below  have  been  taken;  the  table  shows  the 
calculation  of  the  basal  animal  heat  load. 


Animal 

Number 
of  ani- 
mals 

Average 

mass 

(kg.) 

Average  basal 
melabclism 
{kg.-cal.ldaij) 

Number 
X kg.- 
cal.ldag 

Dog 

12 

11 

435 

5.  220 

Rabbit __ 

16 

3 

141 

2.  256 

Guinea  pig 

20 

.5 

35 

700 

Rat 

20 

,2b 

31 

620 

Hamster.  . 

20 

.075 

10 

200 

> Kg.-cal./day  o 

r basal  animal  heat  load. 

1 8.  996 

But  the  heat  load  of  animals  in  cages  is  not 
basal.  The  specific  dynamic  action  of  ingested 
food  and  the  effect  of  muscular  activity  cause 
the  heat  generation  rate  to  be  greater  than 
basal.  If  one  assumes  that  the  average  heat- 
producing  rate  is  1.25  times  the  basal  rate, 
then  11,250  kg.-cal./day  or  468  kg.-cal./hr.  are 
generated.  Since  the  animals  are  not  fed  be- 
fore exposure,  and  since  the  cages  limit  their 
muscular  activity,  the  assumption  of  an  aver- 
age metabolic  rate  25  percent  greater  than 
basal  gives  a conservative  design  figure,  as 
indicated  by  observations  made  in  this  labora- 
tory. 

To  have  both  temperature  and  humidity 
control,  the  moisture  generation  rate  of  the 
animals  must  be  known  in  addition  to  the  rate 
of  total  heat  generation.  The  rates  used  in 
the  calculations  to  follow  are  values  taken  from 
experimental  data  in  this  laboratory.  For  the 
animal  complement  of  the  example,  the  rate  of 
moisture  generation  would  be  approximately 
4.200  grains  per  hour.  The  rate  of  moisture 
generation  for  any  animal  complement  may  be 
determined  experimentally  by  measuring  the 
relative  humidity  of  the  incoming  and  exhaust 
air,  calculating  the  amount  of  water  in  grains 
per  hour  that  these  figures  represent,  and  ob- 
taining the  difference  between  the  two  calcu- 
lations. 

If  the  air  in  the  chamber  is  to  have  no  tem- 
perature higher  than  82°  F.  and  no  relative 
humidity  higher  than  55  percent,  and  at  the 
same  time  carry  away  the  animals’  heat  and 
moisture  loads,  the  air  supply  in  warm  weather 
must  be  both  cooled  and  dehumidified.  To 
estimate  the  air-conditioning  capacity  required 
for  year-round  use  of  a chamber,  the  tempera- 
ture and  moisture  content  of  the  air  entering 
the  chamber  must  be  specified.  The  air-con- 
ditioning equipment  selected  must  be  capable 
of  supplying  the  desired  volume  of  air  under 
these  conditions.  The  heat  and  moisture  con- 
tent of  the  ail'  entering  the  chamber,  plus  the 
heat  and  moisture  generated  by  the  animals, 
will  equal  the  heat  and  moisture  content  of  the 
air  at  the  exhaust  (maximum  dry  bulb  tem- 
perature 82°  F.,  relative  hnmidity  55  percent). 
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For  the  example  under  consideration,  we  have  the  following  information: 

Animal  heat  load  =468  kg.-cal./hi'. 

Animal  moisture  load  =4,200  gr./hr. 

Design  dry  bulb  temperature  =95°  F.  ]ASHAE  design  cooling  conditions  for  Cincinnati, 
Design  wet  bulb  temperature  =78°  F.  j Ohio  (6). 

Exhaust  dry  bulb  temperature= 82°  F.  lExhaust  duct  conditions:  wet  bulb,  68.3°  F.; 
Exhaust  relative  humidity  =50%  J absolute  humidity,  82  gr. /lb. 

Peak  airflow  =50  cfm 

The  maximum  mass  of  air  to  be  treated  will  be: 

Mass  of  air  = M = 50  cfm=(50  ft.^niin.)  (60  min. /hi’.)  (0.074  Ib./ft.^) 

M = 222  lb. /hr. 

The  222  lb. /hr.  of  air  must  pick  up  468  kg. -cal. /hr.  of  heat  content,  and  4,200  gr./hr.  of  moisture 
content,  or: 


and 


468  kg. -cal. /hr. 
222  Ib./hr. 


=2.11  kg. -cal. /lb.  or  8.37  BTU/lb. 


4,200  gr./hr 
222  Ib./hr. 


-=18.9  gr./lb. 


The  air-conditioning  process  that  takes  place 
in  the  individual  chamber  units  in  this  labora- 
tory can  best  be  explained  by  referring  to  a 
standard  psychrometric  chart,  such  as  figure 
7,  with  the  temperature  and  humidity  condi- 
tions plotted  on  it.  In  figure  7,  point  A is 
air  at  the  summer  design  conditions  (95°  F. 
dry  bulb,  47  percent  relative  humidity) . Point 
F is  air  as  it  leaves  the  chamber  (82°  F.,  50 
percent  relative  humidity) , and  point  E is  air 
as  it  enters  the  chamber.  The  task  of  the  air- 
conditioning  equipment  is  to  take  air  at  point 
A,  and  condition  it  to  point  E. 

Figure  7.  Psychrometric  chart  showing  the  air- 
conditioning  process  for  the  design  conditions: 
amhient  temperature  95°  F.,  relative  humidity 
45  percent;  exhaust  air  temperature  82°  F.,  relative 
humidity  50  percent. 


The  enthalpy  (heat  content)  at  point  E must 
be  32.6  BTU/lb.  (enthalpy  at  point  F) , minus 
the  animals’  heat  of  8.4  BTU/lb.,  or  24.2 
BTU/lb.  The  moisture  content  must  be  82.0 
gr./lb.  minus  the  animal  moisture  load  18.9 
gr./lb.,  or  63.1  gr./lb.  Therefore  point  E will 
be  59.9°  F.  dry  bulb,  and  56.7°  F.  wet  bulb. 

Although  the  air  supply  enters  the  cham- 
ber at  an  average  dry-bulb  temperature  of 
59.9°  F.,  the  air  that  reaches  the  animals  is 
moderated  to  at  least  76°  F.  The  cool  air 
from  the  coils  mixes  in  the  canopy  top  Avith 
the  AA’armer  chamber  air.  Sufficient  mixing- 
takes  place  to  insure  that  the  animals  are  not 
exposed  to  cold  drafts. 

The  air-conditioning  units  dehumidify  air 
only  by  condensation  on  the  cooling  coils. 
Therefore,  to  get  from  point  A to  point  E, 
the  path  ABDE  must  be  followed.  The  air 
cools  from  point  A at  constant  moisture  con- 
tent until  the  dewpoint,  point  B,  is  reached. 
As  it  cools  further  along  the  saturation  curve, 
condensation  takes  place.  It  must  be  cooled 
until  the  moisture  level  of  the  air  is  reduced 
to  that  of  point  A,  or  until  point  D.  The  air  is 
then  reheated  from  point  D to  point  E.  Ee- 
heating  can  be  performed  with  electrical  re- 
sistance heating  elements  in  the  duct  between 
the  coils  and  the  chamber. 
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The  design  capacity  of  the  air  conditioning  point  A and  point  D is  41.3  minus  22.9  or  18.4 

must  be  based  on  cooling  the  air  from  point  A BTU/lb.  Since  the  airflo^Y  is  60  cfni  or  222 

to  point  D.  The  enthalpy  difference  between  Ib./hr. 

cooling  reciuirement  = (222  lb. /hr.)  (18.4  BTU/lb.)  =4,080  BTU/hi’. 

4,080  BTU/hr. 

“12,000  BTU/ton 
= 0.34  ton  of  refrigeration. 


A }^-ton  refrigeration  unit  will  be  satisfactory 
for  a 145-cidnc  foot  chamber  with  a maximum 
animal  loading  at  the  design  conditions  speci- 
fied. It  would  be  inadequate  only  if  the  air 
supply  rate  were  raised  over  50  cfm  to  70  cfm 
or  higher.  Airflows  higher  than  50  cfm  have 
never  been  required  in  the  inhalation  studies 
of  this  laboratory  although  allowance  has  been 


made  for  such  conditions  by  providing  two 
chambers  with  %-ton  units.  Two  have  )i-ton 
units.  All  have  water-cooled  compressors  and 
finned  evaporative  condenser  coils  as  the  heat 
exchangers.  The  reheat  requirement  can  easily 
be  calculated.  The  air  must  be  heated  from 
point  D (enthalpy=22.9)  to  point  E (en- 
thalpy—24.2)  or  1.3  BTU/ll). 


reheat=(222  Ib./lu-.)  (1.3  BTU/lb.)  =288  BTU/hr. 
= 84  watts 


Figure  8.  Animal  cages  and  racks  used  in  newer  e.xposure  and  control  chanihers. 


Air-Conditioning  Control  System.  The  con- 
trol system  utilizes  a thermostat-actuated  evap- 
orator pressure  switch  which  governs  a range 
of  pressures  (and  corresponding  tempera- 
tures) within  the  evaporator  coils.  Thus,  a 
conventional  air-conditioning  unit  is  set  up  to 


provide  heat  removal  at  varying  rates,  accord- 
ing to  demand  by  the  thermostat.  Tlie  ther- 
mostat is  located  for  practical  reasons  in  the 
e.xhaust  airstream,  although  tlie  most  appro- 
priate location  would  be  in  the  midst  of  the 
group  of  animals.  If  there  is  no  demand  for 
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cooling,  the  compressor  pumps  down  to  a pres- 
sure wliicli  automatically  shuts  it  off.  How- 
ever, this  allows  the  system  to  be  maiiitaiiied 
ill  readiness,  at  full  capacity,  at  all  times.  A 
manual  switch  actuates  only  the  control  sys- 
tem, and  when  the  system  is  turned  on  the  full 
cooling  capacity  is  immediately  available,  if 
necessary. 

Cage  Arrangement  and  Loading 

The  loading  of  the  chambers  at  any  particu- 
lar time  may  be  dependent  on  the  contaminant 
being  studied,  on  the  length  of  the  exposure, 
on  whether  the  animals  are  sedentary  in  cages 
or  being  run  on  exercisers,  and  on  the  number 
of  chambers  available. 

There  are  several  general  rules  for  animal 
loading  which  are  observed  in  all  studies. 
First,  where  practicable,  all  animals  are  ex- 
posed in  individual  cages,  or  for  the  smaller 
animals,  in  individual  sections  of  compart- 
mentalized cages  (fig.  8).  Some  larger  dog- 
cages  can  be  used  which  house  two  dogs ; dogs 
do  not  tend  to  nuzzle  one  another  and  may  be 
housed  in  pairs.  With  smaller  animals,  inti- 
mate contact  might  prove  to  be  a complicating 
factor.  Second,  larger  caged  animals  are 
l^laced  at  the  bottom,  with  successively  smaller 
caged  animals  above.  Third,  no  pans  or  other 
solid  surfaces  are  used  on  cages  jilaced  in  the 
exposure  chambers.  Also,  when  small  animals 
are  stacked  in  several  layers,  space  is  always 
provided  between  the  layers.  Thus,  interfer- 
ence with  airflow  and  distribution  is  mini- 
mized, and  uniformity  of  concentration  can 
more  easily  be  maintained.  To  compensate  for 
any  possible  nonuniformity  of  concentration 
within  the  chamber,  the  positions  of  the  cages 
Avithin  the  chamber  are  changed  periodically 
during  the  study. 

xV  highly  desirable  feature  of  a large-scale 
animal  chamber  is  an  arrangement  by  which 
animal  cages  can  be  rolled  in  and  out  without 
having  to  be  lifted.  Such  a feature  requires 
that  the  chamber  have  a large  full-length  ac- 
cess door,  and  an  interior  floor  no  higher  than 
a few  inches  above  the  floor  of  the  room  so 
that  a ramp  can  be  used.  It  is  desirable  to 
install  a trapped  drain  in  the  floor.  However, 
if  a hole  cannot  be  made  through  the  floor  it 
is  necessary  to  raise  the  chamber  floor  enough 


to  accommodate  a physically  disconnected 
drain. 

For  convenience,  the  door  should  be  as  large 
as  is  structurally  feasible.  The  most  recently 
constructed  chamber  in  this  laboratory  has  a 
counterbalanced,  vertically  rising  door.  To  use 
this  type  of  door,  the  room  height  must  be  at 
least  twice  the  door  height.  In  the  event  that 
sufficient  height  for  such  an  arrangement  is  not 
available,  a full-length  door  sliding  horizon- 
tally on  a trolley,  or  hinged  at  the  top  or  side, 
Avould  serve  as  Avell. 

Airlock  for  Short  Exposures 

For  exposures  to  known  concentrations  for 
short-time  intervals  such  as  a few  minutes  to 
an  hour,  a new  type  of  airlock  device  Avas  de- 
A'eloped  by  this  laboratory  (fig.  9).  The  air- 
lock fits  into  the  door  openings  of  fiA^e  of  the 
large-scale  exposure  chambers,  permitting  its 
use  in  connection  Avith  any  current  inhalation 
study.  It  consists  of  a sheet  aluminum  box  30 
inches  Avide,  21  inches  high,  and  15  inches  deep, 
Avith  the  Avail  opjAOsite  the  chamber  opening 
as  a loading  door.  A rotating  reinforced  plate 
at  the  chamber  opening  is  supported  by  a A^er- 
tical  rod  at  the  center  and  serA^es  tAvo  pur- 
poses. It  is  both  the  door  to  separate  the 
airlock  from  the  chamber,  and  also  the  sup- 
port for  the  animal  cages.  The  cages,  AAdiich 
may  be  used  for  rabbits  or  smaller  animals, 
are  hung  from  hooks  on  the  plate  Avhile  the 
chamber  is  operating  at  the  desired  conditions. 
Tavo  roAVS  of  three  cages  each  can  be  accom- 
modated. The  outer  door  can  then  be  closed 
and  the  plate  rotated  through  180°,  placing 
the  animal  cages  Avithin  the  chamber,  and  re- 
sealing  the  airlock  from  the  chamber.  The 
airlock  can  then  be  A^ented. 

The  airlock  was  first  used  in  a study  on 
ozone  inhalation;  Aunyl  foam  and  expanded 
polyurethane  plastic  proA^ed  suitable  as  gas- 
keting material.  For  less  reactive  substances, 
less  expensive  gasketing  may  be  nsed.  Sim- 
plicity of  design  and  construction  and  a mini- 
mum of  moving  parts  are  major  advantages  of 
this  device  over  the  sliding-drawer  type  of 
airlock  used  by  previous  iiiA-estigators  {7—11). 
Furthermore,  it  has  the  additional  feature  of 
being  readily  removable  and  transferable  to 
other  chambers,  as  it  is  hung  from  the  same 
hinges  as  the  regular  door. 
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Figure  9.  Airlock  door  permitting  short-term  exposure  of  animals  to  established  concentrations  of  con- 
taminants in  chamber. 


Illumination.,  'Windows.,  Sampling  Ports 

Adequate  illumination  in  chambers  may  be 
provided  by  fluorescent  lighting  fixtures  placed 
above  windows  in  the  canopy  top.  By  putting 
the  lights  outside  the  chamber,  the  need  for 
special  sealed  lights  is  avoided.  For  observa- 
tion windows  and  sampling  ports,  Plexiglas 
is  a convenient  material.  Holes  are  cut  in  the 
ports  for  the  desired  sampling  probes.  When 
these  holes  are  no  longer  needed  they  are 
plugged  with  rubber  stoppers.  The  Plexiglas 
is  mounted  so  that  it  can  be  easily  replaced. 
This  practice  facilitates  the  installation  of  a 
new  sheet  when  a different  set  of  holes  is 
required. 

Control  Exposure  Chambers 

The  preconditioning  of  all  test  animals  and 
the  maintenance  of  control  animals  in  a con- 
trol exposure  chamber  are  fundamental  re- 
quirements in  animal  inhalation  studies.  As 
a general  rule,  25  to  50  cubic  feet  of  control 
chamber  space  should  be  provided  for  each 


100  cubic  feet  of  exposure  chamber  space. 
When  the  volume  of  work  readies  the  point 
where  it  becomes  desirable  to  devote  a cham- 
ber full  time  for  control  purposes,  it  may  be 
advantageous  to  build  a large  chamber  espe- 
cially for  control.  Many  of  the  considerations 
applied  to  exposure  chamber  design  are  ecpially 
valid  in  designing  a control  chamber.  These 
include : 

1.  A constant  inflow  of  clean  air,  metered, 
maintained  at  proper  temperature,  and  well 
distributed  throughout  the  chamber  volume. 

2.  An  exhaust  system  to  remove  the  air  and 
maintain  a slight  negative  pressure. 

3.  A means  of  cleaning  the  chambers  to  re- 
move animal  excreta. 

4.  Provision  for  easy  loading  and  unloading. 

However,  certain  limitations  on  design  which 

apply  to  chambers  for  animal  exposure  do  not 
apply  to  control  chambers.  Size  and  sluape  are 
examples.  The  only  restriction  on  size  and 
shape  is  that  the  airflow  in  the  chamber  be 
uniform. 
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Figure  11.  Small-scale  stainless  Steel  and  Plexiglas 
chamber  designed  for  exposure  of  animals  to 
corrosive  materials. 

Note:  Air-distributing  and  exhaust  plenums  are 
fabricated  from  plastic  pipe.  When  highly  toxic 
materials  are  used,  this  chamber  can  be  placed  inside  a 
large-scale  chamber  which  serves  as  an  exhaust 
caiioiDy  and  protects  chamber  operators  from  exposure. 
Note  flexible  plnch-type  exhaust  valve  at  right  rear  of 
chamber. 

halation  studies,  have  been  called  small-scale 
exposure  chambers.  This  laboratory  has  two 
such  chambers,  which  have  a capacity  of  about 
25  cubic  feet  each,  and  are  usually  used  for 
studies  lasting  from  a few  weeks  to  6 mouths 
at  .subacute  levels. 

Figure  11  shows  one  of  the  small-scale  cham- 
bers. It  was  specifically  for  a study  of  the 
highly  corrosive  tetraalkyl  thiophos])hites.  al- 
though it  has  been  used  for  several  other  stud- 
ies since.  The  walls  are  of  stainless  steel  sheet 
with  the  exception  of  the  top  and  front,  which 
are  of  Plexiglas.  The  front  wall  is  reuiovuble 
for  loading  and  unloading  the  chamber,  d'he 
inlet  airflow  is  distributed  evenly  along  the. 
length  of  the  chamber  at  the  top  by  a 1'  o-inch 
nylon  ])ipe,  with  'hu-bK-h  holes  at  1-inch  in- 
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Figure  10  shows  a control  chamber  recently 
constructed  for  this  laboratory.  It  has  a 
height  of  6 feet,  6 inches;  a length  of  8 feet, 
1 inches;  a width  of  10  feet,  8 inches;  and  a 
canopy  37  inches  high.  An  air  diffuser  was 
placed  in  the  top  of  the  canoj^y  to  distribute 
the  inlet  air.  The  chamber  is  easy  to  load; 
cage  racks  can  be  rolled  in  without  having  to 
be  lifted.  The  entire  front  wall  is  a counter- 
balanced door  which  one  man  can  conveniently 
raise  and  lower.  Provision  was  made  for  hous- 
ing the  four-dog  treadmill  described  previ- 
ously. Plexiglas  windows,  2 feet  by  3 feet, 
in  the  front  and  side  of  the  chamber  were 
provided  for  observation,  and  sampling  ports 
and  shelves  Avere  installed  in  all  four  corners. 

Small-Scale  Exposure  Units 

For  convenience  of  classification,  exposure 
chambers  that  fall  betAveen  the  1-cubic  foot 
and  smaller  pilot  exposure  units  used  prima- 
rily for  short-term  acute  toxicity  studies,  and 
the  90-cubic  foot  and  larger  large-scale  expo- 
sure chambers  used  for  long-term  chronic  in- 


Figure  10.  Chamber  that  houses  control  animals 
for  all  studies. 


tervals,  which  acts  as  a distributing  plenum. 
At  the  bottom  two  similar  ^hpes  serve  as  the 
exhaust.  Above  these  lower  pipes  is  a grate 
which  supports  the  animal  cages.  There  is  a 
drain  at  the  center  of  the  chamber  floor  to 
facilitate  washing.  Air  sampling  within  the 
chamber  is  done  through  sampling  ports  cut 
in  the  Plexiglas  front  door. 

The  second  small-scale  chamber  (fig.  12) 
was  constructed  to  less  rigorous  specifications. 
It  was  made  on  short  notice  for  an  inhalation 
study  on  carbon  disulfide  {12).  A wooden 
box  which  had  been  a temporary  dog  cage  was 
used  as  the  frame  of  the  chamber.  The  ply- 
wood sides  and  back  of  the  box  were  x’etained 
and  lined  Avith  aluminum  foil.  The  open  top 
of  the  box  Avas  replaced  Avith  a sheet  of  alu- 
minum, and  the  front  by  a Avood  and  Plexiglas 
door.  The  floor  surface  Avas  covered  by  two 
coats  of  black  asphaltum.  The  box  liad  a metal 
tray  Avhich  occupied  tlie  entire  floor  area,  and 
it  Avas  retained  and  used  in  the  chamber  to 


Figure  12.  Inexpensive  sniall-seale  ehamber  eon- 
strueted  of  wood  and  lined  with  aluminum  foil. 


catch  animal  excrement.  Six  inches  aboA’e  ths 
floor,  a Avire  screen  was  installed  to  support 
animal  cages.  Inlet  and  exhaust  plenums  sim- 
ilar to  those  in  the  chamber  just  described  Avere 
installed  at  the  top  and  below  the  screen.  Sup- 
ply and  exhaust  air  connections  Avere  made  to 
unused  branches  of  the  central  supply  and  ex- 
haust systems. 

Thus,  with  a minimum  of  etfoi't  and  expense, 
a 25-cubic  foot  chamber  with  nonabsorbing  in- 
terior surfaces  Avas  constructed  froixi  simple 
materials  in  less  than  2 weeks.  With  very  lit- 
tle more  time  the  frame  could  also  haA’e  been 
made,  but  since  an  appropriate  rigid  box  was 
aA’ailable  it  Avas  used. 

Pilot  Exposure  Units 

Pilot  exposure  units  are  used  by  this  lab- 
oratory for  inhalation  exposure  studies  on  X’el- 
atiA’ely  snxall  xxxxixxbers  of  sixxall  laboratoxy  axxi- 
mals.  These  stxidies  are  xisually  short-tex’m 
i-angefinding  studies,  such  as  tests  to  deter- 
mine LDgo  vahies  Avhich  require  a fexv  hours 
to  a day.  The  exposure  xxxxits  have  been  con- 
structed ai-ouxxd  glass  battery  jars  axxd  bell- 
jars  of  about  20  liters  ixx  capacity.  A i-epre- 
sentatiA^e  xxixit  is  sIxoavxx  ixx  flgux'e  i:i.  It  has  a 
Amhune  of  18.5  liters  axxd  caxx  hold  5 x'ats.  10 
xxxice,  axxd  10  haxxxsters.  By  usixxg  difl'erexxt 
interior  fraxxxes,  the  saxxxe  uixit  caxx  be  used  for 
the  exposure  of  A'arious  species  of  laboratory 
anixxxals. 

Ixx  the  chaxnber  sIxoavxx,  the  airfloAv  caxx  be 
varied  from  5 to  35  liters  })er  xxxiixute.  For 
reagexxts  that  x-eact  x-eadily,  the  floAv  x-ates  nuxst 
be  sufliciexxtly  high  to  preA^exxt  dimxxnitioxx  ixx 
coixceixtx’atioxx  betAveexx  ixxlet  axxd  oxitlet.  I'lxe 
air  sxxpply,  draAvxx  froixx  the  x-ooxxi.  is  cleaixed 
axxd  dried  before  enterixxg  the  coxxtanxiixaixt 
gexxerator.  All  of  the  eqxxipmexxt  is  located  ixx 
a laboratory  fxxxxxe  hood.  Cleaxxixxg  of  the  air 
dischax'ged  fx'oxxx  the  exposxii-e  xixxit  depeixds  on 
the  xxatxire  of  the  xxiaterial  beixxg  stxxdied. 

'Fixe  sixxall  size  of  these  exposux’e  units  jxer- 
mits  easy  cleaxxixxg  in  a laboratox-y  sink  and 
use  in  minimum  sized  hoods. 

ddxe  elixxxixxatioxx  of  leakage  and  accurate  me- 
teriug  of  contaminant  and  aiilloAvs  are  as  im- 
jxortant  in  small-scale  studies  ixx  ])ilot  units  as 
they  :xx-e  ixx  axxy  axxinxal  iuhalatiou  avoxIc.  Lexxk- 
age  is  elinxixxated  by  tight  joints.  Ixx  the  e.x- 
posux'e  unit  illxxstx-ated.  the  top  of  the  cylin- 
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Figure  13.  Twenty-liter  glass  pilot  chambers  and  accessory  equipment. 

Note:  These  small  chambers  are  especially  useful  for  LDjo  studies  and  experiments  involving  highly  toxic  or 
corrosive  materials. 


tier  is  ground  smooth  and  fits  against  a 
matching  ground  glass  groove  in  the  plate 
glass  top.  All  of  the  fittings  of  the  chamber 
and  contaminant  generators  are  connected  tvith 
ball  and  socket  joints  which  provide  good  con- 
nections and  are  easily  changedi  Adaptability 
is  an  important  feature  of  equipment  used  for 
pilot  exposure  units.  Since  most  studies  are  of 
short  duration,  and  each  study  may  require  a 
ditferent  flow  rate  and  a different  type  of  con- 
taminant, it  is  desirable  to  have  contaminant 
generators,  mixing  flasks,  pressure  and  flow 
measuring  devices,  and  other  equipment  that 


can  be  readily  fitted  in  any  desired  sequence. 
Ball  and  socket  connections  permit  such  flexi- 
bility. 

Numerous  pilot-sized  exposure  units  have 
been  described  in  the  literature.  Most  of  the 
early  inhalation  exposure  studies,  such  as  those 
of  Eulenberg  {13),  von  Jns  {H),  Lehmann 
and  his  associates  {15,  17,  18),  and  Dubitski 
{16)  were  conducted  in  chambers  that  would 
be  considered  pilot-sized  units  today.  Recent 
references  to  pilot-sized  units  are  b)^  Spiegl, 
et  al.  {19),  and  Svirbely  and  Saltzman  {W) 
of  this  laboratory. 
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III.  Operation  and  Performance 


The  purpose  of  operating  an  animal  inhala- 
tion exposure  chamber  is  to  expose  selected 
animals  to  known,  unifox’m,  and  reproducible 
concentrations  of  aerosols  or  vapors  having  the 
desired  chemical  and  physical  properties.  The 
precision  with  which  an  experienced  operator 
can  meet  these  objectives  is  the  measure  of 
performance  of  the  chamber  and  its  auxiliary 
equipment.  The  maintenance  of  the  desired 
test  atmosphere  is  the  most  important  aspect 
of  animal  exposure  chamber  operation  and  the 
various  factors  which  influence  tliis  atmosphere 
will  be  discussed.  It  should  be  emphasized 
that  all  factors  are  interdependent  and  should 
not  be  considered  separately. 

All  test  atmospheres  fall  into  one  of  tlie  fol- 
lowing general  categories : 

1.  A dispersion  of  solid  particulates  in  air. 

2.  A mist  or  dispersion  of  liquid  droplets 
in  air. 

3.  A gas  or  vapor  forming  a single  and 
homogeneous  phase  with  air. 

These  general  categories  will  be  discussed  in 
order  of  decreasing  complexity  and  difficulty 
of  producing  and  maintaining  satisfactory 
performance  in  the  animal  exposure  chamber. 

Behavior  of  Solid  Particulates 

The  characteristics  of  an  aerosol  dispersion 
in  a chamber  such  as  concentration  and  dis- 
tribution throughout  the  chamber,  as  well  as 
its  physiological  properties  such  as  depth  of 
penetration  and  retention  in  the  respiratory 
tract  of  the  animal,  are  all  intimately  related 
to  the  dynamic  behavior  of  the  airborne  par- 
ticles. The  size  of  the  particles  of  concern  in 
animal  inhalation  studies  ranges  generally 
from  the  submicroscopic  to  the  microscopic, 
that  is,  from  approximately  0.01  to  5.0  mi- 
crons in  diameter.  The  chemical  and  physical 
activity  of  such  particles  are  greatly  increased 
as  compared  with  the  activity  of  the  gross 
parent  material.  Thus  the  rates  of  oxidation 


and  solution  are  greatly  increased  as  are  the 
vapor  pressure  and  the  phenomena  of  adsorp- 
tion and  electrostatic  activity.  The  adsoi’ption 
of  a gas  on  a particle,  however,  may  hinder 
chemical  reactivity  or  wettability,  or  acceler- 
ate the  same  phenomena. 

The  term  aerosol  was  used  by  Gibbs  {21)  to 
denote  any  disperse  system  in  air,  either  liq- 
uid or  solid.  The  terms  dust,  fume,  smoke, 
and  mist  are  defined  to  help  clarify  these  fre- 
quently overlapping  and  misused  terms,  since 
the  dynamic  behavior  of  each  of  these  may 
differ. 

Dusts  are  solid  ixarticles  ranging  in  size  from 
the  microscopic  to  the  visible,  produced  by 
physical  fragmentation.  The  chemical  compo- 
sition of  the  particles  is  nsually  the  same  as 
the  jxarent  material  and  their  shape  is  irregu- 
lar. 

Fumes  are  solid  particles  usually  having  a 
particle  size  below  0.5  micron  produced  by 
combustion,  sublimation,  or  condensation.  The 
chemical  composition  of  the  fume  may  differ 
from  the  parent  material;  for  example,  an 
oxide  or  mixture  of  oxides  derived  from  the 
parent  metal.  Fume  particles  are  nsuall.v 
spherical  in  shape  although  some  of  the  ox- 
ides, being  crystalline,  will  have  varying  ciys- 
tal  shapes.  Zinc  fume,  for  example,  is  needle 
shaped. 

Sviolces  are  generally  solid  ixarticles  of  car- 
bon resulting  from  burning  of  carbonaceous 
material  and  are  often  coated  with  a film  of 
the  parent  organic  nxaterial  or  its  combustion 
products.  The  carbon  particles  are  usually 
extremely  small  (less  than  0.1  micron)  and  an 
electron  microscope  is  necessary  to  see  them. 
The  carbon  particles  are  spheres  but  tend  to 
agglomerate  rapidly  to  form  large  aggregates 
and  long  chains. 

Mists  or  fogs  are  liquid  droplets  formed  by 
the  atomization  or  volatilization  and  subse- 
(pient  condensation  of  water  or  other  lixjuids 
on  suitable  nuclei.  These  nuclei  may  be  cai'- 
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bon  particles  or  extremely  minute  salt  crys- 
tals. The  size  of  these  particulates  is  often 
large  (5  to  20  microns)  because  the  vapor 
pressure  increases  with  increasing  curvature  of 
the  surface  and  smaller  droplets  tend  to  va- 
porize rapidly.  Agglomeration  of  smaller  liq- 
uid droplets  to  produce  larger  drops  is  a com- 
mon phenomenon. 

Concentration 

The  chambers  under  discussion  are  termed 
dynamic  rather  than  static,  as  the  agent  being 
studied  is  metered  into  a constantly  flowing  air 
supply.  A slight  negative  pressure  (approxi- 
mately 0.1  inch  of  water)  is  maintained  within 
the  chamber  by  exhausting  the  chamber  at  a 
slightly  greater  flow  rate  than  the  incoming 
air.  Thus  any  leak  in  the  chamber  will  result 
in  a slight  flow  of  room  air  inward  to  retain 
the  test  agent  within  the  chamber.  The  at- 


tainment of  an  unvarying  concentration  un- 
der these  conditions  results  from  a balance  be- 
ing reached  between  the  metered  addition  of 
the  agent  under  test  to  the  diluting  air  sup- 
ply and  the  loss  of  this  material  from  the 
chamber  atmosphere.  The  factors  involved  in 
this  depletion  of  the  established  atmosphere 
will  be  discussed  under  a separate  heading. 
Given  a dispersing  technique  that  can  be  regu- 
lated carefully  to  deliver  the  noxious  agent  at 
a uniform  rate,  this  balanced  condition  should 
readily  be  reached  after  a period  of  time  for 
the  chamber  to  become  stabilized.  That  this 
ideal  condition  can  be  approached,  but  never 
completely  realized,  can  be  seen  visually  in 
the  typical  plots  of  daily  average  concentra- 
tions for  100-day  periods  on  six  different  in- 
halation studies  shown  in  figure  14.  Even  if 
the  metering  of  the  noxious  agent  into  the 
chamber  were  precise,  the  inherent  error  in 


Figure  14.  Average  daily  concentrations  in  six  typical  100-day  periods  of  chamber  operation  involving  four 

dissimilar  dusts. 
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whatever  analytical  method  was  used  to  de- 
termine the  concentration  in  the  chamber 
would  lead  to  some  variation. 

In  all  of  the  studies  shown  in  figure  14,  with 
the  exception  of  the  one  labeled  cobalt  fume, 
the  same  dust-dispersing  mechanism  was  used, 
namely,  the  Wright  dust  feed  {22)  previously 
described  in  the  discussion  on  particle-size  dis- 
ti'ibution.  Varying  degrees  of  uniformity  may 
be  attained  with  other  dust  feeds  and  with 
other  compounds. 

The  vanadium  pentoxide  results  (fig.  14) 
were  obtained  by  a colorimetric  chemical  de- 
termination of  the  amount  of  vanadium  col- 
lected on  a filter  paper  from  a known  volume 
of  air.  Such  a chemical  determination  can  be 
highly  accurate  and  therefore  the  variation 
due  to  the  analytical  method  is  reduced  to  a 
minimum.  The  results  of  the  cobalt-blend 
study  are  based  on  weighing  the  filter  paper 
before  and  after  drawing  a known  amount  of 
air  through  the  filter  to  deposit  approximately 
10  mg.  of  the  dust  on  the  paper.  Although 
the  analytical  balance  used  in  such  a determi- 
nation has  a sensitivity  of  0.05  mg.,  the  de- 
termination is  subject  to  considerable  error 
due  to  the  differences  in  the  degree  of  hydra- 
tion of  the  paper  from  day  to  day  and  before 
and  after  sampling;  the  collection  of  extrane- 
ous background  dust  in  the  chamber  air,  in- 
cluding animal  hair,  and  nuisance  dust  which 
would  be  weighed  and  considered  as  contami- 
nant ; the  loss  of  some  of  the  filter  by  insertion 
in  the  sample  instrument;  and  other  factors 
which  are  uncontrollable. 

In  the  three  diatomaceous-earth  studies  (fig. 
14)  the  same  dust  feed  was  employed  but  the 
method  of  analysis  iised  was  a standard  dust- 
counting technique,  which  has  a rather  high 
possibility  for  error  and  is  influenced  by  such 
factors  as  dilution  of  the  sample,  great  extra- 
polation and  therefore  magnification  of  errors, 
and  the  experience  and  temperament  of  the 
analyst.  It  would  appear,  therefore,  that  the 
precision  of  the  analytical  technique  employed 
will  account  for  an  important  part  of  the  vari- 
ation in  concentration  reported  in  chamber 
studies. 

The  maximal  and  minimal  concentrations 
obtainable  in  an  exposure  chamber  will  de- 
pend on  the  requirements  for  airflow  through 
the  chamber  as  well  as  on  the  capacity  and 


stability  of  the  aerosol  generator.  Other  fac- 
tors of  importance  are  the  size  of  the  aerosol 
particles  being  produced,  the  electrical  charges 
placed  on  them  by  the  dispersing  apparatus, 
and  the  tendency  for  agglomeration  of  the 
particular  particles. 

Extremely  small  particles,  such  as  metal 
fumes  with  diameters  of  the  order  of  0.01  to 
0.02  micron  which  are  formed  by  the  conden- 
sation process,  tend  to  have  a high  charge-to- 
mass  ratio  and  therefore  aggregate  quickly 
into  long  chains  which  have  a total  mass  suffi- 
cient to  cause  rapid  settling  out  from  the  air- 
borne state.  At  the  same  time  their  high  sur- 
face area  and  high  coefficient  of  friction  cause 
them  to  follow  the  airflow  patterns  and  ther- 
mal currents  within  the  chamber. 

Larger  ground  or  crushed  particles  with  di- 
ameters of  0.1  to  1.0  micron  may  exist  as  dis- 
crete particles  in  the  air  but  will  be  subject 
to  a differential  settling  of  the  larger  particles 
and  hence  a rapid  depletion  of  the  mass  con- 
centration. Errors  also  can  be  introduced  by 
anisokinetic  sampling,  the  smaller  particles  be- 
ing collected  preferentially  by  the  sampling 
instrument.  A mass  determination  will  indi- 
cate here  also  less  of  the  contaminant  than  is 
actually  present. 

Another  factor  that  will  influence  the  con- 
centration of  dust  in  a chamber  is  the  pres- 
ence of  the  animals  themselves.  The  breathing, 
motion,  and  metabolic  heat  of  the  animals  set 
up  air  currents,  thermal  and  otherwise,  which 
lead  to  air  turbulence  within  the  chamber,  in- 
creasing the  collision  rate  and  therefore  the 
rate  of  agglomeration  of  the  particles.  Such 
an  effect  may  change  the  overall  size  distribu- 
tion of  the  aerosol  as  well  as  tend  to  decrease 
the  concentration  by  encouraging  settling  of 
the  particles. 

The  fur  of  the  animals  tends  to  collect  an 
inordinately  large  amount  of  dust  from  the 
chamber  atmosphere.  This  may  be  due  partly 
to  an  electrical  attraction  between  the  animal 
fur  and  the  particulates  but  it  is  also  an  ex- 
tension of  the  loall  effect^  a diffusional  phe- 
nomenon in  which  particles  close  to  a surface 
collide  with  it  and  are  held  to  it  by  electrical 
forces,  Ann  der  IVaals  forces,  graA'ity,  or  other 
mechanisms.  As  these  particles  are  remoA’ed 
from  the  layer  of  atmosphere  in  close  prox- 
imity to  the  surface  the  concentration  of  par- 
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tides  in  this  layer  is  reduced.  There  will  be 
a diffusion  of  particles  from  the  higher  con- 
centration farther  away  from  the  surface  to- 
ward the  area  of  lower  concentration,  in  an 
attempt  to  eliminate  the  concentration  gradi- 
ent. As  this  condition  of  equilibrium  is 
achieved,  the  process  of  collision  with  the  sur- 
face continues  so  that  there  is,  in  effect,  a 
tendency  of  particles  to  move  toward  the  sur- 
face and  be  collected  there. 

Distribution 

A factor  of  importance  equal  to  the  aerosol 
concentration  is  its  distribution  throughout  the 
chamber.  Considerable  thought  must  be  given 
to  this  in  the  design  of  the  chamber  so  that 
there  is  not  a direct  flow  of  the  test  atmos- 
phere from  the  entrance  to  the  exit  of  the 
chamber  but  rather  a complete  circulation 
through  the  entire  chamber  volume. 

If  care  is  not  exercised  it  is  possible  to  have 
dead  spaces  in  the  chamber  where  there  is  lit- 
tle or  no  circulation  of  the  fresh  atmosphere. 
Animals  placed  in  these  dead  spaces  would 
receive  considerably  less  than  the  calculated 
concentration  of  contaminant.  The  elimina- 
tion of  these  spaces  is  also  important  from  the 
point  of  equalizing  the  temperature  through- 
out the  chamber.  This  is  especially  true  when 
the  incoming  air  is  cooled  to  counteract  the 
metabolic  heat  of  the  animals.  When  this 
condition  obtains  it  is  possible  for  some  of  the 
animals  to  be  subjected  to  a blast  of  cold  in- 
coming air  while  others  are  in  a pool  of  stag- 
nant and  relatively  warm  air.  In  addition  to 
the  possible  increase  in  incidence  of  pneumonia 
among  the  animals  in  such  a situation,  there  is 
tlie  possibility  of  differing  response  of  the  same 
animal  at  different  temperatures  and  a change 
in  the  actual  response  of  warm  animals  be- 
cause of  such  factors  as  altered  breathing  pat- 
terns and  circulation  rates. 

As  standard  operating  practice  during  a 
long-term  study,  the  locations  of  all  animals 
in  the  chamber  should  be  rotated  from  day  to 
day  to  equalize  any  differences  in  exposure  or 
temperature  that  may  otherwise  go  unde- 
tected. 

In  practice,  the  distribution  of  the  aerosol 
in  the  chamber  should  be  tested  under  operat- 
ing conditions  before  the  animal  exposure  is 
begun.  This  test,  repeated  with  tlie  animals 


in  the  chamber  and  periodically  throughout  the 
entire  study,  is  accomplished  by  taking  a series 
of  simultaneous  samples  comparing  the  con- 
centration in  each  of  the  eight  corners  of  the 
chamber  with  a standard  or  reference  sample. 
The  standard  sample  is  ordinarily  taken  at  a 
convenient  reference  location  used  throughout 
the  study  for  routine  sampling  of  the  chamber 
atmosphere.  It  should  be  located  centrally 
within  the  chamber  and  be  in  or  near  the 
breathing  zone  of  the  animals. 

Figure  15  shows  the  eight  corner  sampling 
positions  and  the  reference  sample  position. 
Table  1 gives  the  results  of  a series  of  samples 
taken  to  show  the  uniformity  of  distidbution 
of  a dust  in  this  chamber.  All  samples  were 
taken  by  drawing  a known  volume  of  air 
through  a Alter  paper  held  in  a brass  sampling 
head  at  the  end  of  a probe  of  copper  tubing. 
The  reference  probe  extended  about  18  inches 
into  the  chamber  from  a sampling  port  cut  in 
a Plexiglas  window.  The  corner  probe  was  a 
length  of  copper  tubing  sufficiently  long  to 
reach  all  corners  and  flexible  enough  to  be  bent 
around  animal  cages  if  necessary.  The  cor- 
ner sample  and  reference  sample  were  taken 
simultaneously  in  all  cases. 

The  average  percent  deviation  of  the  corner 
position  concentrations  was  almost  twice  that 
of  the  reference  positions  (5.6  and  3.0  percent, 
respectively).  The  percentage  difference  be- 
tween the  reference  sample  mean  and  the  corner 
sample  mean  was  2.5  percent  which  is  consid- 
ered to  be  excellent  performance  in  attaining 
uniform  distribution.  That  this  is  not  statis- 
tically signiflcant  is  shown  by  Student’s  t test 
shown  in  table  1.  In  a large  chamber  (90 
cubic  feet  or  larger)  an  average  difference  of 
less  than  10  percent  would  be  acceptable. 

Losses 

The  actual  concentration  of  airborne  parti- 
cles attained  in  a dynamic  chamber  bears  little 
relation  to  the  weight  of  contaminant  dis- 
persed into  the  supply  airstream.  This  is 
sliown  in  figure  16  where  the  weight  of  dust 
dispersed  and  the  calculated  chamber  concen- 
tration are  compared  with  the  actual  concen- 
tration found  b}^  sampling  the  chamber  air. 
In  the  case  reported,  approximately  60  percent 
of  the  dust  blown  into  the  chamber  remained 
suspended  in  the  air.  Additional  information 
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is  given  in  table  2 which  compares  the  results 
of  simultaneous  samples  taken  in  the  body 
(reference  point)  of  the  chamber  and  in  the 
exhaust  plenum  immediately  outside  the  cham- 
ber. Although  the  distance  through  large 
ducts  and  openings  may  be  short,  a significant 
decrease  in  concentration  can  be  observed. 

It  is  apparent  that  any  method  of  deter- 
mining chamber  concentration  based  on  the 
amount  of  contaminant  dispersed  into  the 
chamber  will  be  unreliable.  The  loss  of  con- 
taminant from  the  chamber  air  is  a composite 
result  of  a number  of  factors  such  as  particle- 
size  distribution,  particle  density,  temperature, 
and  charge  on  the  particles;  contaminant  loss 
will,  therefore,  vary  considerably  from  one 
contaminant  to  another. 

Although  the  theories  concerning  the  dy- 
namics of  small  particles  have  been  discussed 
by  DallaValle  (^S),  Drinker  and  Hatch  (^4-): 
and  more  recently  in  the  excellent  treatise  by 
Green  and  Lane  (^S),  the  more  important 
concepts  will  be  reviewed  here. 

Settlmg  and  Stokes'^  Law.  Although  all 
airborne  particles  are  accelerated  toward  the 
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Figure  15.  Sketch  of  chamber  indicating  the  eight 
corner  and  one  reference  sampling  positions. 


Note:  Letters  indicate  positions  of  thermocouples 
used  for  measurement  of  temperature  distribution 
within  chamber. 


Table  1.  Comparison  of  cobalt  dust  concentration  at  eight  comer  sampling  points  of  a 
chamber  with  simultaneous  samples  at  the  reference  point 


Corner  position 

Corner 

concentration 

Reference 

concentration 

Difference 

(5) 

Difference 

squared 

l._  

21.  8 

24.  0 

2.  2 

4.  84 

2 ' 

22.  4 

19.  8 

-2.  6 

6.  76 

3 

23.  1 

22.  6 

-.  5 

. 25 

4 

21.  3 

21.  3 

0 

0 

5 

20.  8 

23.  0 

2.  2 

4.  84 

6 

21.  8 

25.  0 

3.  2 

10.  24 

7 

21.  7 

23.  2 

1.  5 

2.  25 

8 

23.  2 

21.  5 

-1.  7 

2.  89 

11 

po 

i 

Mean  = 22.01 
or  gi 

Mean=22.55 
or  M2 

25  = 4.3 

Mean  = 6=0.54 

252  = 32.07 

Holgl  — g2  = 0 


_32.07-2.31_ 

Sd  = 2.0615 


'Sd  _ 


2,06 

'2.83" 


=0.728 


sa  0.728' 

'tabular=  1.895,  ‘tabular>  'calc. 

This  <-test  shows  no  significant  difference  between  and  g2  at  a risk  level  of  1 percent. 
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earth  by  the  force  of  gravity,  the  small  par- 
ticles have  a great  surface  area  per  unit  of 
mass.  Therefore,  the  resistance  of  the  air 
quickly  balances  the  force  of  acceleration  and 
a constant  or  terminal  velocity  is  obtained. 
The  force  (F)  attracting  the  particles  to  the 
earth  can  be  written 

F=^TF(p—p')g 

where 

r= radius  of  the  particle 
p= density  of  the  particle 
p'  = density  of  air  (negligible  compared  to  p) 
.9  = acceleration  of  gravity 
The  resistance  (R)  of  the  air  to  the  motion  of 
the  particle  can  be  written 

R=()Tr]rV 

where 

7? = viscosity  of  air 
r=radius  of  the  particle 
y=  velocity  of  the  particle 

At  constant  velocity,  acceleration  is  zero  then 
R=F  and 

Qvr'V=^F(p— p')g 
or 

^._2F{p-p')g 

9 r, 

This  is  Stokes’  equation  for  the  terminal 
velocity  of  a falling  spherical  particle,  assum- 
ing streamlined  flow.  Streamlined  motion  can 
be  assumed  for  spherical  particles  up  to  a di- 
ameter of  115p,  or  for  irregular  particles  up  to 
85p  and  therefore  Stokes’  equation  is  valid  for 
the  particle  sizes  of  interest  in  exposure  cham- 
ber work.  For  extremely  small  particles  ap- 
proaching the  size  of  the  mean-free  path  of 
air  molecules  the  frictional  resistance  decreases 


Figure  16.  Actual  concentrations  of  a solid  particu- 
late aerosol  found  in  a chamber  compared  to 
concentration  predicted  from  amount  of  material 
actually  dispersed  by  the  dust  feed  during  oper- 
ating day. 


and  it  is  necessary  to  apply  a correction  de- 
veloped by  Cunningham  {^6)  : 

F'=F(l+A'i) 

where 

F'  = corrected  velocity  of  particle 
y=  uncorrected  velocity 
K=^0.S6,  found  empirically  for  airborne 
mineral  particles 

X=mean-free  path  of  air  molecules  = 10~® 
cm.,  standard  temperature  and 
pressure 

radius  of  the  particle 

Although  this  correction  is  negligible  for 
particles  larger  than  0.5g.  it  amounts  to  a five- 
fold increase  in  settling  velocity  for  particles 
of  0.05/x  in  diameter. 

Table  3 shows  the  relative  settling  velocities 
for  spheres  of  different  sizes  and  unit  density. 
It  is  apparent  that  the  loss  of  particles  from 
the  chamber  air  due  to  settling  will  affect  only 


Table  2.  Comparison  of  aerosol  concentration  found  simultaneously  in  chamber  body  and  exhaust  plenums 


Contaminant 

Chamber 

Exhaust 

Loss 

(percent) 

2.5  percent  CoCb  (liquid  droplets)  

4.66  mg./m.5  ' 
0.94  mg./m.3  i 
5.17  mppcf  2 

3.30  mg./m.3  ‘ 
0.70  mg./m.3  > 
3.59  mppcf  2 

29.  2 

Co  fume 

25.  5 

Diatomaceous  earth  _ 

30.  6 

* mg. /m.3  = milligrams  of  aerosol  per  cubic  meter  of  air. 
2 mppcf=  millions  of  particles  per  cubic  foot  of  air. 
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that  part  of  the  distribution  greater  than  ap- 
proximately 5/x.  Although  this  will  be  a rela- 
tively small  percentage  of  the  particles  the 
loss  would  be  appreciable  if  the  determination 
were  made  on  the  basis  of  mass. 

Diffusion  and  Brcncnian  Motion.  Particles 
with  diameters  of  the  order  of  1 micron  and 
less  behave  increasingly  like  gas  molecules  as 
their  particle  size  decreases.  Their  movement 
is  more  subject  to  thermal  or  turbulent  air 
currents  in  the  chamber  than  to  settling  due 
to  gravity.  Diffusion  becomes  more  important 
in  the  removal  of  these  smaller  particles  onto 
collecting  surfaces.  Particles  of  0.1  micron 
and  less  in  diameter  exhibit  Brownian  motion 
which  can  be  described  mathematically  by  the 
equation  obtained  by  Einstein  (^7'). 

ET 
2t~  KN 
where 

X= displacement  of  the  particle  in  time,  t 
7?  = gas  constant 
T — absolute  temperature 
A=Avogadro’s  number 
K=6-irrir,  Stokes’  resistance  for  a sphere 
in  streamlined  motion 

Diffusion  in  the  chamber,  however,  involves 
not  only  Brownian  motion  but  also  the  effect 
of  gravity  and  the  motion  of  the  air  in  the 
chamber.  Corrections  for  these  effects  which 
become  more  complex  and  less  definitive  will 
not  be  discussed  here;  additional  material  will 
be  found  in  the  reference  by  DallaValle  (23). 

The  equation  of  Brownian  motion  expresses 
qualitatively  that  the  movement  of  the  parti- 
cles becomes  greater  as  the  size  decreases.  This 
is  the  opposite  to  the  effect  of  gravity  and 
there  is  a point  at  which  the  combined  effects 
cause  motion  to  be  at  a minimum.  Diffusion 
is  primarily  responsible  for  the  deposition  of 
airborne  particles  on  the  chamber  walls,  roof, 
and  animal  fur  by  the  process  which  has  been 
described  in  the  discussion  on  distribution. 

Centrifugation.  In  some  of  the  chambers 
previously  described,  the  contaminant  is  in- 
jected into  a mixing  cylinder,  which  the  sup- 
plying  airstream  enters  tangentially,  and  fol- 
lows a spiral  path  before  reaching  the  body 
of  the  chamber.  The  air  in  the  mixing  cham- 
ber is  subjected  to  centrifugal  forces  which 


tend  to  remove  larger  particles  from  the  air- 
stream.  Davies  (28)  has  developed  a formula 
giving  the  minimum  size  of  particle  which  will 
be  removed  from  a spiraling  airstream  by  cen- 
trifugal force.  The  formula  follows: 


where 


QrjEz  I 
S{p—p')VoH  > 


d=minimum  diameter  of  particle 
7?= viscosity  of  air 
i?2= outer  radius  of  airstream 
p = density  of  the  particle 
p'  = density  of  ah 

u<,=linear  velocity  of  rotating  airstream 
i7=  height  of  cylinder 

= inner  radius  of  airstream 


Under  the  conditions  of  the  chambers  pre- 
viously described,  it  can  be  shown  that  parti- 
cles less  than  20  microns  in  diameter  will  not 
be  lost  in  this  type  of  mixing  cylinder. 

Flocculation.  Flocculation  or  agglomeration 
of  particles  in  air  comes  about  as  a result  of 
Brownian  motion  and  therefore  is  directly  re- 
lated to  the  size  of  the  particles.  In  general, 
the  larger  dust  particles  show  no  tendency  to 
agglomerate  whereas  the  small  fume  or  mist 
particles  flocculate  rapidly.  Aggregates  of  fine 
particles  behave  dynamically  as  equivalent 
large  particles,  and  will  be  removed  from  the 
chamber  air  by  settling  or  centrifugation,  or  if 
inhaled  by  the  animals,  will  be  retained  in  the 
upper  respiratory  passages,  where  they  are  rel- 
atively innocuous.  An  equation  relating  the 
concentration  change  of  a cloud  of  particles 
with  time  has  been  given  by  Ildiitlaw-Gray 
and  Patterson  (29) , as  follows : 


where 

/i  = number  concentration  of  particles 
at  time,  t 

no  = mimber  concentration  of  particles 
at  f = 0 

^'  = empirical  constant,  cc./see. 

This  equation  shows  that  the  rate  of  floccu- 
lation of  an  aerosol  depends  only  on  the  prod- 
uct of  the  number  concentration  of  particles 
and  the  constant  k.  Experimentally  different 
values  of  /e  have  been  reported  for  aerosols  of 
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Table  3.  Terminal  settling  velocities  in  centimeters 
per  second  for  spheres  of  unit  density  as  calculated 
from  Stokes’  equation  and  corrected  with  applica- 
tion of  Cunningham’s  correction 


Sphere 

diameter 

(m) 

Uncorrected 

velocity 

Correction 

Corrected 

velocity 

50 

7.5 

0.0255 

7.52.55 

10 

0.3 

0.00516 

0.30516 

5 

0.75X10-1 

0.0255X10-1 

0.775X10-1 

1 

0.3X10-2 

0.0516X10-2 

0.35X10-2 

0.5 

0.75X10-3 

0.255X10-3 

1.01X10-3 

0.1 

0.3X10-1 

0.516X10-1 

0.816X10-1 

0.05 

0.75X10-5 

2.55X10-5 

3.20X10-5 

0.01 

0.3X10-5 

5.16X10-8 

5.46X10-6 

different  substances  and  different  particle-size 
distributions  {25)  but  these  variations  are 
probably  due  to  the  effect  of  electric  charges 
on  the  particles.  Table  4 shows  the  degree  of 
ffocculation  that  can  be  predicted  for  various 
number  concentrations  of  particles  in  a 10- 
minute  period.  It  is  apparent  that  a higher 
chamber  airflow  is  required  when  the  aerosol 
concentration  is  high. 

Improper  dispersing  of  the  dust  from  the 
dust  generator  is  often  mistaken  for  floccula- 
tion. This  may  occur  when  finely  divided  par- 
ticulates have  been  collected  and  packed  into  a 
dust-feed  cylinder.  A great  deal  of  energy  is 
required  to  disaggregate  this  dust  and  to  dis- 
perse it  in  air  as  discrete  particles.  Such  en- 
ergy is  often  supplied  by  forcing  the  dust- 
laden airstream  through  a jet  of  near  critical 
dimensions  and  against  an  impaction  plate 
placed  close  to  the  orifice.  Impaction  against 
the  plate  shatters  the  larger  aggregates  a!hd  the 
shear  forces  of  the  high  velocity  airstream 
tend  to  tear  apart  the  smaller  flocks.  In  this 
treatment  of  airborne  dusts  there  is  the  possi- 
bility that  an  electrostatic  charge  could  be 
placed  on  the  particles  which  would  cause  re- 
agglomeration. However,  the  rapid  dilution 


of  the  relatively  concentrated  dust  stream  is- 
suing from  the  generator  with  large  quantities 
of  clean  air  and  the  humidity  conditions  real- 
ized in  the  animal  exposure  chambers  quickly 
dissipate  any  such  charges  on  the  particles  and 
this  reagglomeration  has  not  been  observed  in 
this  laboratory. 

Turbulent  airflow  in  the  chamber  has  been 
shown  {30)  to  increase  greatly  the  rate  of  floc- 
culation for  fumes  and  smokes,  but  only  in 
those  particulates  which  exhibit  Brownian 
motion.  Larger  aerosols  would  not  be  expected 
to  be  affected  by  turbulence. 

Although  it  has  been  suspected  that  humid- 
ity would  affect  the  rate  of  agglomeration,  this 
has  not  been  demonstrated  {24)  until  a con- 
dition of  saturation  is  reached.  At  saturation, 
the  airborne  particles  act  as  condensation  nu- 
clei for  the  water  vapor  and  will  be  lost  rap- 
idly by  settling  when  coated  with  water. 

Chamber  Response 

The  speed  with  which  the  concentration  in  a 
dynamic  chamber  can  be  changed  is  a function 
of  the  volume  of  the  chamber  and  the  total 
airflow  through  it.  This  is  commonly  ex- 
pressed as  the  time  required  for  a complete 
air-change.  Such  terminology,  however,  is  in- 
accurate and  can  be  misleading  for  it  can  be 
shown  that  one  air-change  does  not  completely 
renew  the  chamber  air  but  will  change  the 
concentration  by  a maximum  of  only  63.2  per- 
cent. 

If  perfect  mixing  within  the  chamber  is  as- 
sumed and  the  contaminant  is  introduced  uni- 
formly into  the  chamber  air  supply,  both  rates 
being  held  constant,  the  normal  concentration 
can  be  calculated  for  any  time,  by  the  fol- 
lowing equation : 


Table  4.  Degree  of  flocculation  of  three  sizes  of  particles  (density  2.38)  in  10  minutes 


Diameter  of 
particles  (g) 

Mass  con- 
centra- 
tion 

(mg./m.3) 

Number  con- 
centration 
at  < = 0 (par- 
ticles/cm.3) 

Number  con- 
centration 
at  1=  10  min. 
(particles/cm.3) 

Particles 

floccu- 

lated 

(percent) 

2.0 

' 10 

1X103 

0.0998X10'... 

0.  02 

0.2  __  ... 

1 10 

1X106 

0.85X106...  _ 

1.5.  0 

0.02 

10 

ixiou 

0.0055X  10"... 

99.  45 

where 

c= concentration  in  the  chamber 

amount  of  contaminant  introduced  per 
minute 

6= volume  of  air  passmg  through  chamber 
each  minute 
a= volume  of  chamber 
It  is  apparent  that  the  chamber  concentra- 
tion rises  rapidly  at  first  and  then  approaches  a 
constant  value  at  infinite  time.  The  desired 
concentration  is  wjh  and  the  percent  of  this 

actually  attained,  100,  will  be 

let 

then 

lOO-.Y 

i>  a = 

100 

U , 100-Z 

-s:='''Too- 

hence 


It  will  be  noted  that  the  ratio  a/h  is  the 
time  required  for  one  air  change  in  the  cham- 
ber. Therefore,  K is  the  number  of  air  changes 
required  to  change  the  chamber  concentration 
to  the  desired  percentage  of  the  input  con- 
centration. The  value  of  K varies  with  the 
percentage  of  the  input  concentration  that  it 
is  desired  to  obtain.  For  X = 99  percent, 
K — 4.605,  and  for  X = 95  percent,  K = 2.996. 
These  values  have  been  verified  experimentally 
for  mixtures  of  gases  by  Silver  {£) . 

It  is  seen  that  t is  independent  of  any  pre- 
vious concentration  level  in  the  chamber  and 
that  at  constant  airflow  the  time  required  to 
change  from  one  level  to  another  must  always 
be  the  same.  Thus,  the  time  required  to  clear 
the  chamber  after  turning  off  the  contaminant 
feed,  is  the  same  as  that  required  to  establish 
the  concentration.  Figure  17  is  an  actual  rec- 
ord of  chamber  buildup  and  depletion  for  a 
dust  aerosol  dispersed  from  a Wright  dust 
feed.  It  is  seen  that  the  buildup  and  deple- 
tion times,  although  similar,  do  not  duplicate 


each  other  exactly.  This  can  be  explained  by 
assuming  less  than  perfect  mixing  and  recog- 
nizing that  the  above  equations  were  devel- 
oped for  mixtures  of  two  gases  rather  than 
for  a mixture  of  a gas  and  particulates.  In- 
halation toxicology,  however,  is  usually  con- 
cerned with  small  particles  which  approach 
the  behavior  of  gas  molecules  and  therefore 
the  theoretical  equations  may  be  used  to  give 
a reasonable  prediction  of  the  behavior  of  an 
aerosol  in  a chamber. 

Particle-Size  Distribution  and  Dispersal 

The  size  distribution  of  the  particles  in  a 
dust  cloud  is  of  interest  because  particle  size 
governs  not  onlj^  pulmonary  alveolar  deposi- 
tion, but  also  governs  losses  from  settling  and 
diffusion  which  affect  the  stability  of  the  dis- 
persion. (See  discussion  on  losses.) 

The  liroduction  of  a dust  can  be  accom- 
plished in  either  of  two  ways.  In  one,  the 
parent  material  can  be  ground  to  the  desired 
size,  sieved  or  elutriated  to  eliminate  unwanted 
sizes,  and  the  product  dispersed  into  the  air- 
stream;  in  the  second,  the  grinding  or  atom- 
izing process  itself  can  be  used  to  meter  the 
aerosol  directly  into  the  air  supply.  The  first 
way  permits  the  selection  of  the  desired  par- 
ticle size  and  the  major  problem  becomes  that 
of  breaking  up  the  aggregates  of  particles 
formed  when  the  dust  is  collected  and  packed 
into  the  dust-feed  mechanism.  This  is  effected 
in  the  Wright  dust  feed  (22)  hy  impacting 
the  dust  particles  on  a tungsten-carbide  plate, 
thereby  fracturing  the  large  aggregates.  The 
device  involved  is  a gear-train  assembly  pow- 
ered by  a synchronous  motor  which  drives  a 
brass  cup  packed  with  the  dust  down  a spin- 
dle shaft  and  against  a scraper  blade  which 
continuously  removes  a uniform  amount  of  the 
caked  dust  and  disperses  it  into  the  airstreain 
to  the  chamber. 

When  the  dust  is  dispersed  from  a liquid 
suspension  by  atomization  or  nebulization,  the 
liquid  droplet  formed  may  contain  several 
solid  particles  which  will  be  drawn  together 
upon  the  evaporation  of  the  liquid  to  foi'in  a 
firmly  bound  aggregate.  The  remedy  in  this 
situation  is  to  use  a sufficiently  dilute  suspen- 
sion so  that  the  liquid  droplet  can  contain  only 
one  solid  particle.  This  may  limit  the  maxi- 
mal concentration  that  can  be  obtained  since 


26 


Figure  17.  Buildup  and  depletion  times  for  a 145- 
eubic  foot  chamber  -with  an  airflow  of  45  cfm 
as  recorded  by  an  automatic  light-scattering 
photometer. 


Note:  The  dust  was  diatomaceous  earth  dispersed 
by  a Wright  dust  feed  set  to  deliver  5.5  mppcf.  Vertical 
scale,  approximately  arithmetic. 


the  evaporation  of  the  liquid  tends  to  saturate 
the  atmosphere  and  retard  further  evaporation. 

Two  devices  for  this  purpose  have  been 
used  successfully  in  this  laboratory.  For  the 
small  or  pilot  chambers,  the  commercially 
available  all-glass  Vaponephrin  nebulizer  mod- 
ified by  the  addition  of  a side  arm  to  supply  a 
constant  level  of  liquid  in  the  chamber  ade- 
quately supplies  fairly  high  concentrations  of 
liquid  droplets,  5-15/x  in  diameter.  The  other 
device  is  known  as  the  Laskin  atomizer  and 
was  designed  for  the  Atomic  Energy  Project 
of  the  University  of  Rochester.  (These  in- 
struments are  described  more  fully  in  the  dis- 
cussion on  aerosol  generators  and  concentra- 
tion.) 

A great  number  of  dust  dispensers  have 
been  described  in  the  literature  {31)  and  the 
references  given  here  are  not  exhaustive  hut 
merely  indicate  several  types  that  have  been 
suggested.  Most  of  these  have  been  developed 
to  solve  a specific  problem  and  where  feasible 
it  is  usually  more  economical  to  purchase  a 


commercially  available  instrument  rather  than 
invest  the  great  amount  of  research  time  re- 
quired for  the  development  and  testing  of  an 
instrument.  Table  5 lists  a number  of  aero- 
sol generators  or  feeders  which  have  been  used 
by  various  institutions.  Only  the  last  one  on 
the  list,  the  Wright  dust  feed,  is  known  to  be 
commercially  available  {C). 

An  example  of  the  second  technique  of  solid 
particulate  generation  is  the  production  of  a 
fume  by  an  electric  arc  composed  of  two  rods 
of  the  parent  material.  Another  example  is 
the  burning  of  an  organic  compound  such  as 
tetraethyl  lead  to  produce  a lead  fume.  The 
La  Mer-Sinclair  aerosol  generator  is  also  in 
this  category.  With  precise  regulation  and 
control,  uniformly  sized  particles  can  be  ob- 
tained by  these  methods  but  the  development  of 
the  proper  technique  to  be  applied  to  each  sub- 
stance must  be  considered  a separate  research 
problem. 

Regardless  of  which  dispersing  technique  is 
selected,  certain  facilities  will  be  required  and 
can  be  incorporated  conveniently  in  the  control 
panel  of  the  chamber.  A regulated  air  supply 
of  reduced  pressure  will  be  necessary.  This 
laboratory  has  found  it  convenient  to  mount  a 
variable  pressure  control  valve  (0-60  psi)  with 
indicating  pressure  gauge  and  built-in  filter  on 
the  control  panel  {D).  Compressed  air  is 
taken  directly  from  the  regular  laboratory  air 
line  which  supplies  air  at  a pressure  of  120 
psi.  Most  dispensing  instruments  will  require 
an  air  pressure  of  from  1 to  20  psi,  but  it  is 
advantageous  to  have  a reserve  of  higher  pres- 
sure available  for  exceptional  situations.  A 
flowmeter  of  the  manometer  type  or  the  float- 
ing-ball type  can  be  connected  downstream 
from  the  regulator  and  upstream  from  the  dis- 
persing device.  A needle  valve  between  the 
pressure  regulator  and  the  flowmeter  can  be 
used  to  control  the  airflow. 

Many  dust-feed  devices  require  dry  and  fil- 
tered air  to  avoid  clogging  of  the  mechanism. 
The  above  arrangement  has  been  found  to  be 
generally  satisfactoiy  in  providing  dry  air,  as 
well  as  filtered  air,  since  the  expansion  of  the 
air  in  the  pressure-reducing  valve  condenses 
excess  moisture  from  the  air  and  a drain  in 
the  valve  itself  allows  removal  of  this  con- 
densed water.  Exceptional  conditions  may  re- 
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Table  5.  Dust  feed  devices 


Name 


Feeder  principal 


Air  Filter  Institute 

Aircraft  Nuclear  Propulsion 

Atkins 

Bureau  of  Mines 

Bureau  of  Mines 

Bureau  of  Standards 

Colorado 

Dustshaker 

Farr 

Geyser 

Harvard  No.  1 

Harvard  No.  2 

Harvard  No.  3 

Harvard  No.  4 

Harvard  No.  5 

Haskell  Laboratory 

Knolls  Atomic  Power  Laboratory 

Minnesota  No.  1 

Minnesota  No.  2 

New  York  State  No.  1 

New  York  State  No.  2 

Research  Cottrell 

Research  Products 

Rotating  drum 

Stanford  Research  Institute 

Screw 

Sonic 

Texas 

University  of  Chicago  No.  1 

University  of  Chicago  No.  2 

Vibratory 

Wright  


Moving  horizontal  tray  with  leveling  gear 

Tube  elevated  by  hydraulic  piston  into  90-psi  air  line 

Screw  feeder  to  recirculating  unit 

Fluidized  bed  from  solids  feeder 

Tube  elevated  by  winch  into  spiraling  airstream 

Rotating  gear  with  tooth  reduced  to  pitch  circle,  grooves  fed  by 
gravity  from  hopper. 

Tube  elevated  by  screw,  dust  scraped  into  spiraling  airstream 

Oscillating  vibratory  screen,  40  to  60  mesh 

4-grooved  plate  moves  horizontally  with  leveling  gear 

Powder  in  small  chamber,  dispersed  by  air  jets 

Air  dispersed  from  vibrating  tube 

Revolving  disk  screen  from  vibration  feeder 

Rotating  300-mesh  screen  cylinder,  vibrated,  inside  Incite  con- 
tainer. 

Rotating  turntable  with  scraper,  fed  from  vibration  feeder 

Small  screw  feeder,  variable  discharge  openings,  to  moving  belt 
with  rotating  scraper  to  adjust  height,  width  fixed  by  belt  or 
notches  in  scraper. 

Pulsating  airflow  through  material  in  tube 

Rotating  steel  wire  brush  held  against  aluminum  metal 

Rotating  disk  with  dust  ribbon 

Moving  horizontal  trough  with  level  dust  layer 

Hopper  feed  to  moving  belt,  dust  discharged  from  end  into  hopper 
with  airflow  through. 

Hopper  feed  to  vibrating  chute 

Funnel  feed  to  plate  in  horizontal  fan  impeller 

Compressed  air  jet  in  flask  with  dust  on  bottom 

Rotating  drum  with  friable  material,  airstream  passes  through 

Moving  horizontal  vee  trough 

Variable  speed  stoker  screw,  or  wood  auger  0.5-2  inches 

High  frequency  vibration  from  speaker  cone  directed  at  dust 

Modified  Bureau  of  iMines  resj)iratory  test  dust  feeder 

Vibrated  sintered  40-mesh  glass  Alter,  air  from  top  to  bottom 

Multiple  impinging  nozzles  fed  from  dust  in  container 

Trough  or  tray  pulsed  by  electromagnetic  vibrator 

Rotating  ]>acked  drum  moved  against  scraper,  dust  entrained  in 
low-i)ressure  airstream. 


‘ Reference  No.  31. 


quire  tlie  insertion  of  a diying  column  placed 
directly  after  the  pressure  reducing  valve.  In 
instances  in  wliicli  hygrosco2iic  dusts  are  used, 
oil-jnimjDed  (dry)  nitrogen  may  be  required. 

Bachground  Dust  Counts 
When  low  concentrations  of  contaminants 
are  used  in  the  chamber  a determination  of 
the  background  (nuisance)  dust  contamination 
of  the  chamber  air  is  imjiortant.  This  is  a 
requisite  when  the  method  of  analysis  is  not 
Sjtecific,  such  as  gravimetric  analysis  of  filter 
Iiajier  samiiles  or  analysis  by  light  reflectance 
from  the  filter  iia^ier.  In  this  instance  a sam- 
ple of  a large  air  volume  is  required  and 


equally  imjDortant  the  collected  material  should 
be  analyzed  by  the  same  method  used  for  the 
test  agent. 

If  the  method  of  analj^sis  is  a standard  dust- 
counting technique,  it  is  well  to  remember  that 
the  background  dust  can  range  between  0.5 
and  1.0  million  jiarticles  2)er  cubic  foot  of  air 
(0.2-0.3  mg./m.-*).  Thus,  if  a toxic  dust  level 
of  2-3  nq)2)cf  is  desired,  the  background  dust 
will  constitute  an  ajojireciable  i^art  unless  it  is 
taken  into  consideration  and  a correction  is 
made  for  it. 

It  is  usually  good  practice  to  insert  a filter 
in  the  main  air . supjjly  line  to  the  chamber. 
However,  the  efficiency  of  such  a filter  will 
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used  by  different  laboratories 


Aeration  method 

Classification  method 

Feed  rate  per  minute 

Remarks 

1 gram 

Ely  ash. 

Copper  oxide. 

Pulverized  coal. 
Pulverized  coal. 
Respirator  test  dusts. 

Fly  ash. 

Aluminum  hydroxide 
therapy. 

Toxicity  studies. 

Fly  ash. 

Lithopone,  egg  albumin, 
Kadox. 

Silica. 

Talc,  glass  spheres. 
Pollen. 

Most  dry  dusts. 

Flake  iron  powder. 

1—75  grams  . 

8 grams  . 

26  lb./ft.3  (maximum) 

Milligrams  ...  _ 

Cyclone  or  settling 
chamber. 

1 gram 

Milligrams 

Low 

5 grams  _ 

4 grams 

Milhgrams 

Air  jet  under  disk,  blower 
inlet  above. 

Aspirator  from  bottom  tube.. 
Ejector 

Grams  . ..  

1,000  particles  

None 

Pound  . . 

Ejector 

None 

300  milligrams  . 

Airstream  - - 

Three  elutriating  columns. 

Impingement  plate 

None 

Airstream 

Micrograms  . . . 

Aluminum  or  other  solids. 
Fly  ash. 

Fly  ash. 

Mineral  and  organic 
test  dusts. 

Most  dry  dusts. 

Fly  ash. 

Fly  ash. 

Charcoal. 

Carbon  black,  powders. 
Most  dry  powders. 

Many  dry  powders. 
Antimony,  sulfur. 

Similar  to  dustshaker. 

Venturi  throat 

0.1—2  grams  _ 

Venturi  throat 

None 

Same 

Airstream 

Two  impingement 
nozzles,  plus  four 
elutriating  columns. 
Impingement  plate-  - 

0.1—2  grams .. 

Ejector  _ 

3 pounds 

Airstream  and  fan  blades 

Airstream 

None 

None  _ _ _ _ 

0.1—2  grams . . 

Airstream 

None  - 

Milligrams . . 

Glass  aspirator  __ 

Settling  chamber 

Milligrams 

Ejector  _ 

Airstream 

Low 

Ejector  _ 

Cyclone 

Ejector  - _ 

None 

Milligrams. . . 

Airstream 

Series  impinging  nozzles.. 

Micrograms.. 

Ejector 

Grams-pounds- _ 

Many  dry  powders. 
Pulverized  coal,  silica,  and 
lead  dusts. 

Ejector  . _ _ _ 

None  

Micro- Milligrams. 

change  with  various  conditions  of  loading  and 
therefore,  unless  checked,  cannot  be  relied  upon 
to  give  a low  background  dust  level. 

Typical  of  the  difficulties  that  can  arise  was 
a situation  involving  the  use  of  reflectance 
measurements  from  a filter  paper  sample  for 
determining  an  index  of  chamber  concentra- 
tion. Erratic  changes  in  concentration  were 
explained  only  after  it  was  discovered  that  on 
certain  days  trash  was  burned  some  distance 
from  the  building  housing  the  laboratory  and 
exposure  chambers.  The  fine  smoke  particles 
easily  penetrated  the  filter  in  the  chamber  air 
supply  system  and  being  black  added  to  the 


absorbance  of  the  filter  paper  sample  out  of 
pi’oportion  to  the  mass  of  smoke  present. 

Behavior  of  Liquid  Aerosols 

The  characteristics  of  liquid  aerosols  re- 
quired for  animal  inhalation  research  are  al- 
most identical  to  those  of  solid  dispersions. 
The  median  diameter  of  the  droplets  must  also 
be  in  the  size  range  of  from  0.01  to  5.0/u,  to 
insure  penetration  jjast  the  upper  respiratory 
tree.  However,  the  fact  that  liquids  usually 
have  an  appreciable  vapor  pressure  means  that 
in  a mist  or  spray  the  test  agent  will  be  pres- 
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ent  in  the  vapor  as  well  as  in  the  liquid  phase. 
To  interpret  meaningfully  the  physiological 
response  of  the  animal,  it  may  become  impor- 
tant to  know  the  relative  amounts  of  the  test 
substance  present  in  both  the  vapor  and  liquid 
phases.  This  subject  will  be  discussed  further 
under  sampling. 

Aerosol  Generators  and  Concentration 

The  problem  of  attaining  a desired  concen- 
tration of  a mist  or  fog  becomes  one  of  choos- 
ing a generator  of  sufficient  capacity.  The 
most  common  devices  for  reducing  a body  of 
liquid  to  a mist  of  minute  droplets  fall  into 
the  category  of  nebulizers  or  atomizers.  Two 
such  devices  which  have  been  used  successfully 
in  this  laboratory  are  the  Vaponephrin  nebu- 
lizer tested  by  Palmer  and  Kingsbury  {32), 
and  the  Laskin  atomizer  described  by  Voegtlin 
and  Hodge  {!). 

The  Vaponephrin  nebulizer  (fig.  18)  is  com- 
mercially available  and  is  used  as  a therapeu- 
tic device  by  the  medical  profession.  It  is 
constructed  entirely  of  Pyrex  glass  and  con- 
sists of  a small  nozzle  which  directs  a stream 
of  air  at  near  sonic  velocity  across  the  top  of 
a vertical  capillary  tube.  The  bottom  of  this 
capillary  tube  is  submerged  in  the  liquid  to  be 
dispersed.  Directly  behind  the  capillary  tube 
is  a relatively  large,  fixed  sphere  of  solid  glass 
which  causes  an  abrupt  change  in  the  direction 
of  the  airflow  from  the  nozzle. 

In  practice,  the  flow  of  air  over  the  top  of 
the  capillary  tube  causes  a reduction  of  pres- 
sure which  sucks  the  liquid  up  to  the  top  of 
the  capillary  tube  where  it  is  sheared  off  in 
the  form  of  small  drops  by  the  blast  of  air. 
The  inertia  prevents  the  larger  drops  from 
following  the  airstream  around  the  sphere  and 
they  either  impinge  on  the  sphere  itself  or  are 
hurled  away  to  impinge  on  the  surface  of  the 
glass  enclosing  the  nebulizer  and  are  thus  elim- 
inated from  the  airstream.  The  smaller  par- 
ticles can  follow  the  airflow  around  the  sphere 
into  the  turbulent  area  behind  it  and  then 
move  more  slowly  out  of  the  mouth  of  the 
nebulizer. 

In  a device  of  this  type  it  is  apparent  that 
there  are  many  critical  dimensions.  First,  the 
diameter  of  the  orifice  of  the  nozzle  limits  the 
volume  of  air  which  can  be  passed  through  the 


Figure  18.  Vaponephrin  nebulizer  modified  [with 
ground  glass  ball  and  socket  connections  and  a 
side  arm  to  supply  a constant  level  of  liquid. 


Figure  19.  Change  of  output  of  Vaponephrin 
nebulizer  with  increasing  airflow. 


device  and  determines  the  air  i)ressure  neces- 
sary for  optimal  operation.  The  distances 
from  the  jet  to  the  capillary  and  from  the 
capillary  to  the  sphere  are  critical  as  is  the 
vertical  positioning  of  the  top  of  the  capillary 
tube.  All  of  these  factors  indicate  the  com- 
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plexity  of  attempting  to  make  such  an  instru- 
ment in  the  laboratory. 

Experience  in  this  laboratory  with  the  de- 
vice showed  that  a pressure  of  approximately 
10  psi  and  an  airflow  of  5 liters  per  minute 
are  required  for  optimal  performance.  The 
data  in  figure  19  were  obtained  with  the  use 
of  a light-scattering  instrument  to  record 
changes  in  nebulizer  output,  on  a mass  basis, 
as  the  airflow  through  the  nozzle  Avas  varied. 
It  is  seen  that  increasing  the  airfloAv  above  6.5 
liters  per  minute  does  not  increase  the  output 
of  the  nebulizer.  An  undiluted  aerosol  of  a 
light  mineral  oil  produced  at  an  optimal  air- 
flow of  6 liters  per  minute  had  a concentration 
of  '20  mg.  per  liter.  This  aerosol  could  be  then 
diluted  to  any  desired  lesser  concentration  for 
inhalation  experiments.  The  physical  proper- 
ties of  the  liquid  such  as  surface  tension,  vis- 
cosity, and  Anpor  pressure  will  greatly  affect 
the  amount  of  aerosol  produced  as  AA’ell  as  the 
particle  size. 

The  Laskin  atomizer  is  shoAAm  in  figure  20. 
Air  under  jAressure  is  first  pumped  through 
the  hollow-center  tube  and  passes  through  the 
four  radially  drilled  holes  at  the  top.  The 
jets  of  air  then  pass  over  the  top  end  of  four 
capillary  holes  drilled  vertically  in  the  collar 
and  alined  with  the  radial  holes.  Liquid  is 
thus  draAvn  up  the  capillary  tubes  and  sheared 
off  from  the  edge  of  the  collar  as  small  drop- 
lets. Aqueous  solutions  have  produced  aero- 
sols Avith  a median  size  of  from  8 to  10/x  Avhen 
the  atomizer  is  operated  at  a pressure  of  10 
psi  and  an  airfloAv  of  about  30  liters  per  min- 
ute. Under  these  conditions  and  Avith  the  use 
of  the  same  light  mineral  oil  that  Avas  used  to 
test  the  Vaponephrin  nebulizer  it  was  found 
that  the  undiluted  aerosol  concentration  pro- 
duced by  this  device  aams  approximately  the 
same  as  found  in  the  previous  example.  Thus, 
with  the  higher  airfloAV  the  Laskin  atomizer 
could  be  used  to  supply  a chamber  approxi- 
mately six  times  larger  than  could  be  supplied 
with  the  Vaponephrin  nebulizer. 

In  fact,  the  Laskin  atomizer  has  been  iised 
to  supply  aerosols  to  the  large  125-cubic  foot 
chambers  previously  described.  For  this  ap- 
plication it  Avas  built  into  the  apparatus  as 
shoAvn  in  figure  21.  In  this  assembly  the  larger 
flask  at  the  bottom  acts  as  a I'eservoir  for  the 


solution.  The  Avide-bore  capillary  tubing  con- 
necting this  flask  Avith  the  upper  flask  per- 
forms as  an  airlift  pump,  constantly  raising  a 
small  amount  of  liquid  into  the  top  flask  AAdiich 
contains  the  atomizer. 

The  tAvo  flasks  are  also  connected  by  a cen- 
ter tube  AAdiich  alloAvs  the  liquid  to  return  to 
the  reservoir  Avhen  the  liquid  level  in  the  res- 
ervoir falls  and  thus  reduces  the  air  pressure 
in  the  space  above  it.  This  airspace  in  the  top 
of  the  reservoir  flask,  therefore,  acts  as  a pres- 
sure chamber  controlling  the  IcA^el  of  liquid 
that  is  maintained  in  the  atomizer  chamber. 
The  tubing  connections  on  the  outlet  of  the 
aerosol  generator  sei'A^e  to  deliA^er  the  aerosol 
to  the  exposure  chamber,  and  also  provide  a 
degree  of  elutriation  to  eliminate  any  large 
droplets  that  might  be  carried  OA^er  from  the 
atomizer. 


Fifiiire  20.  Laskin  atomizer  showiiifi  ra<li- 
ally  <lrillc(l  hole  in  eenler  shaft  and  eapil- 
lary  liolcs  in  metal  eollar  aroiiiul  shaft . 
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A device  which  has  been  developed  by  the 
militaiT  for  atomizing  large  quantities  of  liq- 
nids  is  a modification  of  the  so-called  Hart- 
mann Avhistle.  This  is  an  nltrasonic  device  in 
which  a jet  of  compressed  air  at  a pressure  of 
about  -10  psi  is  directed  into  a cavity  of  res- 
onant dimensions  producing  a sound  wave  of 
high  frequency,  greater  than  25  kilocycles. 
The  liquid  is  introduced  into  the  air  jet  at  a 
rate  of  50  ml.  per  minute  and  is  instantly 
atomized  into  a dense  mist  of  fine  droplets. 
When  extremely  high  mist  concentrations  are 
desired  this  device  may  be  useful;  aerosol  pro- 
duction is  sufficiently  great  so  that  unwanted 
size  fractions  can  be  rejected  and  enough  par- 
ticles of  the  de.sired  size  retained  to  disperse 
into  the  exposure  chamber. 

Distrihution 

The  difficulties  encountered  in  obtaining  uni- 
formity of  concentration  of  a liquid  aerosol 
throughout  the  entire  volume  of  the  exposure 
chamber  are  similar  to  those  previously  de- 
scrihed  for  dusts.  The  problems  are  accentu- 
ated inasmuch  as  the  liquid  droplets  are  often 
produced  having  larger,  though  perhaps  more 
uniform,  diameters.  The  problem  is  further 
complicated  by  the  presence  of  the  gaseous 
phase  of  the  contaminant  although  the  great- 
est mass  of  contaminant  is  concentrated  in  the 
condensed  jdiase;  if  this  is  not  the  case,  the 
exposure  may  be  considered  to  be  an  exposure 
to  a vapor  coiitaminant  and  treated  as  indi- 
cated in  a later  discussion. 

Losses 

All  of  the  factors  discussed  in  the  section 
on  dust  dispersions  which  contribute  to  the 
loss  of  aerosol  from  the  chamber  atmosphere 
apply  equally  to  dispersions  of  liqiiid  droplets. 
Because  dispersed  liquid  droplets  are  usually 
larger  than  similar!}"  dispersed  dust  particles, 
and  are  of  spherical  shape,  the  effect  of  set- 
tling can  be  calculated  more  accurately  by 
Stokes’  Law,  and  the  Cunningham  correction 
becomes  of  less  importance. 

Diffusion  and  BroAvnian  motion  will  be  less 
important  in  considering  a dispersion  of  liquid 
droplets  than  in  the  case  of  dusts.  This  is 
due,  again,  to  the  relatively  larger  median  size 
of  the  liquid  droplets.  IIoAveA’er,  centrifugal 
forces  deA"eloped  in  sharp  bends  or  curA’es  in 


Figure  21.  Glass  aerosol  generator  incorporating 
Laskin  atomizer,  a large  reservoir  flask,  an  air- 
lift pump,  ami  -vvifle-bore  tubing  to  connect 
generator  to  the  ehamber. 

the  ductwork  leading  to  tlie  exposure  chamber 
may  cause  signilicant  losses  of  droplets  from 
the  liquid  aerosol  dispersion.  It  Avas  seen  in 
table  2 that  the  loss  of  aerosol  betAveen  the 
chamber  body  and  the  exhaust  ])leuum  Avas 
greatest  in  the  case  of  the  licpud  Co('h  par- 
ticles. 

Because  of  the  decreased  BroAvuian  motion 
of  the  li(piid  drops.  Ilocculatiou  Avill  play  a 
less  important  part  in  reducing  tlie  concentra- 
tion of  li(ptid  particulates.  The  effects  of  ffoc- 
culation  can  easily  be  overlooked,  however,  in 
licpiid  dispersions  because  collision  of  the  drop- 
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lets  forms  a larger  drop  rather  than  chains  or 
agglomerates  of  particles.  Thus,  in  sampling 
a liquid  aerosol  it  is  possible  to  obtain  a false 
impression  of  the  particle-size  distribution  un- 
less care  is  taken  to  prevent  coalesence  in  the 
sampling  instrument. 

Chamber  Response 

The  time  required  for  the  chamber  to  re- 
spond to  changes  in  concentration  of  a liquid 
aerosol  will  be  similar  to  the  time  required  for 
solid  particulates.  The  same  formula  can  be 
used  to  calculate  the  time  required  to  attain  a 
desired  concentration  or  to  clear  the  chamber. 
In  using  this  formula  it  should  be  noted  that 
it  was  developed  to  describe  the  mixing  of 
gases  rather  than  particulates.  Because  the 
size  of  liquid  droplets  is  generally  larger  than 
solid  X5a,rticulates  the  inaccuracy  of  applying 
this  formula  to  liquid  dispersions  will  be  even 
greater  than  its  application  to  solid  disper- 
sions. 

P article- Size  Distribution 

Probably  the  most  important  physical  char- 
acteristic that  distinguishes  a dispersion  of 
liquid  droplets  from  an  aerosol  composed  of 
solid  particles  is  the  fact  that  the  former  is 
in  a state  of  dynamic  equilibrium  whereas  usu- 
ally the  latter  is  in  a state  of  static  equilib- 
rium. The  greater  vapor  pressure  of  the 
liquid  droplets  means  that  a process  of  evap- 
oration is  constantly  taking  place.  Thus  the 
diameter  of  any  single  liquid  droplet  is  not 
fixed.  That  the  vapor  pressure  of  the  liquid 
itself  is  dependent  on  the  diameter  of  the  drop 
is  shown  in  the  following  equation. 


where 

P= vapor  pressure  over  a convex  surface 
Po= vapor  pressure  over  a flat  surface 
7 = surface  tension  of  the  liquid 
M=  molecular  weight  of  the  vapor 
r= radius  of  the  drop 
p = density  of  the  liquid 
/?=gas  constant 
T = absolute  temperature 

From  this  equation  it  is  seen  that  small 
drops  may  have  considerably  higher  vapor 
pressures  than  larger  droplets.  As  a conse- 


quence, the  smaller  droplets  are  evaporating 
more  rapidly  than  the  larger  ones.  If  a con- 
dition of  equilibrium  exists  and  the  air  is  satu- 
rated with  the  vapor  of  the  liquid,  it  may  be 
said  that  the  larger  droplets  will  grow  in  di- 
ameter at  the  expense  of  the  smaller  ones. 
Because  of  the  small  size  of  the  liquid  drop- 
lets, this  condition  of  equilibrium  is  rapidly 
attained. 

The  choice  of  sampling  instrument  becomes 
a matter  of  utmost  importance  and  must  be 
considered  with  extreme  care  inasmuch  as  the 
conditions  which  exist  during  the  course  of 
sampling,  and  after  collection,  are  seldom  the 
same  as  those  in  the  exposure  chamber.  In 
particular  the  time  lapse  between  the  collec- 
tion of  the  sample  and  the  examination  or 
analysis  must  be  kept  to  a minimum. 

In  the  examination  of  a sample  collected 
from  a liquid  aerosol  manj^  common  analytical 
techniques  must  be  excluded.  For  instance,  the 
electron  microscope  is  not  applicable  to  this 
type  of  sample.  If  the  sample  has  been  col- 
lected on  a glass  microscope  slide  for  optical 
examination,  care  must  be  taken  that  no  film 
exists  on  the  surface  of  the  glass  slide  which 
would  alter  the  contact  angle  of  the  droplets 
on  the  clean  glass.  Because  of  the  extreme  dif- 
ficulties involved  in  optical  examination  of  the 
liquid  droplets  other  analytical  techniques  are 
often  preferable. 

The  cascade  imj)actor  {33)  may  be  useful 
in  this  situation  in  conjunction  with  a rapid 
colorimetric  method  for  the  determination  of 
the  mass  of  licpiid  collected  on  each  of  the  im- 
pactor  stages.  The  newer  light-scattering  tech- 
niques may  also  be  useful  for  determining 
concentrations  of  liquid  aerosols  once  the  in- 
strument has  been  calibrated.  IVhen  the  cas- 
cade impactor  is  used  along  with  a chemical 
analytical  technicpie,  the  background  or  nuis- 
ance dust  does  not  interfere  with  the  determi- 
nation. However,  with  the  light-scattering 
techniques  the  background  dust  contributes  di- 
rectly to  the  amount  of  light  scattered  by  the 
liquid  aerosol  and  thus  must  be  discounted. 

Characteristics  of  Vapors  and  Gases 

Of  the  three  states  of  matter  the  gaseous 
state  presents  fewest  diiliculties  in  the  mainte- 
nance of  animal  inhalation  exposure  levels. 
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The  problems  which  arise  are  usually  asso- 
ciated with  the  chemical  characteristics  of  the 
noxious  agent  rather  than  with  its  physical 
state. 

After  the  contaminant  has  been  thoroughly 
mixed  with  the  diluting  air  to  form  the  cham- 
ber atmosphere,  it  may  be  assumed  that  a sta- 
ble condition  exists.  The  contaminant  is  mo- 
lecularly  dispersed  in  the  air  of  the  chamber 
atmosphere  and  the  problem  of  uniformity  of 
distribution  throughout  the  volume  of  the 
chamber  is  greatly  simplified. 

If  the  distribution  of  the  air  itself  through- 
out the  chamber  can  be  assumed  to  be  satis- 
factory, which  can  readily  be  determined  by 
the  introduction  of  phosphorus  trichloride 
fumes,  the  gaseous  contaminant  may  also  be 
assumed  to  be  uniformly  distributed. 

None  of  the  factors  which  contribute  to  the 
loss  of  solid  or  liqiiid  particulates  from  the 
atmosphere  affects  the  gaseous  contaminant. 
The  only  mechanisms  causing  the  depletion  of 
the  gaseous  contaminant  are  chemiadsorption 
reactions  characteristic  of  the  particular  con- 
taminant. Such  reactions  may  constitute  a 
significant  reduction  in  the  ambient  concentra- 
tion of  the  test  agent.  To  this  end,  it  may  be 
necessary  to  analyze  carefully  the  gaseous  con- 
taminant before  and  after  its  residence  in  the 
chamber.  It  may  also  be  necessary  to  deter- 
mine whether  the  agent  has  been  changed 
chemically  by  air  oxidation  or  hydrolysis,  and 
to  establish  the  exact  nature  of  the  material 
to  which  the  animals  are  being  exposed.  This 
may  often  be  done  conveniently  with  infrared 
spectrophotometry  by  making  a direct  com- 
parison of  the  absorption  spectra  of  the  parent 
material  and  the  diluted  material.  If  the  in- 
terest of  the  experiment  lies  in  a particular 
functional  group  a simple  chemical  test  for  this 
functional  group  may  suffice.  Should  it  be 
found  that  appreciable  decrease  in  concentra- 
tion of  the  agent  has  occurred  for  any  of  the 
above  reasons,  increasing  the  flow  rate  to  com- 
pensate for  the  loss  is  the  remedy. 

If  the  exposure  is  to  be  to  one  of  the  more 
common  gases,  it  may  be  possible  to  purchase 
the  gas  in  the  liquefied  state  in  a pressure  tank. 
If  this  is  possible  a pressure  reducing  valve, 
a needle  valve,  and  a flowmeter  are  all  that  is 
necessary  to  inject  a measured  amount  of  the 
gas  into  the  chamber  air  supply.  It  is  still 


necessary,  however,  to  sample  the  chamber  at- 
mosphere in  the  breathing  zone  of  the  animals 
to  establish  the  actual  concentration  of  the 
contaminant  to  which  they  are  exposed. 

Physical  Environment 

In  carefully  performed  inhalation  toxicity 
studies  the  physical  environment  of  the  ani- 
mals assumes  a position  of  impoi’tance  equal 
to  the  careful  control  of  the  concentration  and 
size-distribution  of  the  test  agent. 

At  high  temperatures  and  humidities  the 
respiratory  pattern  of  the  animals  will  be 
changed  from  the  normal  slow  rate  of  breath- 
ing and  deep  inhalation  to  the  rapid  panting 
and  shallow  breathing  often  seen  in  dogs  at 
elevated  temperatures  and  humidities.  This 
will  alter  the  tidal  volume  of  the  animals  and 
thus  affect  the  amount  of  air  contaminant  in- 
haled and  retained  in  the  lungs.  It  will  also 
seriously  affect  the  pattern  of  deposition  of 
the  contaminant  in  the  lung  by  x^reventing 
jDenetration  into  the  lower  lobes,  resulting  in  a 
considerable  portion  of  lung  unexx30sed  to  the 
contaminant.  The  result  of  this  altered  res- 
f)iratory  pattern  will  vaiy  from  species  to  sj)e- 
cies  and  will  dei^end  on  the  characteristics  of 
the  inhaled  substance. 

Unless  the  effects  of  the  j^hysical  environ- 
ment on  the  exj:)osed  animal  are  being  studied 
sp»ecifically,  the  temperature  and  liumidity 
conditions  in  the  inhalation  chamber  should 
duplicate  as  nearly  as  possible  the  conditions 
for  normal  animal  comfort.  Rats  and  mice 
thrive  best  at  temx:>eratures  somewhat  greater 
than  that  for  dogs  and  rabbits.  A range  of 
temxjerature  from  75°  to  80°  F.  (21°  to  23°  C.) 
and  a relative  humidity  of  about  50  pei-cent 
are  a reasonable  coinx^romise.  The  metabolic 
heat  generated  by  the  animals  and  the  mois- 
ture added  to  the  air  are  both  aiq:>reciable, 
even  when  the  metabolic  state  of  the  animals 
apxDi’oaches  the  basal  condition. 

In  a j:)revious  discussion,  under  design  con- 
siderations, it  was  j:)ointed  out  that  tlie  nor- 
mal animal  conq)lement  in  a 115-cnbic  foot 
chamber  develops  a metabolic  heat  load  of  al- 
most 500  kg.  cal/hr.  and  approximately  4,000 
grains  of  water  j^er  hour  are  added  to  the 
chamber  atmosi)here.  It  Avas  shown  that  a 
Vo-ton  refrigeration  unit  would  be  required  to 
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Figure  22.  Fluctuations  in  temperature  at  locations 
in  chamber  system  shown  in  figure  15  (letters 
A-G)  during  a typical  operating  day. 


cool  and  deliumidify  such  a chamber  atmos- 
phere to  maintain  reasonable  control  of  the 
temperature  and  humidity.  Figure  22  shows 
the  temperatures  found  at  various  positions  in 
the  chamber  system  during  a typical  operating 
day. 

From  the  viewpoint  of  the  toxicologist  it  is 
not  enough  that  he  be  assured  that  a given 
chamber  is  operating  normally.  Ffe  must  as- 
sure himself  that  the  conditions  are  satisfac- 
tory by  actual  measurement  and  recording  of 
these  observations.  The  temperature  within 
the  chamber  can  be  measured  simply  and  accu- 
rately by  hanging  a thermometer  inside  so 
that  it  can  be  read  from  the  outside  through  a 
window  or  sampling  port.  Dial-reading  re- 
mote thermometers  may  conveniently  be  in- 
stalled, but  as  with  all  more  complicated  indi- 
cators they  should  be  checked  pex'iodically 
against  the  primary  standard,  the  mercury 
thermometer. 

The  wet-and-dry-bulb  psychrometer  is  the 
primary  standard  for  measuring  relative  hu- 
midity. Many  more  convenient  secondary  in- 
struments are  available  but  all  of  them  de- 
pend on  some  phenomenon  such  as  the  expan- 
sion and  contraction  of  human  hair,  or  the 
electrical  conductivity  of  a hygroscopic  ce- 
ramic surface.  The  sensing  elements  of  these 
instruments  soon  adsorb  films  of  the  agent 
under  test  and  animal  byproducts,  and  thus 
become  unreliable. 

The  only  reliable  instrument,  therefore,  is 
the  wet-and-dry-bulb  psychrometer  which  can 


be  inserted  through  a sampling  port  and  read 
several  times  a day.  If  the  psychrometer  is 
mounted  inside  the  chamber  it  must  be  checked 
frequently  to  determine  that  the  Avet  bulb  is 
actually  saturated  with  water.  The  knitted 
boot  of  the  wet  bulb  should  be  cleaned  at 
least  once  a week  and  the  psychrometer  should 
be  checked  against  a standard,  kept  clean,  and 
in  another  room  separated  from  the  animal 
quarters. 

Eecording  thermometers  and  hydrometers 
are  available  and  serve  well  if  their  accuracy 
is  checked  frequently  against  the  primary 
standards.  They  are  usually  equipped  with  a 
21-hour  clock  motor  and  have  the  additional 
advantage  that  the  chart  serves  as  a perma- 
nent record  of  chamber  conditions  to  which 
can  be  added  other  daily  chamber  data.  Usu- 
ally only  a portion  of  the  24  hours  is  used; 
accordingly  a strip  chart  that  can  be  stopped 
when  the  chamber  is  not  in  use  is  more  eco- 
nomical than  the  more  common  circular  chart. 

Another  as^Aect  of  the  physical  environment 
of  the  animals  that  should  be  considered  is  the 
air  pressure  maintained  in  the  chamber.  It  is 
customary  to  operate  exposure  chambers  at  a 
slightly  negative  pressure.  If  there  is  a small 
leak  in  the  chamber,  it  is  thus  assured  that 
room  air  Avill  flow  into  the  chamber  rather 
than  the  noxious  agent  flowing  outAvard  into 
the  room. 

The  negative  pressure  required  is  obtained 
by  exhausting  air  from  the  chamber  at  a 
slightly  greater  rate  than  it  is  supplied.  The 
chambers  are  ordinarily  almost  airtight  so  that 
this  differential  adjustment  of  pressure  is 
rather  critical.  In  practice,  a tenth  of  an  inch 
of  water  has  been  found  to  be  an  ample  nega- 
tive pressure  to  maintain  and,  with  the  cham- 
ber air  supply  adjusted  to  the  desired  airflow, 
the  exhaust  valve  is  merely  adjusted  to  give 
the  desired  0.1 -inch  pressure  within  the  cham- 
ber. 

The  construction  of  a satisfactory  gauge  sen- 
sitive to  such  a small  pressure  differential 
posed  several  problems.  The  ordinar}"  water 
manometer,  eA^en  Avhen  inclined  to  an  angle  of 
20°  can  be  read  only  Avith  difficulty  and  as  the 
water  becomes  contaminated  it  will  often  not 
reproduce  a reading  within  the  limits  of  a 
tenth  of  an  inch.  The  most  successful  gauge 
has  been  found  to  be  a diaphragm,  mechani- 
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cal-linkage,  type  which  is  sensitive  to  0.01  inch 
of  water  pressure  changes  and  can  be  read 
easily  to  this  same  pressure  (hi). 

Some  variation  in  chamber  pressure  is  un- 
avoidable while  the  airflow  is  being  adjusted 
but  continued  operation  at  either  high  nega- 
tive or  positive  pressures  should  not  be  per- 
mitted; the  latter,  because  of  the  obvious  haz- 
ard of  exposing  personnel,  and  the  former,  to 
avoid  animal  damage,  and  finally,  in  either 
instance,  to  insure  that  conditions  simulate 
those  of  normal  human  working  conditions. 

Chemical  Environment 

Factors  of  concern  in  the  chemical  environ- 
ment are,  in  general,  and  in  order  of  decreas- 
ing importance,  oxygen,  carbon  dioxide,  and 
ammonia.  Oxygen  content  of  the  exposure  at- 
mosphere should  be  maintained  at  the  normal 
20-percent  value.  If,  for  economical  use  of 
the  test  agent,  flow  rates  through  the  cham- 
ber must  be  reduced,  this  reduction  should  not 
result  in  an  atmospheric  content  of  oxygen  be- 
low 15  percent. 

Similarly,  airflow  rates  should  not  be  such 
as  to  permit  increases  in  carbon  dioxide  to 
reach  levels  that  alter  the  respiratory  pattern 
of  the  animals  with  its  resultant  effect  on  in- 
take of  the  test  agent. 

With  sluggish  air  change,  ammonia  liber- 
ated from  animal  excreta  can  similarly  accu- 
mulate to  undesirable  levels.  Ammonia,  even 
more  than  carbon  dioxide,  may  be  undesirable 
for  two  reasons.  Kespiratory  patterns  can  be 
altered  appreciably  by  ammonia.  And  like 
■carbon  dioxide,  ammonia  through  chemical 
combination  with  an  appropriate  test  agent 
may  alter  the  response  of  the  reagent  under 
test.  The  degree  of  the  effects  is  dependent  on 
the  level  at  which  the  test  agent  is  used;  at 
air  pollution  levels,  for  example,  inadequate 
control  of  carbon  dioxide  and  ammonia  con- 
centrations could  vitiate  the  results  of  an  en- 
tire study. 

Sampling 

In  the  discussion  concerning  factors  involved 
in  the  loss  of  the  contaminant  from  the  cham- 
ber atmosphere  it  was  shown  that  the  only 
reliable  estimate  of  the  concentration  of  test 
agent  in  the  chamber  atmosphere  is  obtained 


by  sampling  near  the  breathing  zone  of  the 
animals.  This  sampling,  however,  must  be 
done  with  a suitably  selected  instrument  and 
a technique  capable  of  furnishing  the  infor- 
mation with  the  desired  accuracy. 

Not  all  of  the  available  air-sampling  instru- 
ments will  be  described;  these  instruments  and 
instructions  for  their  calibration  and  use  are 
given  in  a number  of  standard  texts  on  in- 
dustrial hygiene  and  air  pollution  25.  31^). 
Most  of  these  instruments  have  been  used  in 
this  laboratory  at  one  time  or  another  but  two 
of  them,  the  midget  impinger  and  the  filter 
paper  dust  sampler,  have  been  generally  found 
useful  and  are  adaptable  to  most  sampling- 
needs. 

The  midget  impinger  {35)  is  an  all -glass 
apparatus  through  which  air  is  sampled  at 
high  velocity  and  imjiinged  from  a jet  onto 
the  flat  glass  bottom  of  the  flask  which  is  cov- 
ered by  the  absorption  medium,  usually  water. 
The  dust  particles  are  momentarily  arrested 
by  the  impingement  process,  wetted  by  the 
liquid,  and  thus  trapped.  The  flow  rate  of  0.1 
cubic  foot  per  minute  is  critical  since  the  air 
must  pass  through  the  jet  at  near  sonic  ve- 
locity. The  dimensions  of  the  jet  and  its  dis- 
stance  from  the  impingement  plate  are  like- 
wise critical. 

The  collecting  efficiency  of  the  impinger  has 
been  investigated  both  theoretically  and  exper- 
imentally by  Davies,  Aylward,  and  Leacey 
{33)  and  found  to  decrease  rapidly  for  ])ar- 
ticles  smaller  than  0.1  fx  in  diameter.  iMany 
gases  that  are  soluble  in  the  absorbent  are  col- 
lected with  high  efficiency  so  that,  in  some  in- 
stances, this  instrument  will  often  outperform 
the  classical  fritted  bubblers. 

Probably  the  most  useful  sampling  instru- 
ment for  particulates  is  the  brass  filter  paper 
holder  shown  in  figure  23.  The  original  draw- 
ing for  this  sampler  was  made  by  Laskin  at 
the  University  of  Rochester  Atomic  Energy 
Project,  but  similar  models  were  used  for  many 
years  px-eviously  bj^  Fairhall  and  Sayers  {3(1), 
and  others.  The  addition  of  the  100-mesh 
suppox’ting  screexx  which  permits  the  xise  of 
the  Millipox’e  filter  was  made  by  iNlarsh  of  this 
laboratory. 

When  the  Millipox-e  filter  is  used,  a sampling 
rate  of  0.1  cxibic  foot  (2.7  liters)  per  minute  is 
convenient.  This  permits  the  same  pump  to 
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Figure  23.  Brass  filter-paper  sampling  head. 

Note;  Filter  paper  or  Millipore  filter  is  placed 
between  the  brass  ring  and  the  supporting  screen. 


be  used  as  a source  of  suction  for  either  the 
impinger  or  the  filter  sampler.  When  filter 
paper  is  used,  a flow  rate  of  approximately  18 
liters  per  minute  is  required  to  produce  a face 
velocity  of  100  linear  feet  per  minute  through 
the  0.786-inch2  filter  (1.0  in.  diameter).  This 
face  velocity  has  been  shown  to  be  most  efficient 
for  the  retention  of  small  particles  by  filter- 
paper  media  {37). 

Whatman  paper  No.  41  has  been  found  to 
be  a surprisingly  efficient  medium  for  air  sam- 
pling even  for  small  particles  (O.lp,).  Com- 
parison with  the  Millipore  filter,  which  can  be 
accepted  to  approach  100  percent  efficiency, 
indicated  an  efficiency  of  97  percent  for  this 
analytical  grade  paper  {38). 

This  type  of  paper  has  been  used  to  deter- 
mine the  mass  concentration  of  an  aerosol  in 
a chamber  by  merely  weighing  the  filter  be- 
fore and  after  sampling.  In  most  cases,  how- 
ever, the  filter  is  extracted  or  digested  and  a 
more  specific,  colorimetric  chemical  determi- 
nation is  made. 

The  Millipore  filter  lends  itself  readily  to 
chemical  procedures  because  of  the  high  de- 
gree of  purity  of  the  filter.  Being  less  hygro- 
scopic than  paper,  it  is  better  suited  to  direct 
weight  determination  of  mass. 

If  particle-size  analyses  are  desired,  tech- 
niques have  been  described  using  the  Millipore 


filter  sample  for  both  optical  {39)  and  elec- 
tron microscopy  {Jf.0-Ji2).  It  is  also  useful  for 
X-ray  diffraction  analysis  of  samples,  provid- 
ing less  background  than  the  usual  technique 
which  involves  spreading  the  sample  on  glass 
slides  {^3). 

It  is  convenient  to  have  a source  of  suction, 
such  as  an  extension  of  the  laboratory  vacuum 
line,  available  at  the  chamber  control  panel 
along  with  a pressure  gauge  and  a flowmeter 
having  a range  up  to  about  20  liters  per  min- 
ute. 

An  equally  convenient  alternative  is  a porta- 
ble unit  consisting  of  a vacuum  pump,  flow- 
meter, pressure  indicator,  and  a timer  which 
can  be  set  to  turn  off  the  pump  after  the  de- 
sired sampling  time.  This  unit  when  built 
into  a box  about  the  size  of  an  8-inch  cube  can 
be  easily  carried  from  chamber  to  chamber. 
A small  diaphragm-type  pump  which  delivers 
0.1  cfm  through  both  the  impinger  and  Milli- 
pore filter  has  been  found  to  be  satisfac- 
tory {E). 

Standard  Sampling  Procedures 

A knowledge  of  the  technical  aspects  of 
sampling  is  of  the  iitmost  importance  for  de- 
termining the  actual  chamber  concentration  at 
any  given  time.  Thus  a thorougli  understand- 
ing of  the  instrument  used,  and  the  technique 
to  be  followed,  must  be  assumed. 

The  collected  data  will  yield  a valid  picture 
of  the  performance  of  the  chamber  over  a long 
period  of  time  only  if  a well  organized  and 
integrated  program  of  sampling  has  been  fol- 
lowed. To  encourage  uniformity,  general  sug- 
gestions have  been  issued  to  guide  the  project 
leaders  as  well  as  the  chamber  operators.  It  is 
felt  that  the  following  instructions  are  self- 
explanatory  and  may  emphasize  some  impor- 
tant points  that  deserve  consideration. 

VecfZ  /or  Standardhatiun 

Standard  procedure.s  of  sanipling  the  c-liambers  are 
necessary  for  the  following  reasons : 

1.  To  assure  proper  weighting  of  the  concentration 
values  in  calculating  the  average  concentration  daily, 
weekly,  and  for  the  entire  exposure. 

2.  To  assure  uniformity  so  that  the  same  techniques 
are  used  in  all  experiments  for  any  substance  at  dif- 
ferent exposure  levels. 

3.  To  afford  a set  procedure  which  will  serve  in 
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emergencies  when  specific  instructions  from  the  proj- 
ect leader  cannot  be  obtained. 

4.  To  enable  the  project  leader  and  section  chief  to 
be  informed  completely  on  the  procedures  in  use. 

Specific  Instructions 

1.  Samples  should  be  taken  at  specified  and  unifoi’m 
intervals  throughout  the  exposure  day  as  determined 
by  the  project  leader.  The  time  of  sampling  should 
be  noted  on  the  daily  worksheet  (fig.  24)  along  with 
the  data  on  flow  rate,  length  of  time  of  sample,  com- 
ments on  general  appearance  of  sample,  and  an  esti- 
mation of  the  chamber  concentration. 

2.  If  a sample  deviates  appreciably  from  the  nor- 
mal, a repeat  sample  should  be  taken  immediately 
and  the  record  clearly  marked  Repeat  Sample.  Such 
repeat  samples  will  not  he  included  when  computing 
the  average  concentration  unless  they  are  obviously 
more  representative  of  the  overall  concentration  than 
the  normal  sample. 

3.  If  the  repeat  sample  also  deviates  from  the  nor- 
mal, allow  time  for  the  chamber  to  return  to  equi- 
librium and  sample  again  at  next  specified  time.  If 
sample  is  low,  check  feed  mechanism  to  see  if  it  is 
operative. 

4.  If  the  chamber  concentration  continues  to  devi- 
ate from  the  normal  over  a 2-hour  period  ask  the 
advice  of  the  project  leader.  If  this  is  not  possible, 
make  minor  adjustments  to  the  chamber  airflow  to 
attempt  to  return  the  concentration  to  the  desired 
levei.  Note  in  detail  on  the  worksheet  any  such  ad- 
justments made  and  the  results. 

5.  Take  as  many  repeat  samples  as  necessary,  but 
be  sure  to  mark  them  as  such  on  the  worksheet. 

6.  If  the  chamber  concentration  deviates  more  than 
50  percent  from  the  desired  level,  and  advice  is  not 
available,  stop  the  exposure  and  remove  the  animals 
from  the  chamber  on  the  basis  that  it  is  better  to 
lose  an  exposure  day  than  to  ruin  the  entire  experi- 
ment. An  uncontrollable  variation  of  more  than  four 
or  five  times  the  normal  daily  deviation  should  be 
suspect. 

7.  Filter  paper  samples  are  normally  taken  at  a 
sampling  rate  of  18  liters  per  minute  (14.5  on  flow- 
meter). Millipore  filter  samples  and  midget  impinger 
samples  are  taken  at  2.7  liters  per  minute  (8.0  on 
flowmeter).  These  sampling  rates  should  not  he 
changed  except  on  specific  instructions  from  the  proj- 
ect leader  and  then  the  changes  should  be  noted 
clearly  on  the  worksheet. 

8.  Never  take  a sample  less  than  30  minutes  after 
the  chamber  feed  has  been  started. 

9.  At  each  sampling  time  check  all  other  chamber 
controls  and  readings,  and  record  at  least  once  a day. 
The  chambers  should  be  maintained  at  approximately 
0.1  inch  of  water,  negative  pressure.  Under  no  cir- 
cumstances allow  the  chambers  to  operate  under  a 
positive  pressure. 

10.  Samples  are  taken  routinely  at  the  breathing 
zone  of  the  animals  with  the  sampling  head  attached 
to  a short  copper  tube  and  extending  12  to  18  inches 
inside  the  chamber  wall. 


11.  Occasionally  simultaneous  samples  should  be 
taken  in  the  exhaust  duct  and  at  the  normal  sam- 
pling position  to  serve  as  a check  on  excessive  losses 
and  nonuniform  distribution  in  the  chamber.  Once 
or  twice  weekly  should  be  sufficient. 

12.  Once  a week  an  all-day  sample  should  be  taken 
in  the  control  chamber  and  on  another  day  an  all-day 
sample  of  the  room  air  in  the  exposure  room.  These 
will  serve  as  a check  on  leakage  from  the  chamber, 
and  establish  the  background  of  exposure  for  the  con- 
trol animals  and  of  personnel.  All  of  these  samples 
should  be  clearly  marked  and  filed  with  the  perma- 
nent chamber  record. 

13.  IVhen  the  chambers  are  started  in  the  morning 
make  sure  that  the  water  in  the  scrubbing  column 
behind  each  chamber  is  turned  on  as  well  as  the  Pre- 
cipitron  unit  in  the  central  exhaust  system.  Turn 
these  off  when  the  chambers  are  shut  down. 

The  above  instructions  should  serve  as  a 
guide  to  be  followed  when  individual  samples 
are  taken  by  the  chamber  operator.  It  has 
been  the  custom  in  this  laboratory  to  take 
hourly  samples,  or  five  samples  during  a 6-hour 
exposure.  These  samples  may  be  analyzed  by 
the  chamber  operator  following  a simplified 
routine  procedure  or  turned  over  to  the  ana- 
lytical laboratory  for  a more  detailed  evalua- 
tion involving  X-ray  diffraction  anah’sis,  in- 
frared determinations,  or  other  analytical 
procedures. 

In  any  event  there  may  be  a considerable 
time  lapse  between  the  taking  of  the  sample 
and  delivery  of  the  results.  Thus  the  sam- 
ples may  serve  rather  as  a record  of  the  condi- 
tions that  xirevailed  in  the  chamber  than  as  an 
effective  means  of  control.  Automatic  sam- 
pling devices  may  serve  more  effectivel,v  as  a 
means  of  controlling  chamber  concentration. 

Automatic  Sampling  Devices 

There  are  a number  of  instruments  available 
that  can  measure  continuously  and  directly  the 
concentration  of  a contaminant  in  the  atmos- 
phere. If  this  cannot  be  done  directly  in  a 
particular  case  an  instrument  can  usually  be 
modified  to  accomplish  the  purpose  by  indirect 
means.  One  such  instrument  is  the  Thomas 
Autometer  (44)  which  continuously  analyzes 
and  records  the  atmospheric  concentration  of 
sulfur  dioxide.  By  merely  changing  the  re- 
agents this  instrument  could  be  made  to  meas- 
ure at  least  empirically  a number  of  other 
chemical  vapors. 
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There  is  a continuously  operating  residual 
chlorine  recorder  which  is  used  by  water  de- 
partments to  determine  trace  amounts  of  chlo- 
rine at  various  distances  from  the  chlorination 
plant.  The  chamber  atmosphere  could  be  bub- 
bled through  a constantly  flowing  stream  of 
water  and  the  resulting  solution  analyzed  by 
a modification  of  this  instrument. 

The  great  interest  in  air  pollution  has  led  to 
the  development  of  automatic  and  recording 
analyzers  for  oxidants  and  several  other  at- 
mospheric contaminants  which  may  be 

useful  to  record  the  concentration  of  ozone  or 
other  substance  to  which  the  animals  are  be- 
ing exposed. 

The  adaptation  of  these  instruments  to 
chamber  work  is  greatly  simplified  by  the  fact 
that  the  only  impurity  ordinarily  found  in  the 
chamber  atmosphere  is  the  contaminant  which 
has  been  added.  Also  the  instrument  need  not 
give  direct  readings  but  can  be  calibrated  em- 
pirically by  exact  chemical  methods  and  a 
reading  that  is  only  proportional  to  the  con- 
taminant concentration  may  be  wholly  satis- 
factory. 

For  particulate  material  there  is  available 
commercially  a light-scattering  photometer 
which  measures  the  light  scattered  by  the  par- 
ticles under  dark  field  illumination  by  means 
of  a photoelectric  cell  and  a logarithmic  am- 
plifier {F).  This  instrument  has  been  used 
successfully  to  monitor  the  concentration  of 
airborne  silica  particles  over  a 2-year  period, 
the  chemical  analysis  of  which  would  have 
involved  a long  and  tedious  procedure. 

Newer  electronic  instruments  based  on  simi- 
lar principles  have  recently  been  developed 
and  have  much  greater  stability  and  sen- 
sitivity so  that  instrumental  error  is  negligi- 
ble and  erroneous  response  practically  impos- 
sible. 

Instruments  of  the  type  mentioned  above 
may  be  considered  expensive,  ranging  from 
$500  to  $2,500  in  cost,  but  the  cost  can  be 
amortized  rapidly  when  account  is  taken  of 
the  time  spent  by  a skilled  chemist  analyzing 
the  five  routine  samples  daily  and  the  equip- 
ment and  reagents  that  are  used. 

In  addition  to  the  economic  considerations, 
there  are  certain  other  advantages  in  the  use 
of  physical  instruments  that  inevitably  point 


to  their  assuming  a prominent  position  as  the 
science  of  inhalation  toxicology  continues  to 
grow.  The  immediate  response  of  these  in- 
struments enables  the  operator  to  know  at  all 
times  the  concentration  in  the  chamber  and 
therefore  make  the  adjustments  necessary  to 
maintain  the  desired  concentration.  The  in- 
strument chart  showing  the  chamber  concen- 
tration becomes  a part  of  the  permanent  rec- 
ord of  the  experiment. 

But  probably  the  most  important  offering 
of  the  direct-reading  instruments  is  that  their 
instantaneous  response  pi’ovides  a means  for 
developing  automatic  control  of  the  chamber 
feeds.  This  is  the  natural  result  of  instru- 
mentation and  will  be  the  next  important  de- 
velopment in  the  design  of  animal  inhalation 
exposure  chambers. 

Warning  Devices 

The  importance  of  maintaining  the  desired 
conditions  in  the  chamber  within  known  lim- 
its requires  the  use  of  warning  devices  to  in- 
dicate to  the  operator  if  the  specified  limits 
have  been  exceeded.  With  the  increasing  de- 
pendence on  automatic  sampling  devices  and 
the  decreased  attention  paid  to  the  chamber 
by  the  operator,  these  warning  devices  become 
more  and  more  necessary. 

To  insure  the  maintenance  of  a negative 
pressure  in  the  chamber,  a differential  pres- 
sure switch  may  be  mounted  on  the  chamber 
and  used  to  control  two  lights  {G).  If  the 
pressure  rises  to  less  than  0.1  inch  a red  light 
comes  on.  If  the  negative  pressure  is  greater 
than  0.1  inch  a green  light  indicates  that  the 
chamber  is  operating  satisfactorily.  This 
switch  is  sufficiently  sensitive  that  opening  the 
chamber  door  and  consequent  attainment  of 
atmospheric  pressure  will  cause  the  red  light 
to  come  on  and  remain  on.  Thus  the  operator 
is  also  informed  of  past  deviations  from  nor- 
mal operation. 

The  same  type  of  switch  connected  between 
the  central  exhaust  and  central  air-supply 
ducts  will  immediately  indicate  failure  in 
either  of  these  systems.  This  indicator  should 
control  a bell-alarm  system  rather  than  lights 
because  of  the  seriousness  of  affecting  all  the 
chambers  on  the  line.  The  device  also  pro- 
tects against  inadvertent  turning  off  of  one  or 
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both  main  blowers  by  a contractor  or  tempo- 
rary workman  who  would  not  be  aware  of  the 
gravity  of  such  an  action. 

Similar  devices  might  be  used  to  indicate 
excessive  temperatures  or  malfunctioning  of 
the  air-conditioning  system.  Whatever  device 
is  used  to  give  warning  of  a detrimental  con- 
dition, the  device  should  be  a measure  of  the 
actual  environmental  factor  under  considera- 
tion, such  as  temperature,  pressure,  or  humid- 
ity, and  not  a related  quantity  such  as  elec- 
trical power  consumption,  coil  pressure,  or 
airflow. 

Loading  of  Chambers 

Earlj^  experimenters  placed  their  animals  in 
inhalation  chambers  Avithout  restraint,  allow- 
ing them  to  roam  freely  about  the  floor  of  the 
chamber.  It  is  now  considered  better  practice 
to  place  the  animals  in  separate  cages  no 
larger  than  necessary  to  contain  the  animal 
comfortably.  For  example,  expanded  steel 
mesh  cages  about  18  inches  in  each  dimension 
have  been  found  to  be  satisfactory  for  most 
dogs  and  monkeys.  Eabbits  require  cages 
made  of  i/2‘irich  hardware  cloth  about  9 inches 
by  9 inches  by  15  inches.  Individual  rat  cages 
are  made  of  i/jrhich  liardAvare  cloth  and  are 
about  3 inches  by  3 inches  by  6 inches.  But 
for  convenience  in  handling,  a single  tray  con- 
taining up  to  20  such  enclosures  can  be  fabri- 
cated from  the  four-mesh  screening  reinforced 
with  angles  of  galvanized  sheet  iron.  With 
these  three  cage  sizes  most  species  of  animals 
can  be  accommodated. 

Individual  cages  are  advisable  to  overcome 
the  tendency  of  certain  species  to  nuzzle  into 
each  other’s  fur  and  thus  etfectively  lllter  par- 
ticulates out  of  the  air  that  they  breathe,  also 
to  prevent  fighting  and,  among  some  species, 
cannibalism. 

Normally  the  cages  containing  the  larger 
animals  are  placed  in  the  bottom  layer  Avith 
the  smaller  animals  tiered  above,  separated  by 
board  slats,  and  Avithout  drainage  pans  Avhich 
would  alter  the  dust  distribution  in  the  cham- 
ber atmosphere. 

From  day-to-day  the  positions  of  the  indi- 
vidual animals  in  the  chamber  are  rotated  as 
much  as  possible  to  compensate  for  any  un- 
detected variation  in  air  distribution. 


As  discussed  earlier,  the  body  Amluine  of  the 
animals  placed  in  the  chamber  should  not  ex- 
ceed 5 percent  of  the  total  volume  of  the  cham- 
ber. If  cages  of  the  dimensions  given  above 
are  used  to  contain  the  animals  it  is  found  to 
be  nearly  impossible  to  exceed  this  5 percent. 

In  designing  the  animal  cages,  and  in  fact 
the  chamber  itself  and  all  of  its  associated 
equipment,  consideration  must  be  given  to  the 
safety  of  personnel  and  the  animals.  Sharp 
edges  and  unfinished  sheet-metal  work  should 
be  avoided  since  cuts  and  scratches  from  metal 
contaminated  with  toxic  agents  and  animal 
excreta  may  be  hazardous.  The  chamber  door 
should  be  large  enough  to  proA’ide  easy  access 
and  should  be  padded,  if  necessary,  to  prevent 
injury  to  the  head,  fingers,  arms,  or  back  of  the 
person  loading  it.  Carts  and  dollies  used  to 
move  the  animals  from  their  living  quarters  to 
the  chamber  should  be  of  sufficient  height  so 
that  the  Avorkers  Avill  find  bending  reduced  to  a 
minimum,  thus  decreasing  the  incidence  of  fa- 
tigue and  loAv  back  injuries. 

Before  beginning  an  exposure,  the  time  re- 
quired to  clear  the  chamber  of  the  toxic  mate- 
rial should  be  calculated  or  determined  by  ac- 
tual measurement.  The  operator  should  not 
open  the  door  to  remoA’e  the  animals  until  the 
calculated  time  has  elapsed  after  stopping  the 
dust  feed.  Tlnis,  uuAvarranted  exposure  of  the 
operator  can  be  eliminated. 

Records 

The  methods  used  for  recording  data  Avill 
vary  Avith  each  laboratory  according  to  the 
custom  and  experience  of  the  iiersonnel.  Some 
of  the  forms  and  methods  used  in  tliis  labora- 
tory Avill  l)e  discussed  and  may  serve  as  a guide 
to  ueAvcomers  in  tlie  field. 

For  short-term  exjAosiires  (30  days  or  less) 
the  daily  Avorksheet  shoAvn  in  figure  24  is  kept 
on  a shelf  beside  the  chamber  and  (he  entries 
ai'e  made  as  the  sample  is  taken.  These  sheets 
are  punched  for  insertion  in  a looseleaf  note- 
book. When  an  occasion  arises  to  refer  to  a 
study  after  it  has  been  completed  thei-e  is  no 
substitute  for  having  the  original  worksheets 
on  file.  For  long-term  studies  (more  than  30 
days)  a mimeographed  .stencil  may  be  cut  and 
this,  or  a more  appropriate  form  imj)rinted  on 
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Figure  24.  Daily  worksheet  for  recording  sampling  data  and  operating  conditions. 
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the  pages  of  a bound  record  book,  may  be 
used  to  record  the  samples  sent  from  the 
chamber  to  the  analyst’s  bench  and  back  to 
the  chamber. 

The  chamber-data  sheets,  one  of  which  is 
shown  in  figure  25,  constitute  a permanent 
record  of  the  entire  experiment.  Each  day  the 


results  from  the  daily  worksheets  are  entered, 
giving  the  average  concentration  and  the  range, 
as  well  as  the  species-by-species  record  of  the 
number  of  animals  placed  in  the  chamber  and 
the  number  of  deaths  occurring  during  the 
exposure  that  day.  For  convenience  the  ani- 
mal species  are  coded  numerically.  A column 
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Figure  25.  Chamber  data  sheet. 
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; All  data  rerjuircd  by  the  toxicologist  are  recorded  on  this  form  to  serve  as  a ])ermanent  record  of  ex]3osiiro  of  animals, 


is  also  provided  for  recording  information  on 
items  such  as  chamber  breakdowns,  accidents, 
special  treatment  of  animals,  and  unusual  ani- 
mal behavior. 

From  this  sheet  the  toxicologist  and  path- 
ologist make  their  evaluation,  and  therefore 
the  need  for  accuracy,  completeness,  and  neat- 
ness cannot  be  overemphasized. 

It  has  been  the  custom  in  this  laboratory  to 
make  photostatic  copies  of  these  sheets  and  to 


distribute  them  among  the  several  interested 
workers,  project  leader,  and  section  chief  for 
each  to  study  and  file.  When  automatic  or 
recording  instruments  are  used  to  monitor  the 
chambers,  the  charts  yielded  by  the  instru- 
ments are  evaluated  and  the  results  entered  on 
the  chamber  data  sheet  as  soon  as  possible. 
The  charts  are  then  filed  by  the  project  leader 
along  with  the  daily  worksheets  and  other  in- 
formation or  procedures  pertinent  to  the  study. 


IV.  Review  of  Literature 


Controlled  animal  inhalation  exposure  stud- 
ies were  described  as  early  as  1865  by  Eulen- 
berg  {13),  who  used  a cubical  wooden  cham- 
ber, 12%  inches  on  a side  with  two  glass  walls, 
for  the  exposure  of  small  laboratory  animals 
to  high  concentrations  of  numerous  toxic  and 
asphyxiant  gases.  The  inner  walls  of  the 
chamber  were  coated  with  varnish  which  con- 
tained rubber.  Auxiliary  equij^ment  used  in- 
cluded a gasometer  for  measuring  flow  rates 
and  a manometer  for  measuring  chamber  pres- 
sure. The  airflow  was  driven  by  water  dis- 
placement. 

In  1875-76  von  Jns  {llf)  reported  the  use  of 
a carefully  designed  chamber  for  dust  expo- 
sure of  small  laboratory  animals.  The  cham- 
ber was  a total-enclosure  type  20  cm.  by  20  cm. 
by  10  cm.  The  dust  feed  was  an  ingenious 
arrangement  of  a mechanical  shaker  on  a dust- 
filled  funnel,  from  which  the  dust  was  dis- 
persed by  a motor-driven  bellows  into  the  ex- 
posure chamber.  The  chamber  was  used  to 
study  the  effects  of  the  inhalation  of  diatoma- 
ceous  earth. 

Lehmann  and  his  associates  published  nu- 
merous articles  on  iidialation  toxicity.  The  first 
work  was  done  at  the  Hygienic  Institute  in 
Munich,  and  the  bulk  of  the  work  at  the  Hy- 
gienic Institute  of  Wiirzburg.  The  first  paper 
in  the  series,  by  Lehmann  (15)  in  1886,  pre- 
sented an  illustration  and  description  of  an 
exposure  apparatus.  The  chamber  was  rec- 
tangular with  glass  walls,  and  was  used  for 
the  dynamic  exposure  of  cats,  rabbits,  guinea 
pigs,  and  frogs.  Although  the  exact  size  of 


the  chamber  was  not  given,  its  volume  was  ap- 
parently about  200  liters.  A metered  airflow 
of  5 to  50  liters  per  minute  was  used,  the  air 
driven  by  water  displacement. 

Reports  on  inhalation  experiments  by  Leh- 
mann’s group  in  which  exposure  chambers  were 
described  and  illustrated  include  papers  by 
Dubitzki  (16)  in  1911,  describing  an  inhala- 
tion chamber  for  gases;  by  Saito  (IfO)  in  1912, 
describing  a dust  exposure  unit;  by  Lehmann, 
Saito,  and  Majima  (17)  in  1912,  describing  a 
mist  exposure  unit;  and  by  Lehmann  and 
Hasegawa  (18)  in  1913,  describing  an  addi- 
tional gas  and  vapor  exposure  unit. 

Dubitzki  (16)  used  a glass  chamber  formed 
by  placing  two  glass  cylinders  end-to-end,  for 
a study  on  arsenic  hydride.  Innovations  in- 
cluded a circulating  fan  in  the  chamber,  an 
absorption  train  for  the  chamber  exhaust,  and 
an  exhaust  pump  as  the  air  mover. 

Saito  showed  a thorough  appreciation  of  the 
problems  of  dust-chamber  requirements  (ItO) . 
His  apparatus  was  a dynamic  flow,  head-expo- 
sure unit  for  dogs  and  rabbits.  The  airflow 
was  downward  through  a vertical  cylinder 
through  which  the  animal  heads  protruded. 
The  dusty  discharge  air  was  passed  through  a 
scrubber  before  discharge.  In  exi)eriments 
with  white  lead,  concentration  ])roHles  in  the 
exposure  zone  showed  good  uniformity  and 
consistency.  Considerable  attention  was  paid 
to  the  complete  elimination  of  leakage,  to  the 
necessity  of  preexposure,  and  to  the  importance 
of  constant  known  conditions. 

A total-enclosure  exposure  unit  for  exposure 
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to  mists,  described  by  Lehmann,  Saito,  and 
Majima  {17),  was  constructed  from  two  12- 
liter  gdass  cylinders  joined  at  tbeir  open  ends 
and  placed  horizontally.  The  airflow  was  me- 
tered at  the  inlet,  and  the  chamber  concen- 
tration was  sampled  at  two  points,  near  the 
inlet  and  at  the  exhaust. 

Lehmann  and  Hasegawa  {18)  used  the  same 
type  of  glass  chamber  in  Avork  with  nitrogen 
oxides.  The  gas  under  test  was  forced  into 
the  exposure  unit  by  hydrostatic  pressure,  and 
the  exiting  gases  draAA’ii  through  analytical 
scrubbers  by  means  of  a pump.  Metered  air 
of  knoAA’u  contaminant  concentration  AAuas 
passed  through  the  unit.  Attention  aauxs  paid 
to  the  importance  of  chamber  design  and  ac- 
cessories. 

The  crudity  of  some  of  the  subsequent  work 
Avas  in  sharp  contrast  to  that  of  these  early 
inA^estigatoi’s.  In  the  early  work,  and  in  fact 
in  much  of  the  contemporary  AA’ork  on  animal 
inhalation,  a definite  distinction  was  made  be- 
tAA'een  exposures  of  animals  to  particulates  and 
to  gases  because  the  chambers  required  for  dust 
exposures  posed  the  more  difficult  problems  of 
dust  generation,  distribution,  and  control. 

Tlie  chamber  used  by  MaAu-ogordato  for  dust 
exposure  in  1918  {60)  and  the  one  xised  by 
Gardner  in  1920  {51)  AAnre  surprisingly 

crude  in  comparison  AAutli  the  preAUOusly 
described  dusting  chambers  of  von  Jns  {H) 
and  Saito  {Ij-O) . The  later  chambers  contrib- 
uted notliing  of  note  to  animal  inhalation 
chamber  design  or  construction.  A simple 
wooden  box  was  used  by  Mavrogordato  to  ex- 
pose guinea  pigs  to  coal,  shale,  flue,  and  flint 
dust.  A tAvo-bladed  electric  fan  dispersed  the 
material  contained  in  a Avooden  trough.  Dust 
concentrations,  varying  from  27,000  to  15,000 
mg. /in.®,  Avere  determined  by  inserting  a cot- 
ton-plugged  tube  in  the  side  of  the  chamber 
and  AvithdraAving  a volume  of  dusty  air.  The 
chamber  used  by  Gardner  Avas  a box  contain- 
ing animals  on  trays  in  the  upper  portion,  and 
a barrel  of  finely  divided  granite  in  the  bot- 
tom Avhich  Avas  agitated  by  a paddle  Avheel. 
To  compensate  for  the  Aairiation  of  dust  con- 
centration with  location,  the  animals  Avere 
placed  in  different  positions  each  day. 

Marshall  and  Rolls  in  1919  {52)  described 
a total-enclosure  chamber  for  gaseous  exposure 


Avhich  Avas  claimed  to  be  an  improA'ed  version 
of  Lehmann’s  apparatus.  It  Avas  a plasticene 
sealed  glass,  130-liter  box  Avith  a sliding  door 
for  easy  access. 

Lehmann’s  textbook  on  industrial  hygiene 
published  in  1919,  Kurzes  Lehrbuch  der  Ar- 
beits-  und  GeAverbehygiene  {53) , illustrated  on 
page  108  the  dust  inhalation  chamber  of  Saito 
(4-9),  on  page  125  the  droplet  inhalation  ap- 
paratus of  Lehmann,  Saito.  and  iNlajima  {17), 
and  tAvo  gas  and  Anpor  inhalation  chambers. 
One  apparatus  shoAAm  on  page  134  Avas  a modi- 
fication of  Lehmann’s  (15)  for  use  Avith  the 
vapors  of  Amlatile  liquids,  and  incorporated 
the  improAnments  of  Dubitzki  {10).  Another 
apparatus,  on  page  130,  Avas  a modification  of 
Dubitzki’s  {16)  for  use  Avith  mixtures  of  very 
toxic  gases. 

A total-enclosure  gassing  chamber  of  512 
liters’  capacity  Avas  described  by  IValton  and 
Jones  in  1920  (-54) • IVith  a chamber  larger 
than  most  previous  ones,  it  was  hoped  to  lessen 
Avail  effects.  ProAusion  Avas  made  for  rapid  air 
change  in  the  chamber  to  reduce  the  time  for 
attainment  and  for  purging  of  chamber  con- 
centrations. 

A noAnI  group  of  three  dust  exjxosure  cham- 
bers Avas  described  bA^  Jbtten  and  Arnoldi  (55) 
and  Jbtten  and  Kortmann  {56)  in  GeAverbes- 
taub  und  Lungentuberkulose,  1927-29.  The 
chambers  consisted  of  a main  cylinder  of  sheet 
metal  about  90  cm.  high  and  27  cm.  in  diame- 
ter, Avith  flat  glass  tops  and  conical  bottoms 
and  Avith  12  removable  animal  compartments 
attached  to  the  cylinder  Avail  in  2 radial  i)lanes, 
the  cylinder  acting  as  a distributing  ])lenum 
for  the  exposure  compartments.  The  conq)art- 
ments  AA’ei’e  truncated  four-sided  pyi’amids 
Avith  the  liases  aAvay  from  the  cylinder,  d'hey 
Avere  separated  from  the  cylinder  at  the  junc- 
tion by  metal  screens.  Each  compartment  Avas 
large  enough  to  accommodate  a single  rabbit, 
Avhich  Avas  placed  Avith  its  head  toAvard  the 
center.  The  cages  Avere  removed  for  cleaning 
and  disinfection,  and  Avere  interchangeable. 
There  Avas  an  opening  on  the  toji  of  each  com- 
]iartment  Avhich  seiwed  as  an  air  exhaust. 
These  Avere  plugged  Avith  cotton  filters  to  pre- 
A’ent  the  escape  of  dust  into  the  room. 

The  dust  generating  apparatus  consisted  of 
an  electric  compressor  and  tln'ee  vertical  glass 
tubes  40  mm.  in  diameter  and  80  cm.  long. 
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connected  in  series.  The  first  tube  contained 
a measured  amount  of  dust.  The  air  from  the 
compressor  entered  the  tube  at  the  bottom  and 
was  discharged  from  the  top,  passing  through 
the  two  following  tubes  to  become  more  uni- 
form in  concentration  before  entering  the 
chamber  at  the  bottom  of  the  cylinder.  Dust 
concentrations  were  determined  from  samples 
taken  through  ports  in  the  glass  tops. 

Froboese  and  Bruckner  {57)  in  1929  de- 
scribed a procedure  for  exi:>osing  small  ani- 
mals to  metal  fumes.  The  exposure  chamber 
was  simply  a glass  cylinder  27  cm.  in  diameter 
and  24  cm.  high.  The  electric  arc  fume  gen- 
erator and  the  mixing  and  metering  apparatus 
were  described  in  detail. 

In  1929,  Wigdortschik  and  Petroff  {58) 
gave  a thorough  description  and  performance 
analysis  of  a cubic  dust  exposure  chamber 
having  a volume  of  2.2  m.^.  It  was  constructed 
of  oak  Avood.  Most  of  the  interior  surfaces 
Avere  glazed,  and  the  remaining  surfaces  were 
lead  lined.  The  chamber  stood  on  four  legs. 
In  the  space  below  the  exposure  zone  an  elec- 
tric fan  Avas  set  up  to  insure  good  air  distri- 
bution. There  Avere  inlet  and  exhaust  slits  for 
the  dusty  air  along  oj)posite  edges  of  the  cham- 
ber, and  an  exhaust  duct  opening  for  purging 
the  chamber. 

Considerable  discussion  was  devoted  to  the 
dust  generating  apparatus.  The  air  Avliich 
carried  the  dust  Avas  metered,  cleaned,  and 
dried  before  entering  the  dust  generator,  Avliich 
was  a mechanical  .shaking  flask.  The  dusty  air 
was  mixed  further  in  a mixing  device  consist- 
ing of  a perforated  steel  ball  in  a double  coni- 
cal section.  The  dusty  air  entered  the  ball  and 
discharged  through  tlie  perforations  Avhile 
clean  air  floAved  around  the  ball.  The  dusty 
air  passed  through  two  settling  traps  before 
entering  the  chamber. 

Considerable  data  and  a number  of  graphs 
Avere  given  for  test  runs  made  Avith  the  cham- 
ber, shoAving  ainong  others,  the  relation  be- 
tween dust  feed  rate  and  concentration ; dust 
concentration  and  time;  dust  concentration  and 
circulating  fan  speed;  dust  concentration  and 
location  Avithin  the  chamber;  and  temperature 
and  humidity  and  airfloAv  rate. 

Sayers,  et  ah  {59)  described  in  1929  a 2.50- 
cubic  foot  chamber  used  at  the  Pittsburgh  Ex- 
periment Station  of  the  U.S.  Bureau  of  INIines 


to  expose  guinea  pigs  to  static  concentrations 
of  halogenated  hydrocarbons.  The  concentra- 
tions were  established  by  pouring  the  desired 
amount  of  liquid  onto  a large,  fiat  surface  in 
the  chamber.  Distribution  was  aided  by  a fan. 
Air  samples  Avere  taken  at  regular  intervals 
throughout  the  exposure. 

In  a later  report  from  the  same  station,  Say- 
ers, et  al.  {60)  described  in  1930  a 5..5-cubic 
foot  horizontal  steel  cylindrical  dynamic  flow 
chamber,  made  from  a 20-inch  diameter  pipe 
section  Avhich  Avas  designed  specifically  for  use 
Avith  ex])losive  vapors.  A large  chamber  of 
252  cubic  feet  Avas  also  described  Avhich  re- 
sembles the  chamber  presented  by  Lehmann 
and  HasegaAva  {18).  Fans  Avere  used  in  both 
chambers  to  improve  mixing. 

In  1931,  Yant,  Schrenk,  and  Sayers  {61) 
used  four  288-cubic  foot  total-enclosure  box- 
type  chambers  to  study  methanol  inhalation  by 
laboratory  animals.  An  innovation  was  a 
pressure-equalizing  section  (plenum)  along  a 
lower  edge  of  the  chamber  through  which  air 
supply  entered.  The  air  Avas  exhausted  through 
three  perforated  pipes  situated  in  each  of  three 
corners  and  extending  vertically  from  the  bot- 
tom to  the  to})  of  the  chamber.  There  was  a 
fan  opposite  to  the  supply  plenum  for  circu- 
lation. These  supply  and  exhaust  systems  rep- 
resented a distinct  improvement  over  previous 
air-exchange  methods. 

In  1931,  Haynes  {62)  used  the  dust  cham- 
ber of  Mavrogordato.  Gross  and  Kuss  {63) 
described  in  1931  a procedure  and  apparatus 
for  the  regulation  of  airfloAv  and  vapor  genera- 
tion rates  used  for  inhalation  studies  on  mix- 
tures of  Amlatile  compounds.  The  animals 
Avere  exposed  in  a hemicylindrical  glass  cham- 
ber of  about  50  liters. 

A handbook  section  by  Gross  and  Hebe- 
streit  (dl)  on  animal  experimentation  meth- 
ods in  occupational  medicine  appeared  in  1932. 
The  authors  revieAved  the  techniques  of  ani- 
mal exi)osure  in  use  at  that  time.  Areas  dis- 
cussed included  the  inhalation  of  dusts,  fumes, 
droplets  and  fogs,  vapors,  and  gases;  and  also 
feeding,  skin  absorption,  and  injection. 

In  the  section  on  dust  inhalation,  the  meth- 
ods and  apparatus  of  Saito  {JfO) Wigdort- 
schik  and  lAtrotf  {58),  and  Jotten,  Arnoldi, 
and  Kortmann  {55,  56)  Avere  discussed  in  de- 
tail. For  acute  tests  at  high  dust  levels,  a 
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simplified  version  of  the  Jotten,  Arnoldi,  and 
Kortmann  apparatus  was  described. 

In  the  section  on  fume  inhalation,  the  method 
and  apparatus  of  Froboese  and  Bruckner  {57) 
were  described  and  illustrated  in  detail. 

The  section  on  droplets  and  fogs  contained 
a description  of  the  apparatus  and  methods  of 
Lehmann,  Saito,  and  Majima  {17). 

For  the  inhalation  of  vapors  of  volatile  liq- 
uids, the  apparatus  and  methods  of  Lehmann 
{53),  and  Gross  and  Kuss  {63)  were  de- 
scribed. 

For  gases,  the  apparatus  and  methods  de- 
scribed were  those  of  Lehmann  {53),  Dubit- 
zki  {16),  and  Gross  and  Kuss  {63).  The 
method  of  Gross  and  Kuss  was  designed  for 
the  continuous  inhalation  of  very  dilute  gas- 
air  mixtures,  and  had  not  previously  been 
described  in  the  literature.  The  Gross  and 
Kuss  chamber  was  a simple  enclosure  formed 
by  joining  two  cylinders  end-to-end.  The 
complicated  part  of  the  apparatus  was  the 
system  of  gas  burettes  for  the  continuous  and 
exact  addition  of  small  quantities  of  toxic 
gases  to  the  main  air  current. 

A large  inhalation  unit  for  gas  and  vapor 
exposure  was  described  in  1935  by  Heubner 
and  Schellberg  (7).  It  consisted  of  a cham- 
ber 9 feet  by  514  feet  by  6I/2  feet  (310  cubic 
feet)  and  an  anteroom  514  feet  by  514  feet  by 
614  feet  (180  cubic  feet),  both  lined  with 
glazed  tile.  The  anteroom  contained  the  con- 
trol equipment  and  utility  connections.  A slid- 
ing drawer  air  lock  between  the  two  rooms  per- 
mitted the  introduction  of  the  test  animals  to 
a preestablished  concentration.  The  animals 
were  not  confined  by  cages  within  the  expo- 
sure chamber.  The  airflow  could  be  regulated 
and  the  chamber  could  be  purged  within  30 
seconds.  A large  fan  was  mounted  in  the 
ceiling  for  circulation  purposes,  and  windows 
were  provided  in  one  wall. 

In  1936  von  Oettingen,  et  al.  {65),  of  the 
DuPont  Haskell  Laboratory,  exposed  mice,  rats, 
cats,  and  rabbits  to  chloroprene  in  an  8-liter 
bell  jar.  The  air  supply  bubbled  through  a 
cylinder  containing  a weighed  amount  of 
chloroprene,  and  the  chamber  concentration 
was  estimated  bj^  weight  difference.  For  cats 
and  rabbits  in  such  a small  chamber  the  ab- 
sorption of  the  chloroprene  on  the  fur  must 
have  been  high. 


In  1936,  von  Oettingen  {66)  reviewed  the 
equipment  needed  in  an  industrial  toxicology 
laboratory.  Included  in  the  discussion  were 
diagrams  and  descriptions  of  the  exposure 
chambers  of  von  Oettingen,  et  al.  {65),  Gross 
and  Kuss  {63),  Gross  and  Hebestreit  {6Jf) , 
Lehmann,  Saito,  and  Majima  {17),  Froboese 
and  Bruckner  {57),  Jotten  and  Arnoldi  {55), 
and  Jotten  and  Kortmann  {56). 

Dudley  and  Miller  {8)  of  the  former  Divi- 
sion of  Industrial  Hygiene,  Public  Health 
Service,  described  in  1937  a 1-cubic  meter  ex- 
posure chamber  of  masonite  fiberboard  and 
glass,  used  at  the  Public  Health  Service’s  Na- 
tional Institutes  of  Health.  A feature  of  this 
chamber  was  a sliding  cage-carrier  which  per- 
mitted exposure  of  animals  to  previously  es- 
tablished concentrations  of  toxic  agents.  By 
such  an  arrangement,  the  dilution  was  esti- 
mated to  be  less  than  5 percent  for  the  first 
minute,  and  the  desired  concentration  could 
be  reached  in  3 minutes. 

Another  type  of  chamber  used  by  the  Divi- 
sion of  Industrial  Hygiene  of  the  Public 
Health  Service  was  described  in  1940  by  Fair- 
hall  and  Sayers  {67).  This  box-type  cham- 
ber had  heavy  glass  fronts  fitted  against  soft 
rubber  gaskets,  which  were  removable  for  pur- 
poses of  cleaning  and  transferring  animals. 
The  dust  feed  passed  through  an  elutriator  to 
provide  a uniform  dust  dispersion.  Air  sam- 
ples of  the  chamber  atmosphere  were  taken  at 
a rate  of  1 cfm  through  filter  paper  disks 
mounted  in  a side  wall.  These  samples  could 
be  analyzed  chemically  and  microscopically  for 
concentration,  particle  size,  and  composition. 

Irish  and  Adams  {68)  of  the  Dow  Chemi- 
cal Co.  presented  in  1940  a discussion  on  ap- 
paratus and  methods  for  testing  the  toxicity 
of  vapors.  Topics  discussed  included  air  sup- 
ply, metering,  mixing,  the  exposure  chamber, 
the  exhaust  system,  sampling  in  the  chamber, 
and  analytical  methods.  Apparatus  described 
included  two  gas-feeding  devices  and  two  types 
of  exposure  chambers.  It  was  stated  that  the 
essential  factors  for  the  design  of  exposure 
chambers  are : “an  airtight  space  of  known 
volume;  a surface  readily  cleaned,  impervious 
and  resistant  to  the  vapors  being  tested : ready 
visibility  for  viewing  the  activity  of  test  ani- 
mals: and  a design  and  cost  which  is  practical." 

The  first  type  of  chamber  referred  to  was  a 
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small  box  with  glass  walls  set  in  a Monel 
frame.  A battery  of  such  chambers  and  their 
associated  control  equipment  was  shown.  The 
air  supply,  at  room  conditions,  entered  a 
Monel  pipe  into  which  the  vapor  was  pumped, 
and  the  mixture  discharged  into  a battle  cham- 
ber before  entering  the  exposure  chamber.  The 
gases  entered  through  a narrow  slit  running 
the  length  of  the  front  of  the  chamber  and 
Avere  exhausted  through  a similar  slit  along 
the  lower  back  edge  of  the  chamber.  An  ori- 
fice meter  was  used  to  measure  the  flow. 

The  second  type  of  chamber  described  Avas 
much  larger,  about  66  cubic  feet,  and  was  a 
wooden  box  lined  with  a thin  sheet  of  corro- 
sion-resistant metal.  Instead  of  a mixing 
chamber,  as  in  the  smaller  units,  a large  slow- 
revolving  fan  Avas  provided  to  mix  the  gases. 
The  animals  Avere  not  confined  by  cages  in 
these  chambers. 

In  1943  Wenier,  et  al.  (69)  described  a bell- 
jar  exposure  unit  used  to  test  the  toxicity  of 
organic  solvent  A^apors.  The  vapors  Avere  gen- 
erated by  passing  a metered  volume  of  air 
through  tAvo  bubblers  immersed  in  a constant 
temperature  bath  and  mixed  with  a metered 
stream  of  clean  air. 

Stead,  Dernehl,  and  Nan  (70)  of  the  Uni- 
A^ersity  of  Texas  described  in  1944  an  animal 
chamber  for  dust  exposure  made  from  a 50- 
gallon  steel  drum.  It  Avas  mounted  on  its  side, 
provided  with  a removable  glass  front  and 
electric  illumination,  and  equipped  Avith  a rack 
to  hold  three  animal  cages.  The  dust  feed 
consisted  of  a rotating  dust  tube  Avhich  was 
raised  at  a constant  rate,  feeding  dust  to  an 
air  ejector  arrangement.  The  rate  could  be 
varied  to  give  the  desired  dust  concentration. 
The  dusty  air  passed  through  a cyclone  sep- 
arator Avhich  Avas  made  from  a glass  desiccator 
jar.  It  removed  the  particles  larger  than  4 
microns  in  diameter.  Air  Avas  exhausted  from 
the  chamber  through  an  electrostatic  precipi- 
tator. The  entire  exposure  unit  Avas  set  up  in 
a coiAStant  temperature,  constant  humidity 
room,  and  it  Avas  claimed  that  i-eproducible 
dust  concentrations  could  be  established. 

Principles  influencing  design  and  operation 
of  constant-floAv  chambers  for  gas  and  vapor 
inhalation  exposures  were  discussed  in  1946  by 
Silver  {£)  of  the  Army  Chemical  Center, 
EdgeAvood,  Md.  Data  were  presented  and 


formulas  derived  for  predicting  equilibration 
time  for  chamber  concentrations.  Also  dis- 
cussed Avere  the  effects  of  airfloAV,  chamber 
size,  the  character  and  quantity  of  the  interior 
surface,  the  shape  of  the  chamber,  the  relative 
areas  of  air  inlet  and  door  opening,  and  the 
number  and  size  of  the  animals,  on  chamber 
concentrations,  equilibration  times,  surface  ef- 
fects, and  animal  loadings.  The  data  pre- 
sented Avere  obtained  on  a group  of  chambers, 
including  seA^eral  designed  for  human  exposure. 

Of  the  animal  exposure  chambers  referred 
to  by  SiDer  (2),  one  of  629  liters’  capacity 
had  been  described  in  1940  by  the  same  author 
(9).  It  Avas  constructed  of  steel  plate  and 
Avas  approximately  cubical  in  shape,  with  large, 
plate  glass  windows  in  each  of  tAvo  opposite 
sides.  A feature  Avas  a sliding  cage  carrier 
supported  in  the  door.  Small,  gasketed  circu- 
lar steel  plates  coA^ered  openings  near  the  cor- 
ners of  the  chamber.  These  plates  could  be 
removed  for  the  insertion  of  various  sampling 
devices  and  feed  mechanisms.  A calibrated 
orifice  meter  in  the  exhaust  line  was  used  to 
measure  the  airfloAv  through  the  chamber. 
The  exhaust  pump  maintained  the  chamber  un- 
der negative  pressure,  draAving  the  air  supply 
from  the  room  through  a mixing  flask  into 
Avhich  the  contaminant  aerosol  was  fed. 

In  1946,  Boyland,  McDonald,  and  Eumens 
(71)  described  a 20-liter  gas  chamber  in  which 
small  animals  were  exposed  to  phosgene  gas. 

Princi,  Church,  and  McGilvray  (72)  in 
1949  described  a head-exposure  chamber  of 
effective  design.  It  Avas  made  from  tAvo  55- 
gallon  drums  Avelded  together  to  make  one  A^er- 
tical  cylinder,  had  inlet  and  exhaust  cones  at 
the  top  and  bottom  and,  in  principle,  Avas  sim- 
ilar to  the  chamber  of  Saito  (4^).  The  top 
cone  had  an  anemostat  air  diffuser  and  dis- 
tributing plate  to  provide  uniform  inlet  dusty 
air. 

A group  of  small  exposure  units  used  at  the 
University  of  Kochester  Avas  described  in  1953 
by  Spiegl,  et  al.  (19).  The  units  Avere  made 
from  5-gallon  battery  jars  placed  horizontally 
on  Avooden  stands,  and  bolted  against  sponge 
rubber  gaskets  recessed  into  ujn-ight  front 
boards,  serving  also  as  an  instrument  panel. 
Tliese  chambers  Avere  nsed  for  rapid  range- 
finding  toxicity  tests  AA'ith  rats,  mice,  guinea 
pigs,  and  hamsters. 
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A variety  of  large  exposure  units  for  in- 
halation toxicity  studies  of  atomic  energy  ma- 
terials for  the  Manhattan  Project  at  Eoches- 
ter,  N.Y.,  has  been  described  by  Stokinger  in 
a publication  edited  by  Voegtlin  and  Hodge 
(i).  The  production  of  the  chambers  repre- 
senting the  combined  effort  of  a group  of 
project  engineers,  ranged  in  size  from  4-foot 
cubes  to  approximately  9-foot  cubes.  Con- 
struction materials  varied  from  wood  and 
glass,  for  unreactive  substances,  to  stainless 
steel  for  corrosive  uranium  halides,  and  cop- 
per-lined units  for  fluorine  and  hydrogen  fluo- 
ride gases.  Convertible  head-exposure  units 
were  described  that  were  suitable  for  the  ex- 
posure of  large  numbers  of  dogs,  rabbits,  and 
guinea  pigs.  Either  one  or  two  entire  sides  of 
these  chambers  were  occupied  with  head- 
exposure  ports  and  cages,  those  for  larger  ani- 
mals being  near  the  floor,  with  successively 
smaller  fittings  above.  A description  of  an 
airtight  method  of  gasketing  the  head-exposed 
animals  in  the  chamber  was  given.  Pictorial 
and  written  descriptions  were  also  given  of 
the  methods  of  providing  ventilation  and  dis- 
tribution of  the  test  agents  in  the  chambers. 
All  units  were  connected  to  a single  air  intake 
and  exhaust. 

Designs  were  given  for  a variety  of  dust- 
feed  mechanisms  for  materials  difficult  to  dis- 
perse, such  as  the  highly  hygroscopic  uranium 
tetrachloride,  or  hard-packing  materials  such 
as  uranyl  nitrate  hexahydrate. 

Because  fans  were  used  to  provide  distribu- 
tion of  the  test  agents  within  the  chambers, 
certain  of  the  extremely  dense  uranium  com- 
pounds caused  considerable  difficulty  in  main- 
taining uniform  distribution. 

A chamber  was  designed  and  reported  on  in 
1950,  by  Wilson  and  Laskin  (75),  that  avoided 
this  difficulty.  The  chamber,  although  of 
smaller  capacity,  was  in  the  form  of  a hex- 
agonal prism  with  sides  measuring  4 feet  in 
width  and  slightly  less  than  4 feet  in  height, 
and  top  and  bottom  sections  in  the  form  of 
hexagonal  pyramids  approximately  2 feet 
high.  The  chamber  appeared  pictorially  in 
the  report  (75).  By  introducing  the  agent  at 
the  top  with  the  incoming  air,  this  design  pro- 
vided uniform  distribution  both  of  concentra- 
tion and  particle  size  of  dust  and  ease  of  main- 
tenance. The  chief  drawback  of  the  chamber 


was  its  height  requirement,  which  is  greater 
than  9 feet,  for  a comparatively  small  animal 
capacity.  The  stainless  steel-plastic  construc- 
tion, however,  provided  complete  visualization 
of  the  animals’  response  to  exposure  at  all 
times. 

To  obtain  increased  animal  capacity  for  a 
5-year  chronic  uranium  dioxide  study  using 
primarily  dogs  and  monkeys,  the  Eochester 
group  combined  four  separate  chambers  of 
the  hexagonal  type  to  operate  from  a common 
air  intake  and  dust-feed  system.  The  expo- 
sure chambers  were  installed  in  a semicircular 
arrangement  in  front  of  a master  control 
panel.  A report  {7 If)  describing  this  instal- 
lation in  detail  was  prepared  in  1957.  Each 
chamber  has  an  internal  volume  of  about  80 
cubic  feet  with  an  animal  capacity  of  4 mon- 
keys, 8 dogs  (beagles),  and  40  rats.  The  total 
animal  capacity  of  the  complete  unit  is  16 
monkeys,  32  dogs,  and  160  rats. 

During  normal  operation  the  airflow  pat- 
tern through  the  exposure  unit  is  as  follows. 
Eoom  air  that  has  been  filtered  and  condi- 
tioned previously  is  supplied  to  the  inlet  air 
duct  by  a centrifugal  fan.  The  test  material, 
UO2  dust,  is  introduced  under  a slight  posi- 
tive pressure  into  the  throat  of  a Venturi  sec- 
tion located  in  this  duct,  and  the  dust-laden 
air  is  transported  through  the  duct  into  a 
plenum  chamber.  The  individual  chambers 
which  operate  at  a slight  negative  pressure 
draw  aliquots  of  the  dusty  air  from  the  plenum 
through  their  respective  chamber  inlet  air 
ducts. 

The  dust  and  air  mixture  is  admitted  tan- 
gentially to  the  short  cylindrical  section  at  the 
top  of  each  chamber.  In  this  way,  the  air  and 
test  material  are  mixed  and  distributed  uni- 
formly throughout  each  chamber  as  a result 
of  a mild  swirling  motion.  The  exhaust  air  is 
drawn  axially  from  the  bottom  of  each  cham- 
ber through  individual  exhaust  ducts,  through 
a header  and  into  a main  exhaust  system  which 
is  connected  to  a rotoclone.  After  several 
stages  of  filtration  the  exhaust  air  is  dis- 
charged through  an  outside  stack. 

While  the  exposure  unit  described  above 
was  primarily  designed  for  a long-term 
chronic  study  with  large  numbers  of  animals, 
it  may  easily  be  modified  to  handle  other  types 
of  inhalation  experiments.  By  separate  con- 
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trol  of  individual  dust  inlets  as  many  as  four 
different  concentrations  of  the  same  compound, 
or  four  different  compounds,  can  be  tested 
simultaneously. 

A chamber  designed  for  inhalation  expo- 
sure of  animals  to  highly  hazardous  materials 
or  for  continuous  exposure  has  been  described 
by  Leach,  Laskin,  and  Lauterbach  {75).  The 
chamber  was  basically  cubic  in  shape,  with 
pyramidal  top  and  bottom,  and  with  all  in- 
ternal corners  filleted  and  smooth. 

Constructed  of  plywood  and  glass,  the 
chamber  had  an  internal  volume  of  approxi- 
mately 700  liters.  On  one  side  there  was  a 
dry  box.  used  for  the  isolation  of  the  animals 
during  washing  and  maintenance  of  the  cham- 
ber, which  Avas  provided  for  by  appropriately 
placed  nozzles.  Standard  arm-length  A^eteri- 
narian  gloves  attached  to  ports  in  the  cham- 
ber door  permitted  shuttling  the  animals  from 
the  chamber  to  the  dry  box.  The  shape  of 
the  chamber  Avas  similar  to  the  hexagonal  unit 
described  aboA^e,  and  it  had  all  the  character- 
istics of  uniformity  of  dust  concentration  con- 
trol desired. 

Tlie  Rochester  group  feeling  the  need  for  a 
small,  highly  flexible  animal  exposure  unit  for 
use  in  screening  a Avide  variety  of  materials 
for  toxicity,  developed  such  a unit  Avhich  Avas 
described  by  Leach  and  Spiegl  {76)  in  1956. 

Basically,  the  chamber  itself  is  a miniature 
replica  of  the  larger  hexagonal  units  described 
by  Wilson  and  Laskin  {73).  All  dimensions 
of  the  larger  chamber  Avere  scaled  doAvn  to 
tAvo-thirds  size,  resulting  in  a chamber  with  a 
capacity  of  about  one-half  that  of  the  full- 
size  models.  The  entire  unit  is  self-contained, 
Avith  its  own  exhauster  and  provision  for  vari- 
ous exhaust  air  cleaners  (cleaner  depending 
on  the  material  being  used) . 

This  unit  Avas  used  Avith  a number  of  mate- 
rials in  a A’ariety  of  forms,  including  dusts, 
mists,  and  vapors,  and  proved  most  useful  for 
quick,  small-scale  iiiA^estigations  of  a pilot 
nature. 

Baurmash,  et  al.  (77)  of  the  UniA^ersity  of 
California  at  Los  Angeles  described  an  at- 
tempt to  develop  an  exposure  unit  in  Avhich  a 
quantity  of  animals  could  be  exposed  to  the 
same  concentration  regardless  of  the  location 
of  the  animal.  The  authors  made  the  assump- 
tion that  the  concentration  in  a unit  that  Avas 


square  or  rectangular  in  shape  would  be  inher- 
ently nonuniform,  and  they  stated  that  the  so- 
lution is  a circular  chamber  Avith  the  contami- 
nated air  entering  the  chamber  someAvhere 
along  the  central  axis.  Going  one  step  fur- 
ther, the  investigators  specified  that  the  f)osi- 
tion  of  the  animals  be  changed  during  the  ex- 
posure time  to  eliminate  the  possibility  of 
variation  in  the  concentration  along  radial 
lines. 

The  chamber  Avas  described  as  circular,  about 
6I/2  feet  in  diameter  at  the  center,  and  about 
3 feet  high,  Avith  an  elliptical  vertical  cross 
section.  It  resembled  the  common  conception 
of  a flying  saucer.  The  chamber  Avas  con- 
structed of  Fiberglas  and  plastic  laminations 
in  tAvo  halves,  with  a rubber  gasket  sealer. 
In  the  upper  half  was  a Incite  door  and  win- 
doAv.  The  upper  half  could  be  raised  Avith 
block  and  tackle  for  loading  and  cleaning.  A 
horizontal  sheet  metal  platform  for  supporting 
the  animal  cages  was  installed  near  the  cen- 
ter. This  platform  Avas  designed  to  revolve 
sloAvly,  about  one-sixtieth  rpm,  about  the  A^er- 
tical  axis  to  minimize  variation  in  radial  air 
concentration. 

Dust  and  air  were  fed  in  at  the  top  Avhere 
a deflector  directed  the  air  mixture  doAvuAvard 
and  outward.  The  exhaust  AA’as  at  the  bottom 
center.  The  sheet  metal  platform  at  the  cen- 
ter restricted  the  flow  to  a narroAV  annular 
space  at  the  edge  of  the  chamber.  It  Avas 
planned  to  locate  the  heads  of  the  animals  at 
the  rim  of  the  platform. 

It  Avas  stated  that  the  concentration  in  the 
chamber  had  a maximum  variation  of  4.3  per- 
cent. However,  no  data  Avere  given  for  the 
variation  in  concentration  with  radial  distance 
from  the  center.  With  the  solid  platform  re- 
stricting the  flow,  such  a Anariation  is  likely. 
Therefore,  it  would  appear  necessary  to  build 
the  animal  cages  so  that  the  animals  could  not 
turn  around  Avithin  them. 

The  dust  feed  {H)  used  Avas  reported  by 
the  authors  as  giving  a uniform  feed  for  pe- 
riods up  to  8 hours  in  duration.  Other  fea- 
tures of  the  exposure  unit  Avere  an  automatic 
solenoid  shutoff  A-aLe  for  the  dust  feed  in  the 
event  the  exhaust  bloAver  failed,  and  a drain 
at  the  bottom  of  the  chamber  to  facilitate 
cleaning. 

Urban  {78)  in  1954  described  tAvo  types  of 
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chambers  in  use  at  the  Saranac  Laboratory. 
One  type  was  a box  4 feet  7 inches  by  3 feet 
2 inches  by  4 feet  7 inches  high.  Features  in- 
cluded a plenum  at  the  bottom,  below  a per- 
forated plate  from  which  the  air  was  ex- 
hausted, and  a drain  at  the  center  of  the  floor 
for  easy  cleaning.  The  second  type  of  cham- 
ber patterned  after  chambers  at  the  Univer- 
sity of  Rochester  was  octagonal  in  cross  sec- 
tion, 5 feet  across,  and  30  inches  high  with 
22-inch  canopies  at  the  top  and  bottom.  Good 
air  distribution  and  easy  cleaning  were  nota- 
ble features. 

A stainless  steel  animal  exposure  chamber, 
designed  for  inhalation  studies  of  toxic  gases 
and  vapors,  and  constructed  as  a cube,  30 
inches  along  each  side,  was  described  in  1956 
by  Sunderman,  et  al.  {10),  of  Jefferson  Medi- 
cal College,  and  Rohm  & Hass  Co.,  Philadel- 
phia. 

An  exhaust  fan  outside  the  building  pro- 
vided the  air  movement  and  maintained  the 
chamber  under  negative  pressure.  The  airflow 
was  measured  with  an  orifice  meter  and  in- 
clined manometer.  Uniform  airflow  through 
the  chamber  was  aided  bj^  an  inlet  and  an  out- 
let baffle,  which  were  located  along  diamet- 
rically opposite  edges.  Each  baffle  plate  had 
five  5-inch  by  %-inch  slots  with  adjustable 
slides. 

The  two  sides  and  top  of  the  chamber  had 
17-inch  by  l7-inch  by  i/^-inch  safety  glass  win- 
dows; the  top  window,  having  a circular-type 
fluorescent  light  resting  on  it,  acted  as  a light 
port.  The  front  wall  of  the  chamber  was 
hinged  and  had  a sliding  drawer  located  in  its 
renter.  Four  rabbits  or  equivalent  animal 
complement  could  be  placed  in  the  chamber 
through  the  drawer,  or  three  times  as  many 
animals  coidd  be  accommodated  if  the  front 
wall  were  opened.  A mechanically  actuated 
hypodermic-syringe  feed  for  volatile  liquids 
was  described,  which  was  used  for  introducing 
nickel  carbonyl  into  the  chamber.  Four  ports 
for  sampling  and  insertion  of  special  devices 
were  located  on  each  side  of  the  chamber  near 
the  corners. 

MacFarland  in  1956  (11)  described  a cham- 
ber built  by  the  Canadian  Department  of  Na- 
tional Health  and  Welfare,  Ottawa.  The  basic 
design  was  patterned  after  Silvers  design  (2). 


The  chamber  was  a cube,  1 meter  on  a side. 
The  sides  and  bottom  were  fabricated  of  i/4‘ 
inch  boiler  plate  and  the  top  of  glass.  The 
author  suggested  that  steel  plate  is  a conven- 
ient construction  material  since  it  gives  a rigid 
chamber,  strong  enough  to  bear  the  weight  of 
piping  for  airflow  circuits  and  thick  enough 
to  permit  tapping  drilled  holes  for  the  entry 
of  sensing  elements  and  sampling  devices. 

Features  of  the  exposiire  equipment  included 
an  elaborate  automatical!}"  controlled  air  sys- 
tem, and  a compressed  air-driven  sliding  cage 
carrier.  The  airflow  circuits  permitted  scav- 
enging, bypassing,  and  circulation  of  the  test 
atmosphere.  In  addition,  three  extra  flow 
loops  permitted  the  introduction  of  a flow- 
meter, an  absorbing  canister  for  air  cleaning, 
an  arc  box  for  arc-produced  fumes,  or  other 
attachments. 

Two  pumps  were  used,  which  could  be  op- 
erated singly  or  in  parallel.  A total  of  sixteen 
2-inch  gate  valves  was  used  to  control  the  sys- 
tem. The  valves  were  air  operated,  and  the 
air  control  was  solenoid  actuated.  Each  air- 
flow pattern  used  was  programed  at  the  con- 
trol board,  and  upon  demand,  the  16  valves 
assumed  the  requisite  pattern  in  6 seconds  or 
less. 

Since  short-term  acute  exposures  of  10  to 
30  minutes  were  planned,  an  airlock  mecha- 
nism with  a basket  for  12  rats  was  built  into 
the  front  plate.  The  time  of  travel  of  the 
carriage  was  3 seconds,  and  it  could  be  moved 
out  either  manually  or  automatically  by  a pre- 
set program. 

Four  large-scale  inhalation  chambers  are 
being  used  (1958)  at  the  National  Cancer  In- 
stitute, Public  Health  Service,  in  Bethesda, 
Md.  They  have  octagonal  cross  sections,  with 
the  octagons  measuring  54  inches  on  a side, 
and  are  derived  from  the  designs  used  at  the 
University  of  Rochester  {73,  7J,  76),  and  the 
former  Saranac  Laboratory  {78).  The  sides 
are  Incite  windows,  and  the  frame  and  top  and 
bottom  canopies  are  stainless  steel.  Pie-shaped 
animal  cages  are  used  which  are  supported  on 
a rotating  platform.  One  face  of  the  cham- 
ber opens  for  loading  and  unloading  the 
animals. 

AVright  {79)  published  in  1957  a descrip- 
tion of  exposure  chambers  and  techniques 
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used  by  tlie  Pneumoconiosis  Research  Unit, 
Llandough  Hospital,  Cardiff,  South  Wales. 
These  techniques  evolved  over  a 10-year  pe- 
riod of  experience  in  this  field. 

The  chambers  described  are  cubic,  2 feet  on 
a side,  with  truncated  pyramidal  tops.  The 
dust  is  blown  directly  into  the  chamber  by  the 


Wright  dust  feed  {'Z2)  through  a hole  in  the 
flat  top  of  the  pyramid.  A unique  feature  of 
the  chambers  is  a safety  door  which  opens  au- 
tomatically if  the  dust  feed  should  fail ; this  is 
particularly  important  Avhen  the  exposures  are 
carried  out  unattended  through  the  night  as 
was  done  in  this  case. 
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